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S U M M A R Y

Background: Candida auris, a multi-drug-resistant fungal pathogen, has become an
emerging threat in healthcare settings around the world. Reliable disinfection protocols
specifically designed to inactivate C. auris are essential, as many chemical disinfectants
commonly used in healthcare settings have been shown to have variable efficacy at
inactivating C. auris.
Aim: Ultraviolet germicidal irradiation (UVGI) was investigated as a method to inactivate
clinically relevant strains of C. auris.
Methods: Ten C. auris and two C. albicans isolates were exposed to ultraviolet (UV) energy
to determine the UV dose required to inactivate each isolate. Using a UV reactor, each
isolate (106 cells/mL) was exposed to 11 UV doses ranging from 10 to 150 mJ/cm2 and then
cultured to assess cell viability.
Findings: An exponential decay model was applied to each doseeresponse curve to
determine inactivation rate constants for each isolate, which ranged from 0.108 to 0.176
cm2/mJ for C. auris and from 0.239 to 0.292 cm2/mJ for C. albicans. As the model of
exponential decay did not accurately estimate the dose beyond 99.9% inactivation, a
logistic regression model was applied to better estimate the doses required for 99.999%
inactivation. Using this model, significantly greater UV energy was required to inactivate
C. auris (103e192 mJ/cm2) compared with C. albicans (78e80 mJ/cm2).
Conclusion: UVGI is a feasible approach for inactivating C. auris, although variable sus-
ceptibility among isolates must be taken into account. This doseeresponse data is critical
for recommending UVGI dosing strategies to be tested in healthcare settings.

Published by Elsevier Ltd on behalf of The Healthcare Infection Society.

Introduction

Candida auris is a multi-drug-resistant opportunistic yeast
pathogen that was characterized as a serious global health
threat by the Centers for Disease Control and Prevention (CDC)
in 2016. C. auris has been identified in over 30 countries, and
has recently emerged as a threat in the US healthcare system,
where 950 clinical cases had been confirmed in 14 states as of

* Corresponding author. Address: Allergy and Clinical Immunology
Branch, Health Effects Laboratory Division, National Institute for
Occupational Safety and Health, Centers for Disease Control and
Prevention, 1095 Willowdale Road, Morgantown, WV 26505, USA.
Tel.: !1 304 285 6358.

E-mail address: wrw0@cdc.gov (A.R. Lemons).

Available online at www.sciencedirect.com

Journal of Hospital Infection

journal homepage: www.elsevier .com/locate/ jhin

https://doi.org/10.1016/j.jhin.2020.04.011
0195-6701/Published by Elsevier Ltd on behalf of The Healthcare Infection Society.

Journal of Hospital Infection 105 (2020) 495e501

http://crossmark.crossref.org/dialog/?doi=10.1016/j.jhin.2020.04.011&domain=pdf
mailto:wrw0@cdc.gov
www.sciencedirect.com/science/journal/01956701
http://www.elsevier.com/locate/jhin
https://doi.org/10.1016/j.jhin.2020.04.011
https://doi.org/10.1016/j.jhin.2020.04.011
https://doi.org/10.1016/j.jhin.2020.04.011


30th November 2019 [1]. The majority of these cases were
associated with healthcare and long-term care facilities in
large metropolitan areas in the states of Illinois, New Jersey
and New York. As a result, some states have initiated targeted
patient screening to control the spread of the organism
throughout healthcare environments [1]. These screens have
identified an additional 1908 patients in the USA who are
colonized but not infected with C. auris. Severe C. auris
infections are continuing to occur globally, with CDC estimating
a significant mortality rate ranging from 30% to 60% as many
infected patients are immunocompromised or have existing
medical conditions [2].

C. auris was originally described in 2009 after being isolated
from the ear canal of a patient in a Japanese hospital [3].
Identified isolates from three continents have been placed in
phylogenetic clades representing distinct geographic regions:
South Asia, South Africa, South America and East Asia [4].
Recently, a new isolate was identified in Iran that was phylo-
genetically separated from the four existing clades, suggesting
a potential fifth clade derived from a new geographic region
[5]. As these outbreaks continue to occur globally, the complex
nature of this organism continues to unfold, highlighting the
importance of developing effective infection prevention and
control approaches.

Environmental assessment studies conducted within
healthcare facilities with active C. auris cases have shown that
the yeast can be recovered from a broad variety of environ-
mental surfaces [6,7], and may retain metabolic activity for up
to 1 month on hard, non-porous surfaces [8]. Recent studies
have shown that chemical disinfectant strategies, particularly
those using quaternary ammonium disinfectants, have variable
effectiveness [9,10]; however, the Environmental Protection
Agency (EPA) has made recent strides in providing guidance on
the most effective agents against C. auris. While the current
EPA recommendations call for the use of Clostridioides difficile
disinfection protocols [11], several disinfectants have received
EPA-registered label claims for C. auris. CDC has also been
working to determine the most effective agents for use in
public health emergencies, and have received an EPA-approved
Federal Insecticide, Fungicide, and Rodenticide Act (FIFRA)
Section 18 exemption for emergency-case use of seven prod-
ucts effective against C. auris. Exposure of healthcare workers
(HCWs) to chemical disinfectants, such as quaternary ammo-
nium compounds, peracetic acid, and combinations of dis-
infectants such as peracetic acid and hydrogen peroxide, has
been shown to cause respiratory symptoms and occupational
asthma [12e15]. In addition, personal protective equipment
and other safety measures are not always readily available or
properly used to protect workers against the harmful effects of
these agents. It is important that the health of patients and
HCWs is considered when advising on infection control practi-
ces. The products approved under CDC’s Section 18 exemption
provide alternatives to many of these harmful agents; how-
ever, other strategies, such as ultraviolet germicidal irradiation
(UVGI), would further limit exposure of HCWs to chemical
agents.

Emerging disinfectant technologies based on UVGI are cur-
rently being used in conjunction with chemical disinfectant
approaches for terminal disinfection within the US healthcare
sector, and may offer improved alternative strategies to inac-
tivate C. auris. UVGI devices commonly use low-pressure
mercury vapour lamps to emit UV energy in the UV-C band

(wavelengths of 100e280 nm), predominantly at 254 nm.
Studies conducted by Cadnum et al. demonstrated that, similar
to C. difficile, increased exposure times to a UV-C room
decontamination device were necessary to achieve 5-log
reductions in C. auris viability compared with meticillin-
resistant Staphylococcus aureus, a drug-resistant bacterial
pathogen that causes healthcare-associated infections [16].
These findings were supported in recent studies assessing other
UV-C decontamination devices [17,18]. While these initial
studies have demonstrated the feasibility of UVGI approaches
for inactivating C. auris, it is critical to determine the UV
doseeresponse relationships to improve guidance on the most
effective intervention strategies. The objective of this study
was to determine the UV dosages required to inactivate mul-
tiple strains of C. auris shown to exhibit varying levels of drug
resistance.

Methods

Culture methodology and UV exposure

Ten isolates of C. auris used in this study were obtained from
the CDC and FDA Antibiotic Resistance Bank (AR Bank #0381 to
#0390) [19]. The isolates represented the four major phyloge-
netic clades described to date, and varied in their suscepti-
bility to antifungal drugs (Table I). In addition, two Candida
albicans strains were obtained from the American Type Culture
Collection for testing (ATCC #10231 and ATCC #18804). Candida
isolates were cultured on Sabouraud dextrose agar (SDA) at 30
"C for 7e10 days. The isolates were harvested in sterile double
distilled de-ionized water, and yeast cells were quantified
using a haemocytometer. A suspension of 106 Candida cells per
mL was prepared in water, and 3-mL aliquots were exposed to
increasing doses of UV-C energy (254 nm) using a dual-
collimation aqueous UV reactor as described previously [20].
The doses used were as follows: 10, 20, 30, 40, 50, 60, 70, 80,
90, 100 and 150 mJ/cm2 or mW/cm2. The sample cuvette
housing and a radiometer detector were located at opposite
ends of the reactor, 27.9 cm from the centrally located mer-
cury lamp. Collimating apertures directed the UV-C beam at
the cuvette and detector, whichmonitored the UV dose applied
to each sample. The Candida suspensions were placed in quartz
sample cuvettes (1.4 cm2, 0.13-cm wall thickness) that were
housed on a magnetic stirrer. Gentle stirring ensured that the
Candida cells remained in suspension throughout the UV-C
exposure. Following exposure, the suspensions (100 mL) were
spiral plated in triplicate on SDA plates using a Spiral Biotech
Autoplate Model 3000 plating system (Bethesda, MD, USA).
Plates were incubated at 30 "C for 72 h, and the concentration
of viable cells remaining in the suspension was quantified using
a Spiral Biotech Model 530 Color Q Count. An unexposed sus-
pension served as a control. Three independent UVGI
doseeresponse experiments were performed for each isolate
tested.

Data modelling and statistical analysis

A doseeresponse curve was plotted using MATLAB R2015a
Version 8.5.0.197613 (MathWorks, Inc., Natick, MA, USA) by
graphing the survival fraction (S) at each UV dose (D) for each
experiment performed. A simple model of exponential decay/

A.R. Lemons et al. / Journal of Hospital Infection 105 (2020) 495e501496



inactivation was applied to each doseeresponse curve to
determine the inactivation rate constants (k-values). The k-
value is inversely related to the dose required to obtain a
specific survival fraction of C. auris. As the k-value increases,
the UV dose required to reach a particular reduction in the
viability of C. auris decreases:

S # e$k%D&

In addition to the exponential decay model, a logistic
regression model was also applied to the doseeresponse data
using JMP Version 13.2.0 (SAS Institute Inc., Cary, NC, USA),
where the logit of S was determined as:

Logit%S& # ln

!
S

1$ S

"

The logit of S was then plotted against the natural logarithm
of the UV dose. Here, the log odds of survival has a linear
predictor comprising b as the y-intercept and a as the regres-
sion coefficient for ln(D):

Logit%S& # aln%D& ! b

The triplicate k-values as well as the doses required for
99.9% (S#0.001) and 99.999% (S#0.00001) inactivation were
calculated for each Candida isolate (N#3/isolate) using the
exponential decay model and logistic regression model. The
values determined for the 10 C. auris isolates were compared
with the two C. albicans strains tested by one-way analysis of
variance (ANOVA) followed by Bonferroni’s t-test using Sigma-
Plot v. 12.5 (Systat Software, Inc., San Jose, CA, USA). Pairwise
comparisons among the C. auris isolates were also conducted
using one-way ANOVA followed by Bonferroni’s t-test. P'0.05
was considered to indicate significance.

Results

Inactivation rate constants were calculated for each of the
10 C. auris isolates exposed to UV-C energy in aqueous solution.

The k-values, which are inversely related to the UV dose nee-
ded to obtain a specific survival fraction of C. auris, ranged
from 0.108 to 0.176 cm2/mJ (Table II). With the exception of AR
Bank #0381, all k-values of C. auris were significantly lower
than those observed in the C. albicans strains tested (P<0.05).
The highest k-value was observed for the C. auris isolate, AR
Bank #0381 (Table II). Inactivation rate constants represent the
rate at which the organism is inactivated based on the dosage
of UV energy applied, and can be used to extrapolate the
dosage required to obtain target log reductions (LR) in the
viability of C. auris. A 5 LR in viability was observed at pre-
dicted UV doses ranging from 66 to 110 mJ/cm2 for the 10
C. auris isolates tested (Table II). The dosages required to
inactivate C. auris were higher than those required to inacti-
vate C. albicans (41e49 mJ/cm2). This difference was sig-
nificant for all strains except for AR Bank #0381 and AR Bank
#0388.

The simple model of exponential decay is useful for calcu-
lating UV inactivation rate constants for comparing micro-
organisms; however, the model did not accurately estimate
the UV dose required to obtain a 5 LR in viability for many of the
tested C. auris isolates (Figure 1). While the model fit the
doseeresponse of a few isolates fairly well (e.g. AR Bank #0382
shown in Figure 1a), the model underestimated the dose
required for 4 and 5 LR for many of the isolates (e.g. AR Bank
#0384 shown in Figure 1b). Other models were explored to
better extrapolate the UV dose required for 5 LR in viability for
the tested C. auris isolates. To overcome the limitations with
the exponential decay model, a logistic regression model was
applied that better fit the doseeresponse curves of all isolates
(Figure 1a,b). Using this procedure, 3 and 5 LR were predicted
for each Candida isolate. The doses calculated for 3 LR using
both models were similar, but differed considerably for 5 LR
(Tables II and III). As expected based on the model fit, the
exponential decay model predicted lower doses than the
logistic regression model for 5 LR in viability for all isolates
tested (Tables II and III). The predicted doses required for 5 LR
in the viability of C. auris remained higher than the doses

Table I
Summary characteristics of Candida isolates used in the study

Strain Clade Clade origin Antifungal drug susceptibilitya

FLC CAS AMB

C. auris AR Bank #0381b II East Asia S S S
C. auris AR Bank #0382 I South Asia S S S
C. auris AR Bank #0383 III Africa R S S
C. auris AR Bank #0384 III Africa R R S
C. auris AR Bank #0385 IV South America R S S
C. auris AR Bank #0386 IV South America R S S
C. auris AR Bank #0387 I South Asia S S S
C. auris AR Bank #0388 I South Asia R S S
C. auris AR Bank #0389 I South Asia R S R
C. auris AR Bank #0390 I South Asia R S R
C. albicans ATCC #10231 - Unknown R S NA
C. albicans ATCC #18804b - Uruguay S S NA

S, sensitive; R, resistant; NA, not available; FLC, fluconazole (triazole class drug); CAS, caspofungin (polyene class drug); AMB, amphotericin B
(echinocandin class drug).
a Antifungal drug susceptibility was based on tentative breakpoints of the Centers for Disease Control and Prevention [19,39].
b Type strains.
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calculated for C. albicans, but only AR Bank #0382, #0384 and
#0385 were significantly different (P'0.006, Table II). The
C. auris isolates tested exhibited variability in their suscepti-
bility to UV energy. The dose required for 5 LR was significantly
higher for AR Bank #0385 compared with AR Bank #0386, AR
Bank #0387 and AR Bank #0388 (P#0.018, 0.007 and 0.034,
respectively).

Discussion

UVGI was employed as a disinfection strategy for inacti-
vating the emerging fungal opportunistic pathogen, C. auris.

The panel of isolates obtained from the CDC and FDA Antibiotic
Resistance Bank represented all four major phylogenic clades
that have been identified in healthcare facilities around the
world. Variability in UVGI susceptibility was observed among
the 10 C. auris isolates tested; however, the susceptibility of
C. auris was much lower than that observed for C. albicans.
While the exponential decay model was not the most accurate
for UV dose extrapolation, inactivation rate constants are
commonly used for UV dose estimation and for comparing UV
susceptibility among micro-organisms. The doseeresponse
curves for all Candida strains tested in a water suspension
resulted in inactivation rate constants similar to those
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Figure 1. Ultraviolet (UV) doseeresponse curves for two strains of Candida auris. The survival fraction at each UV dose tested (10e150
mJ/cm2) is represented by black dots for AR Bank #0382 (a) and AR Bank #0384 (b). The error bars represent the standard deviation
observed following three independent experiments. The solid lines represent the best-fit line utilizing the exponential decay model. This
model fit some strains well (e.g. AR Bank #0382) but underestimated the dose required above 3-log reductions in others (e.g. AR Bank
#0384). A logistic regression model, represented by the dashed lines, was applied to the doseeresponse curves to better estimate the UV
dose required for these higher log reductions.

Table II
Model of simple exponential decay: inactivation rate constants (k-values) and predicted ultraviolet germicidal irradiation doses required
for the inactivation of Candida auris

Strain k-valued (cm2/mJ) R2 D99.9
d (mJ/cm2) D99.999

d (mJ/cm2)

C. auris AR Bank #0381 0.176 ( 0.017b 0.9982 39.6 ( 4.0 66.0 ( 6.7
C. auris AR Bank #0382 0.108 ( 0.022a,b,c 0.9509 66.2 ( 15.0a,b,c 110.3 ( 25.0,b,c

C. auris AR Bank #0383 0.138 ( 0.010a,b 0.9476 50.1 ( 3.4a,b 83.5 ( 5.6a,b

C. auris AR Bank #0384 0.134 ( 0.019a,b 0.8430 52.5 ( 7.6a,b 87.4 ( 12.7a,b

C. auris AR Bank #0385 0.127 ( 0.001a,b 0.9093 54.3 ( 0.2a,b 90.6 ( 0.4a,b

C. auris AR Bank #0386 0.142 ( 0.014a,b 0.9388 49.2 ( 5.0a,b 81.9 ( 8.3a,b

C. auris AR Bank #0387 0.144 ( 0.009a,b 0.9415 48.1 ( 2.9a,b 80.2 ( 4.9a,b

C. auris AR Bank #0388 0.154 ( 0.025a,b 0.9271 45.8 ( 8.2b 76.4 ( 13.7b

C. auris AR Bank #0389 0.130 ( 0.022a,b 0.9512 54.3 ( 9.9a,b 90.5 ( 16.5a,b

C. auris AR Bank #0390 0.126 ( 0.015a,b 0.9939 55.5 ( 6.8a,b 92.5 ( 11.4a,b

C. albicans ATCC #10231 0.239 ( 0.023 0.8756 29.1 ( 2.7 48.5 ( 4.5
C. albicans ATCC #18804 0.292 ( 0.083 0.9987 24.9 ( 6.2 41.4 ( 10.3

D99.9, ultraviolet dose required for 3-log reduction; D99.999, ultraviolet dose required for 5-log reduction.
a Significantly different following one-way analysis of variance compared with C. albicans ATCC #10231 (P'0.034).
b Significantly different following one-way analysis of variance compared with C. albicans ATCC #18804 (P'0.015).
c Significantly different following pairwise analysis compared with C. auris AR Bank #0381 (P'0.014).
d The values represent the average of three independent experiments ( standard deviation.
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observed with other Candida species tested in liquid suspen-
sion [21e23] as well as Bacillus subtilis spores that were tested
using the same National Institute for Occupational Safety and
Health UVGI system [20]. Other fungi, such as Aspergillus,
Penicillium, Eurotium and Fusarium spp., have been shown to
have inactivation rates much lower than C. auriswhen exposed
to UV-C in liquid suspension, which indicates that substantially
higher doses are required for inactivation [21,24,25]. This
could be due to the difference in pigmentation observed
between Candida yeast cells and the dematiaceous amer-
ospores produced by these fungi. The pigmentation of Fusa-
rium oxysporum and Penicillium italicum has been shown to
protect the organisms from UV-C, as mutants lacking pigmen-
tation were more susceptible to inactivation following UV-C
exposure [25]. This study demonstrated that C. auris was
capable of being inactivated by UV in the laboratory at doses
similar to or lower than other commonly encountered fungal
species. Incorporation of UVGI methods into C. auris terminal
disinfection practices could be advantageous. C. auris isolates
were previously shown to be inactivated using a UV-C room
decontamination device at rates similar to those observed with
C. difficile. As such, the existing UVGI cycles utilized for
C. difficile disinfection may be sufficient for terminal dis-
infection of environments contaminated with C. auris,
although some UVGI systems may require longer exposure
times to reach the lethal dose [16,26].

Interestingly, the rate of inactivation in the present study
was highest for AR Bank #0381, resulting in lower UV doses
required to inhibit cell growth. This isolate was originally iso-
lated from the ear canal of a patient in Japan [3], and,
according to the CDC and FDA Antibiotic Resistance Isolate
Bank, is the most susceptible to antifungal drugs compared
with the other isolates in the panel. These findings are con-
sistent with recent studies demonstrating the uniqueness of
this strain and others belonging to Clade II, which are typically
associated with ear infections and not the invasive infections
caused by members of the other clades [27]. It was observed

that those strains requiring higher minimum inhibitory con-
centrations of antifungal drugs also required higher UV doses
for inactivation (i.e. AR Bank #0384 and AR Bank #0385). This
trend is similar to what has been observed with multi-drug-
resistant Escherichia coli in wastewater that require higher
UV doses to inhibit growth than antibiotic-susceptible E. coli
[28].

Seven of the 10 isolates tested exhibited doseeresponse
relationships that were not well represented using a standard
exponential decay model. This resulted in the underestimation
of UV doses required for 4 and 5 LR in the viability of C. auris. A
logistic regression model was applied to the doseeresponse
data that better represented the doseeresponse relation-
ships of all the isolates tested. Many of the trends observed
using the exponential decay model remained true following
application of the logistic regression model; however, the
ability to accurately extrapolate the doses required for 4 and 5
LR was more consistent using the logistic regression approach.
This is an important consideration to take into account in
future studies assessing the efficacy of UVGI for fungal oppor-
tunistic pathogens. While inactivation rate constants are a
commonly used tool for comparing the effectiveness of UV,
using the exponential decay model for advising optimal doses
for target reductions in microbial viability may not be optimal.

Controlling C. auris outbreaks to date has been challenged
by the complex nature of the fungal species. C. auris is often
misidentified as other yeast species, such as C. haemulonii, C.
sake, C. guilliermondii, C. lusitaniae, C. parapsilosis and
Rhodotorula glutinis, using traditional yeast identification
methods [29]. More specialized methods, such as matrix-
assisted laser desorption/ionization time-of-flight mass spec-
trometry and molecular detection methods, have been devel-
oped recently for more sensitive and specific identification of
C. auris [30]. In addition, a number of outbreak strains are
resistant to one or more commonly administered antifungal
drugs [4]. Most of the isolates tested in this study were resistant
to at least one antifungal drug, with seven of the 10 isolates

Table III
Logistic regression: predicted ultraviolet germicidal irradiation doses required for inactivation of Candida auris

Strain R2 D99.9
f (mJ/cm2) D99.999

f (mJ/cm2)

C. auris AR Bank #0381 0.8555 39.0 ( 4.2c,d,e 121.6 ( 14.5
C. auris AR Bank #0382 0.9563 54.6 ( 1.4a,b 148.6 ( 6.2a,b

C. auris AR Bank #0383 0.9429 48.2 ( 4.3a,b 132.0 ( 20.3
C. auris AR Bank #0384 0.9341 57.1 ( 6.0a,b 165.7 ( 38.2a,b

C. auris AR Bank #0385 0.8625 59.4 ( 7.2a,b 191.6 ( 45.9a,b

C. auris AR Bank #0386 0.9719 43.9 ( 0.5a,b,d,e 111.1 ( 4.6e

C. auris AR Bank #0387 0.9575 41.1 ( 3.4a,b,c,d,e 103.1 ( 11.4e

C. auris AR Bank #0388 0.9406 43.0 ( 2.5a,b,d,e 116.4 ( 18.9e

C. auris AR Bank #0389 0.9364 48.2 ( 0.8a,b 131.7 ( 11.5
C. auris AR Bank #0390 0.9381 43.4 ( 4.5a,b,d,e 126.1 ( 22.7
C. albicans ATCC #10231 0.9075 30.6 ( 1.7 79.6 ( 3.1
C. albicans ATCC #18804 0.9142 27.1 ( 4.6 77.9 ( 4.0

D99.9, ultraviolet dose required for 3-log reduction; D99.999, ultraviolet dose required for 5-log reduction.
a Significantly different following one-way analysis of variance compared with C. albicans ATCC #10231 (P'0.037).
b Significantly different following one-way analysis of variance compared with C. albicans ATCC #18804 (P'0.013).
c Significantly different following pairwise analysis compared with C. auris AR Bank #0382 (P'0.028).
d Significantly different following pairwise analysis compared with C. auris AR Bank #0384 (P'0.035).
e Significantly different following pairwise analysis compared with C. auris AR Bank #0385 (P'0.034).
f Values represent the average of three independent experiments ( standard deviation.
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being resistant to fluconazole (Table I). The increased resist-
ance of C. auris to antifungal drugs compared with other spe-
cies that cause candidiasis, such as C. albicans, has made it
critical to correctly identify the source organism to species
level to administer effective treatment regimens and advise
appropriate disinfection strategies [30].

Studies assessing several chemical disinfectant strategies
for C. auris have demonstrated variable effectiveness, partic-
ularly with the use of quaternary ammonium compounds
[9,10]. There also seems to be variability in disinfectant sus-
ceptibility between C. auris isolates [9,31]. Chlorine-based
disinfectants appear to be consistently effective across stud-
ies [10,31,32]; however, the exposure of HCWs to chlorine-
releasing agents has been shown to be associated with occu-
pational asthma [33,34]. Exposure of HCWs to other commonly
used chemical disinfectants, such as quaternary ammonium
compounds, peracetic acid, and disinfectant combinations like
peracetic acid and hydrogen peroxide, has also been shown to
cause respiratory morbidities and occupational asthma
[12e15]. Investigating alternative strategies for C. auris dis-
infection, such as UVGI, could provide a more reproducible
disinfection approach to chemical disinfection. Although the
use of UV devices can result in the degradation of certain
materials, such as plastics [35], corrosive disinfectants could
lead to similar levels of aging and degradation. The release of
ozone during UV disinfection is also a concern, but studies
suggest that the ozone levels in rooms decontaminated with UV
devices is minimal [36]. It is important that UVGI of hospital
environments is conducted while the room is not occupied, as
exposure of patients and HCWs to UV radiation could result in
corneal and skin damage, even leading to advanced aging and
skin cancers [37]. UVGI technologies have the potential to
successfully inactivate harmful micro-organisms in healthcare
environments while limiting exposure of HCWs to harmful
chemical agents.

This study demonstrated that UVGI is an effective approach
for inactivating C. auris using the laboratory-housed UVGI
reactor developed at the National Institute for Occupational
Safety and Health. Similar to the variability observed with
antifungal drug and chemical disinfectant susceptibility, this
study also showed variability in UV susceptibility among
C. auris isolates. This variability emphasizes the importance of
testing a large panel of C. auris isolates to determine effective
doses for both UV and chemical disinfection strategies. While
these studies were conducted in aqueous solution, they pro-
vide preliminary data for designing future studies more rele-
vant to the healthcare setting. Many challenges remain that
limit our understanding of the doses of UV that can be delivered
to different locations within a healthcare environment using
UV-C devices, as well as feasible methods to measure and
monitor the doses delivered to various surfaces [38]. To better
mimic healthcare surfaces contaminated with C. auris, studies
will be conducted using the same UVGI system to inactivate
C. auris on non-porous surfaces, such as stainless steel, in an
organic soil load as these additional factors will likely affect
the ability of UV decontamination devices to reach and pene-
trate the organism. Additional studies applying these results to
UV systems in environments that mimic patient rooms will
allow for more accurate recommendations for dosing strategies
within healthcare environments.

In conclusion, variability in UVGI susceptibility was observed
among the 10 C. auris isolates tested. In addition, the

susceptibility of C. auris was lower than that observed for
C. albicans. These results highlight the importance of testing
the efficacy of the various disinfection strategies, both chem-
ical and UVGI, on multiple isolates of C. auris. In addition,
identifying and characterizing the isolates associated with
clinical cases is critical not only for effective treatment, but
also for determining the most effective disinfection strategies.
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