
New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY12201
CLIA#33D0654341

David Axelrod Institute
120 New Scx)tland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700055669-SR-1

Report Date: 12/13/2017

Report retrieved via NYSDOH Hearth Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: LRB 2

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: J. WINERITER
Collected by:

Grab/Collection Date: 11/10/2017
Date received: 11/10/2017 11:15

Location/Project/Facility Name: LABORATORY REAGENT BLANK
Sampling Location Details: PREPARED ON: 11/10/2017 - EXTRACTED WITH: EHS1700055660 -55667

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700055669-01

Lab Tracking Id: LRB 2

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Method Blank

Perfluoroaikyi Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/15/2017 Analysis Date: 11/16/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS); <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonicacid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated bythe
laboratory. These other PFCs may have been detected at very lowconcentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New YorkState EnvironmentalLaboratory Approval Program

The Laboratory Director authorizes the releaseofthis report. The results in this report relate only to the samplesubmitted to the laboratory.

SK - Exhibit 3-3(b) 
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700061361-SR-1

Report Date: 12/28/2017
Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: LRB

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: LOAC QAQC
Collected by:

Grab/Collection Date: 12/20/2017
Date received: 12/20/2017 11:15

Location/Project/Facility Name; LABORATORY REAGENT BLANK
Sampling Location Details: PREPARED ON: 12/20/17 EXTRACTED WITH: EHS1700061351 -61360

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700061361-01

Lab Tracking Id: LRB

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Method Blank

Perfluoroaikyi Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC)Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/21/2017 Analysis Date: 12/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA); <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory, These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP; Accredited by the New York State Environmental Laboratory Approval Program

SK - Exhibit 3-3(b) 
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 1220B
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700062338-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE

BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 390-847-171220

Location/Project/Facility Name: 390-847-171220
Smpling Location Details: ""

EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700062338-01

Received Temperature (°C):

Lab Tracking Id: 390847171220

2.3

(TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A, KRAKOWSKI

Grab/Collection Date: 12/20/2017 09:55
Date received: 12/28/2017 11:45

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/29/2017 Analysis Date: 12/29/2017

Perfluorobutanesulfonic acid (PFBS):

Perfluorohexanesulfonic acid (PFHxS):

Perfluoroheptanoic acid (PFHpA):

Perfluorooctanoic acid (PFOA):

Perfluorooctanesulfonic acid (PFOS):

Perfiuorononanoic acid (PFNA):

4.68 ng/L

3.61 ng/L

3.31 ng/L

18.1 ng/L _. - - -

3.18 ng/L /_^ AJ . \jj
<2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700062340-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcQI on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION

-ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 390-847-171220 Dup

Location/Project/Facility Name:
Sampling Location Details]
fiEAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

390-847-171220

Sample Id: EHS1700062340-01

Received Temperature (°C):

Lab Tracking Id: 390847171220DUP

2.8

•TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 12/20/2017 09:55

Date received: 12/28/2017 11:45

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/29/2017 Analysis Date: 12/29/2017

Perfluorobutanesulfonic acid (PFBS): 4.33 ng/L

Perfluorohexanesulfonic acid (PFHxS): 3.57 ng/L

Perfluoroheptanoic acid (PFHpA): 3.35 ng/L

Perfluorooctanoic acid (PFOA): 18.0 ng/L

Perfluorooctanesulfonic acid (PFOS): 2.48 ng/L

Perfluorononanoic acid (PFNA): "' <2.00 ng/L

V,

V2P-W
NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfiuoronoanoic acid (PFNA) that have been validated by the
laboratory..These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited, by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axeirod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700062341-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 391-847-121220

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 12/20/2017 10:25
Date received: 12/28/2017 11:45

Location/Project/Facility Name: 391-847-171220
dmpling Location Detailsf^-

EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

• OUTSIDE TAP

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700062341-01

Received Temperature (°C):

Lab Tracking Id: 391847171220

3.1

Laboratory of Organic Analytical Chemistry
Lab Director. Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/29/2017 Analysis Date: 12/29/2017

Perfluorobutanesulfonic acid (PFBS): 4.55 ng/L

Perfluorohexanesulfonic acid (PFHxS): 3.18 ng/L

Perfluoroheptanoic acid (PFHpA): 3.39 ng/L

Perfluorooctanoic acid (PFOA): 17.8 ng/L

Perfluorooctanesulfonic acid (PFOS): 2.46 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

rloZ6 NYSELAP

NYSELAP

The purpose of our sampling is to analyzefor PFOA and/orPFOS, as per ISO 25101:2009 (E) method.This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated bythe
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Ail six PFCs are effectively removedfrom drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the NewYork State Environmental Laboratory Approval Program

The Laboratory Director authorizes the releaseofthisreport. The results in this report relate only to the samplesubmitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slmgerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053457-SFM

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/201!

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 264-929-171025

Location/Project/Facility Name: 264929171025
Sampling Location Details:

•Beast gate road
wainscott ny 11975
Chlorinated: No

KITCHEN TAP

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053457-01

Received Temperature (°C):

Lab Tracking Id: 264929171025

>iMAu LABORATORY RE

67

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 12:10
Date received: 10/27/2017 14:30

Additional Info:*

, •:--

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K Kannan

Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): 25.8 ng/L

Perfluorohexanesulfonic acid (PFHxS): 5.57 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 2.73 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been defected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

^^^m^^mm^m^m^^^m^wmmi •
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory

i
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053456-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcQI on 02/01/201!

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 263-929-171025

Location/Project/Facility Name: 26392917102
Sampling Location Details:

#»EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 11:15
Date received: 10/27/2017 14:30

Additional Info*

. LABORATORY REPORT;,

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053456-01

Received Temperature (°C):

Lab Tracking Id: 263929171025

5.8

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): 3.00 ng/L

Perfluorohexanesulfonic acid (PFHxS): 64.3 ng/L

Perfluoroheptanoic acid (PFHpA): 4.00 ng/L

Perfluorooctanoic acid (PFOA): 6.88 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

END OF REPORT "- ^O' -" . ' -•', •••.' =- 'i?^'
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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Requestor Name:

Location i^HEAST GATE ROAD, WAINSCOTT
Sample Location: KITCHEN TAP
Treatment: PH CONTROL

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - HATER ANALYSIS

Request No.
Sample Date: 09/07/2017
Sanitarian: ABAZIS

Field No.: 191-929-17-09-07

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

===== Results for Sam

Total Aldicarb (calc)

Aldicarb

Aldicarb-Sulfoxide...

Aldicarb-Sulfone.....

Carbofuran

3-Hydraxycarbofuran..
Oxamyl

Result MCL

T1CIDES analyzed by
0.0 ug/L

0.5 3.00 ug/L
0.5 4.00 ug/L

0.5 2,00 ug/L
0.5 10.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L

County Department cf Health Services =•==-=-
Carbaryl , <

1-Naphthol <
Methomyl <

Propoxur (Baygon) <

Methiocarb , <

Methiocarb sulfone ,. , <

=._„ Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services
TColi < ABSENT ABSENT EColi

Results for Sample Group; CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
alpha-BHC.

beta-BHC <

gamma-8HC (Lindane) <

delta-BHC <

Heptachlor <

Heptachlor epoxide <
Aldrin <

Dieldrin <

Endosulfan I <

Dactbal <

4,4-DDE <

0.2 5.00 ug/L
0.2 5.00 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.04 0.10 ug/L
0.02 0.20 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

4,4-DDD <

4, 4-DDT <

Endrin , <

Chlordane <

Alachlor <
Methoxychlor . <

Endosulfan II <

Endosulfan Sulfate <

1,2-dibromoethane ,.,....,... <

1, 2-dibromo-3-chloropropane <

—— Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services =======
Monomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid <

==--= Results for Sample Group: HERBICIDE
Didealkylatrazine (G-28273) <

Deisopropylatrazine (G-23279) <
Desethylatrazine (G-30033) <

Imidacloprid <
Imidacloprid Urea <

Alachlor 0A (Oxanilic Acid) <

Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-37735) <

Metolachlor OA (CGA-51202) <

Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <
Metolachlor metabolite (CGA-40172) <

Metolachlor metabolite (CGA-67125) <

2-HydroxyAtrazine (G-34048) <
Malaoxon <

Trichlorfon <

Siduron <

Dichlorvos , <

Propamocarb hydrochloride <
2,6-Dichlorobenzamide <
Ibuprofen <

Gemfibrozil <

Metalaxyl <

Lithium <

Beryllium (Be) <
Aluminum (AD <

Titanium (Ti) <

Vanadium (V) <

Chromium (Cr) <

Manganese (Mn) . =,

Cobalt (Co) <

Nickel (Nil =
Copper ICu) =

Zinc (Zn) -

Germanium <

Arsenic (As) <

Selenium (Se) <
Strontium , =

Molybdenum (Mo) <
Silver (Ag) <

ilETABOLI TES analyzed by
0.8 50.00 uo/L

0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0,3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.2 50.00 ug/L
0.3 50.00 ug/L
0,3 50.00 ug/L
o.e 50.00 ug/L
0.3 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L

yzed by Suffolk County
1. ug/L
0.2 4 .00 ug/L
5. ug/L
1. ug/L
1. ug/L
1. 100.00 ug/L
0.035 0.30 mg/L
1. ug/L
0.2 100.00 ug/L

103. 1300.00 ug/L
6. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1 . 50.00 ug/L

73.7 ug/L
1. ug/L
2.5 100.00 ug/L

Suffolk County Department of Health Services ===
Metolachlor <
Tebuthiuron <

Caffeine <

Dinoseb. , , <

Bisphenol A <
Diuron <

Phenytoin (Dilantin) <
<5-Hydroxyphenytoin <
Diethyltoluamide (DEET) <
Acetaminophen <
Bisphenol B , <
Estrone <

1"? alpha Ethynylestradiol <
Diethylstilbestrol <
17 beta Estradiol =
4-Androstene-3, 17-dione <
Picaridin <
Propachlor ESA <

Propachlor OA , <

Testosterone , , <
Equilin <

Estriol ,., <

.rnent of Health Services ===================

Cadmium (Cd) <
Tin <

Antimony (8b) <:
Tellurium , <
Barium (Ba) =
Mercury (Hg) * <

Thallium (Tl) <
Lead (Pb) <

Thorium (Tn) <
Uranium <

Calcium , =
Iron (Fe) . , <

Iron + Manganese (Combined, Calc) =
Potassium , , =

Magnesium -
Sodium (Na) ., =

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health ==
PFBS (Perfluorobutanesulfonic Acid) = 5.93 50000 ng/L PFOA (Perfluorooctanoic Acid)
PFHxs (Perfluorohexanesulfonic Acid)... = 21.1 50000 ng/L PFOS (Perfluorooctanesulfonic Acid)
PFHpA (Perfluoroheptanoic Acid) < 2, 50000 ng/L PFNA IPerfluorononanoic Acid)

RESULTS CONTINUED ON NEXT PAGE.

Result MCL

0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50,00 ug/L
0.5 50.00 ug/L
0.5 50.00 uq/L

ABSENT ABSENT

0 2 5.00 ug/L

0 2 5.00 ug/L
0 01 2.00 ug/L
0 2 2.00 ug/L
0 2 2.00 ug/L
0 1 40.00 ug/L

0 2 5.00 ug/L
0 2 50.00 ug/L
0 01 0.05 ug/L
0 02 0.20 ug/L

50.00 ug/L

0 .2 50.00 ug/L
0 .3 50.00 ug/L
0 2 50.00 ug/L
0 3 7.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 5 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50,00 ug/L
0 2 50,00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 3 5.00 ug/L
0 3 50.00 ug/L
0 7 50.00 ug/L
0. 7 50.00 ug/L

1. 5.00 ug/L
0.5 ug/L
0.2 6.00 ug/L
0.5 ug/L

26, 2000.00 ug/L
0.3 2.00 ug/L
0.2 2.00 ug/L
1. 15.00 ug/L
2. ug/L
0.5 30.00 ug/L

25.0 mg/L
0.1 0.30 mg/L
0.035 0.50 mg/L
0, 61 mg/L
2.1 mg/L

12.4 mg/L

2. 50000 ng/L
3.56 50000 ng/L
2. 50000 ng/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Reguestor Name:|
Location:||east gate road, wainscott
Sample Location: KITCHEN TAP
Treatment: PH CONTROL

Reguest No.;
Sample Date: 09/07/2017
Sanitarian: ABAZIS

Field No.: 191-929-17-09-07

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

NORGANICS analyzed by S
7.7 N/A

209. umho/u

14. 250.00 mg/L
7 . 250.00 mg/L

0.05 1.00 mg/L
0.32 10.00 mg/L

ILE ORGANICS METHOD 525

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.1 3.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.02 0.20 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
3.0 6.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L

1.0 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50,00 ug/L

1.0 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: STANDARD I
pH-Lab -

Specific Conductivity-Lab *

Chloride (CI) =

Sulfate (S04) =

Nitrite (N02-N) <

Nitrate =

===== Results for Sample Group: SEMI-VOLAT

1-Methylnaphthalene <

2-Methylnapthalene <
Acenaphthene <

Acenaphthylene <

Acetochlor <

Alachlor <

Allethrin <

Anthracene <

Atrazine , <

Azoxystrobin <

Benfluralin. . <

Benzo (A)Anthracene <

Benzo (B) Fluoranthene <

Benzo (GHI) Perylene <
Benzo (K) Fluoranthene <

Benzo (A)Pyrene <

Benzophenone <

Benzyl butyl phthalate <
Bis (2-ethylhexyl)adipate <
Bis(2-ethylhexyl)phthalate <
Bisphenol A <

Bloc <

Bromacil <

Butachlor <

Carbamazepine ,, , <

Carbazole <

Carisoprodol <

Chlordane. . <

Chlorofenvinphos <

Chloroxylenol <

Chlorpyriphos <
Chrysene <

Cyfluthrin <

Cypermethrin <

Dacthal <

Deltamethrin <

DibenzolA, H)Anthracene <

Dibutyl Phthalate <
Dichlobenil. <

Dichlorvos <

Dieldrin <

Diethyl phthalate <

Diethyltoluamide (DEET) <

Dimethyl phthalate <
Dioctyl Phthalate <

Disulfoton sulfone ., <

Endosulfan Sulfate <

RESULTS CONTINUED ON NEXT PAGE,

Result MCL

Bromide <

Orthophosphate <

Fluoride <

T. Alkalinity •

Chlorate <

0.05

0.1

0.1

71.

0.05

analyzed by Suffolk County Department of Health Services
EPTC < 0.2

Ethofumesate < 0.2

Ethyl Parathion < 0.2
Fluoranthene , , < 0.2

Fluorene < 0.2

Hexachlorobenzene < 0.1

Kexachlorocyclopentadiene < 0.1

Hexachloroethane < 1.0

Kexazinone < 1.0

Indenod, 2, 3-cd) Pyrene < 0.2
lodofenphos < 0.2

Iprodione -, < 0.5

Isofenphos < 0.5

Kelthane

Malathion.

Metalaxyl

Methoprene

Methoxychlor

Methyl Parathion
Metolachlor

Naled (Dibrom)

Napropamide

Pendimethalin ,

Pentachlorobenzene

Pentachloronitrobenzene

Permethrin

Phenanthrene

Piperonyl butoxide
Prometon ,

Prometryne

Propachlor

Propiconazole (Tilt)

Pyrene

Resmethrin

Ronstar

Simazine

Sumithrin

Tebuthiuron < 0

Terbacil < o

Triadimefon , < 0

Triclosan < ' 0 ,

Trifluralin < Q.s

Vinclozolin < 0.5

Total Triazines + Metabolites (Calc)... < 0.
Etofenprox , < 0.2
Etofenprox alpha-CO < 0.2
Prallethrin < 0.2

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0,

0.

0,

0.

0.

0.5

0.2

0.2

0.07

0.2

5

5

5

5

2.20

50.00

50.00

50.00

50,00

50.00

1.00

5,00

5,00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50,00

50.00

50.00

50.00

50.00

50,00

50.00

50.00

50.00

50,00

4.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4.00

50.00

50,00

50.00

mg/L,

mg/L
mg/L

mg/L

mg/L

ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L

ug/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

r tjame: I
Location:^HeaST GATE ROAD, WAINSCOTT
Sample Location: KITCHEN TAP
Treatment: PH CONTROL

Reguest No.
Sample Date: 09/07/2017
Sanitarian: ABAZIS

Field No.: 191-929-17-09-07

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L - micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE ORGANICS an;
Chlorodifluoromethane < 0,5

Dichlorodifluoromethane < 0.5

Chloroethane < 0.5

Bromomethane < 0.5

Chloromethane < 0.5

Trichlorofluoromethane < 0.5

Vinyl Chloride < 0.5
Methylene Chloride < 0.5
1.1 Dichloroethane < 0.5

trans 1,2 Dichloroetbene < 0.5

Chloroform = 3.4

1.2 Dichloroethane < 0.5

1.1.1 Trichloroethane < 0.5
Carbon Tetrachloride < 0.5

l-Bromo-2-Chloroethane < 0.5
1,2 Dlchloropropane < 0.5
Trichloroethene < 0.5

Chlorodibromomethane .,,.,, < 0.5

2-Bromo-l-Chloropropane < 0.5
Bromoform < 0.5

Tetrachloroethene < 0,5

cis-1, 2-Dichloroethene < 0.5

Freon 113 < 0.5

Dibromomethane < 0,5

1,1 Dichloropropene ., < 0.5
Methyl Isothiocyanate < 2.
Carbon Disulfide < 0.5

Methyl Methacrylate < 0.5

1.1 Dichloroethene < 0.5

Bromodichloromethane < 0.5

2, 3 Dichloropropene < 0.5
cis-1, 3-Dichloropropene < 0.5
trans -1, 3-Dichloropropene < 0.5
1.1.2 Trichloroethane < 0.5

1,1,1,2 Tetrachloroethane < 0.5

1, 1,2,2-Tetrachloroethane < 0,5

1.2.3 Trichloropropane < 0.5
2.2 Dichloropropane < 0.5
1.3 Dichloropropane <- 0.5
3romochloromethane < 0.5

Benzene < 0.5

Toluene < 0.5

MCL

alyzed by Suffolk
5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L
5.00 ug/L

2.00 ug/L
5.00 ug/L

5.00 ug/L

5.00 ug/L
80.00 ug/L
5.00 ug/L
5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L

80.00 ug/L

5.00 ug/L
80.00 ug/L
5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L
50.00 ug/L

ug/L

50.00 ug/L
5.00 ug/L

80.00 ug/L

5.00 ug/L

5.00 ug/L
5.00 ug/L

5.00 ug/L

5.00 ug/L

5.00 ug/L
5.00 ug/L

5.00 ug/L
5.00 ug/L
5.00 ug/L

5.00 ug/L

5.00 ug/L

County Department of Health Services ======

Chlorobenzene <

Ethylbenzene <
o-Xylene , <
m & p-Xylene <
Total Xylenes <
2-Chlorotoluene <

4-Chlorotoluene <

Diethyl Ether <
Aery Ian it rile ..,.....,, <

Ethyl Methacrylate <
1,3,5 Trimethylbenzene <
1,2,4 Trimethylbenzene <
1,2 Dichlorobenzene !o) , <

1,3-Dichlorobenzene !m) <
1,4-Dichlorobenzene (p) <
p-Diethylbenzene <
1,2,4,5 Tetramethylbenzene <
1,2,4 Trichlorobenzene <
1,2,3 Trichlorobenzene., <

Ethenylbenzene (Styrene) <
Isopropylbenzene , , <
n-Propylbenzene <
tert-Butylbenzene <
sec-Butylbenzene , <

p-Isopropyltoluene <
n-Butylbenzene <
Hexachlorobutadiene , <

Methyl-Tert-Butyl-Ether (MTBE) <
Naphthalene <
1, 4-Dichlorobutane , , , , <

Methyl Sulfide <
Dimethyldisul fide <
Bromobenzene <

2-Butanone (MEK) <
Tetrahydrofuran <

Allyl chloride <

Methacrylonitrile <
d-Limonene <

Propanal <

Isobutane , <

n-3utane <

Result MCL

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L

0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0. 5 10.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L

20. 50.00 ug/L
20. 50.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 50.00 ug/L

15. 50.00 ug/L
2. 50.00 ug/L
2. 50.00 ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.

Sample Date: 09/07/2017
Sanitarian: ABAZIS

Field No.: 001-929-17-09-07

Reguestor Name: •
Location:BBEAST GATE ROAD, WAINSCOTT
Sample Location: TANK
Treatment: NONE

Survey #: SVQ317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. ' *' symbol means level found exceeds the maximum contaminant level (MCL) , or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel' is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

=•» Results for Sample Group: DIOXANE analyzed by Suffolk County Department of Health Services =======
-Dioxane < 0.1 50-00 ug/L

Results for Sample Group: METALS analyzed by Suffolk County Department of Health Services
1. ug/L

0.2 4.00 ug/L

5. ug/L
1. ug/L
1. ug/L
1. 100.00 ug/L
0.030 0.30 mg/L
1. ug/L
0.2 100.00 ug/L

98. 1300.00 ug/L
21. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1. 50.00 ug/L

18. 1 ug/L
1. ug/L
2.5 100.00 ug/L

RGANIC.J analyzed by S
6.2 N/A

99. umho/u

14. 250.00 mg/L
7. 250.00 mg/L
0.05 1.00 mg/L

Lithium. <

Beryllium (Be) <
Aluminum (Al) <

Titanium (Ti) <

Vanadium (V) <

Chromium (Cr) <

Manganese (Mn) -

Cobalt (Co) <

Nickel (Ni) <

Copper (Cu) =
Zinc (Zn) =

Germanium. , <

Arsenic (As) <

Selenium (Se) , , <

Strontium =

Molybdenum (Mo) <
Silver (Ag) <

Cadmium (Cd) <

Tin <

Antimony (Sb} ., , ,,, <
Tellurium <

Barium {Ba) *

Mercury (Hg) <

Thallium {Tl} <

Lead (Pb) -

Thorium (Th) <

Uranium <

Calcium -

Iron (Fel , =

Iron + Manganese (Combined, Calc) ^

Potassium, ,,,, =

Magnesium =

Sodium (Na) -

Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services —
pH-Lab.
Specific Conductivity-Lab -
Chloride (CI) =

Sulfate (S04I -

Nitrite (N02-N) <

Nitrate = 10.00 mg/L

Bromide <

Orthophosphate <
Fluoride <

T. Alkalinity =

Hexavalent Chromium , <

Chlorate , <

Result MCL

1. 5.00 ug/L
0.5 ug/L
0.2 6.00 ug/L
0.5 ug/L

26. 2000.00 ug/L
0.3 2.00 ug/L
0.2 2.00 ug/L
3. 15.00 ug/L
2. ug/L
0.5 30.00 ug/L
1 .2 mg/L
0.11 0.30 mg/L
0.14 0.50 mg/L

0.66 mg/L
1.7 mg/L

12.5 mg/L

0.05 mg/L
0.1 mg/L
0.1 2.20 mg/L

10. mg/L
0.03 ug/L
0.05 mg/L
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700057070-SR-1

Report Date: 01/10/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD.WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 354-847-171120

Location/Project/Facility Name: 354-847-171120
Sampling Location Details:

••EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700057070-01

Received Temperature (°C):

Lab Tracking Id: 354847171120

REST ROOM TAP

2.3

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 11/20/2017 12:50
Date received: 11/22/2017 11:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water,,

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/27/2017 Analysis Date: 11/27/2017

Perfluorobutanesulfonic acid (PFBS): 2.61 ng/L

Perfluorohexanesulfonic acid (PFHxS):. 17.4 ng/L

Perfluoroheptanoic acid (PFHpA): ' <2.00ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

V

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Allsix PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP:Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CUA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700054753-SR-1

Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hmajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number. 281-929-171102

Location/Project/Facility Name: 281929171102
Sampling Location Details: 1HMBBB' - BATHROOM TAP

•iEAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City'(or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 11/02/2017 11:00
Date received: 11/03/2017 12:00

Additional Info*

^L LABORATORY REPORT ,^, : •i1- •:•..::

•-

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700054753-01

Received Temperature (°C):

Lab Tracking Id: 281929171102

7.4

Laboratory of Organic Analytical Chemistry
Lab Director: Dr David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by UltraPerformance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/9/2017 Analysis Date: 11/10/2017

Perfluorobutanesulfonic acid (PFBS): 2.75 ng/L

Perfluorohexanesulfonic acid (PFHxS): 17.2 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

V

Page 1 of 1

NYSELAP

NYSELAP

Thepurpose ofoursampling is toanalyze for PFOA and/or PFOS, as perISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPAhas not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water bygranularactivated carbon
filtration systems.

NYSELAP: Accredited bythe New York State Environmental Laboratory Approval Program

mmo&Mmm W
**'•'•*'• "•••'•' •' '•.'•.•.--. ,:••'•- .. .v

r • •. ;; •*.->. • , ••• .-•• -./ .;*• Jy . .... _ii
The Laboratory Director authorizes the release of this report The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIAS33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingeriands, NY 12159
CLIA# 33D2005935

Report No: EHS1700054754-SR-1
Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNINGTOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 281-929-171102.Dup

Location/Project/Facility Name: 28192£
Sampling Location Details: ~"

••EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

1102

- BATHROOM TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by KATE ABAZIS
Collected by:

Grab/Collection Date: 11/02/2017 11:00
Date received: 11/03/2017 12:00

Additional Info:'

^WALr;EAB(ar^TORY;:REPORr

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700054754-01

Received Temperature (°C):

Lab Tracking Id: 281929171102DUP

7.4

Laboratory ofOrganic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Mas^S^^^^^H^lT^^W^ ^ Ultra ^ormance Liquid Chromatography (UPLC) Tandem

X

Page 1 of 1

Start Date: 11/9/2017 Analysis Date: 11/10/2017

Perfluorobutanesulfonic acid (PFBS): 2.23 ng/L
Perfluorohexanesulfonic acid (PFHxS): 17.1 ng/L
Perfluoroheptanoic acid (PFHpA): <2.00 ng/L
Perfluorooctanoic acid (PFOA): <2.00 ng/L
Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L
Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose ofoursampling is to analyze forPFOA and/or PFOS as Dpr ISO 25ini-2nno /pi mQth^ xh: . t

faboK ^nZ%%Prn°'C aH,d (THPAJ' Perfl^°n°a™c acid (PFNA) that havl been VaSd Khelaboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
fitaTionTystems636 Chem'Ca'S- A" S'X PFCS m^^™ed fmm drinkln9 water b^anu^acnvate^ca'rbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The I flhnntnrv flira^Ar ^nthnn-r^r. ^^ „«i _riL.:_ _. , -^. T ~~~ "—'"" —'— '' -'"'•'-The Laboratory D.rector authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509

Albany, NY 12201
CLIA#33D06543<!1

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700052299-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 249-929-171018

Location/Project/Facility Name: 249-929-171018
«mplina Location Details flHP BATHROOM TAP

:EAST GATE ROAD
UNSCOTT NY 11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City, (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/18/2017 11:10
Date received: 10/20/2017 10:50

Additional lnfo:i

-.. : ••—:•: .'.i.-, ' - ... .:•.'<... .-.. l,:.-.^>: • .. -

JINAL LABORATORY REPORT
LLLi:

~

—

........ ... .

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700052299-01

Received Temperature (°C):

Lab Tracking Id: 249929171018

3.8

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/23/2017 Analysis Date: 10/25/2017

Perfluorobutanesulfonic acid (PFBS): 3.83 ng/L

Perfluorohexanesulfonic acid (PFHxS): 11.9 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 251 01.2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoio acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals: All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

mm&x-aR
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700054750-SR-1

Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 274-929-171031

Location/Project/FaciIity Name: 274929171031
Sampling Location Details:

•BEAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

RESTROOM TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/31/2017 10:40
Date received: 11/03/2017 12:00

Additional Info:

Page 1 of 1

:- • ;.m <&J IfAL^BORATORY REgjf '.'• :• •.-: SI SLjr;

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700054750-01

Received Temperature (°C):

Lab Tracking Id: 274929171031

6.1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/8/2017 Analysis Date: 11/8/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA). <2.00 ng/L

NYSELAP

NYSELAP

The purpose of oursampling is to analyzefor PFOA and/orPFOS, as per ISO25101:2009 (E) method. This test
includesfouradditional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories forthese chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited bythe NewYork State Environmental Laboratory Approval Program

The Laboratory Director authorizes the releaseofthis report. The results in thisreport relateonly to the samplesubmitted tothe laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053455-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 002-929-171025

Location/Project/Facility Name: 002929171025
Sampling Location Details:'

• EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

KITCHEN TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 11:40

Date received: 10/27/2017 14:30

Additional Info:'

\ • [• i ^VSJfrAL LABORATORY REPORT :, .*"_.'• •.-;:•.' j • -;••••:

-•'"' •'

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053455-01

Received Temperature (°C):

Lab Tracking Id: 002929171025

7.2

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <200 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany. NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CL!A# 33D2005935

Report No: EHS1700053452-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE

BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitters Reference Number: 260-929-171025 Dup

Location/Project/Facility Name: 260929.171025
Sampling Iooafion Details•••• OUTDOOR SPIGOT

^EAST GATE ROAD
WAINSCOTT NY 11795
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 09:45
Date received: 10/27/2017 14:30

Additional lnfo«

'•&•:'-•'£: g]j^QRATORY.REPORT.:;v^Ml f'; MfrXM^W'M

Biggs Laboratory
NYSELAP ID: 10763

Sample Id' EHS1700053452-01

Received Temperature (°C):

Lab Tracking Id: 260929171025DUP

4 7

Laboratory of Organic Analytical Chemistry
Lab Director Dr. K. Kannan
Contact: Dr. David Spink 518-186-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC)Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/30/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoicacid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

: j •„ EN^iiEjj^iiii^TT .. r, TT^
The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLlA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIAS33D2005935

Report No: EHS1700053451-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 260-929-171025

Location/Project/Facility Name: 260929171025
anpling Lcca;ion Det3ils:4|HHHH9 OUTDOOR SPIGOT

EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 09:45

Date received: 10/27/2017 14:30

Additional Info:

FINALmBOBATOR.Y REPORT*

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053451-01

Received Temperature (°C):

Lab Tracking Id: 260929171025

4.4

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/30/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

:-y • .-••- : • ••.-.- .;s-< END OF REPORT ,: j <. y :••.-.'- ' V •• ' '-[
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLlA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700056549-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitters Reference Number: 347-847-171116

Location/Project/Facility Name: 347847171116
Sampling Location Details: (~~

•east gate road
wainscott ny 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700056549-01

Received Temperature (°C):

Lab Tracking Id: 347847171116

5.3

OUTSIDE TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 11/16/2017 11:15
Date received: 11/17/2017 14:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/22/2017 Analysis Date: 11/27/2017

Perfluorobutanesulfonic acid (PFBS):j <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 3.71 ng/L

Perfluorooctanesulfonic acid (PFOS): 5.88 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700056548-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 346-847-171116

Location/Project/Facility Name: 346847171116
Sampling Location Details:!

• EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700056548-01

Received Temperature (°C):

Lab Tracking Id: 346847171116

KITCHEN TAP

5.0

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSK!

Grab/Collection Date: 11/16/2017 11:00
Date received: 11/17/2017 14:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/22/2017 Analysis Date: 11/27/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): 3.40 ng/L

Perfluorooctanesulfonic acid (PFOS): 6.35 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

Thepurpose ofoursampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories forthese chemicals. All six PFCsare effectively removed from drinking water bygranularactivated carbon
filtration systems.

NYSELAP: Accredited bythe New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIAS33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053984-SR-1

Report Date: 11/28/2017

Report retrieved via NYSDOH Health Commerce System by hma|c01 on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number 267-929-171026

Location/Project/Facility Name: 267929171026
Sampling Location DeiailsMggtt^KB - OUTDOOR SPIGOT

•EAST GATE TOAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/26/2017 10:30
Date received: 10/31/2017 14:00

Additional Info:

pi —
F1NA1 LABORATORY REPORT

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053984-01

Received Temperature (°C):

Lab Tracking Id: 267929171026

4.4

Laboratory of Organic Analytical Chemistry
Lab Director: Dr David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/6/2017 Analysis Date: 11/6/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): 4.15 ng/L

Perfluorooctanoic acid (PFOA): 12.2 ng/L

Perfluorooctanesulfonic acid (PFOS): 3.87 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Allsix PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

_^. ---• .7- ••••-•. '• . •'• •:

The Laboratory Director authorizes the release of this report The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053454-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/201!

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION

ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 262-929-171025

Location/Project/Facility Name: 262929171025
Sampling Location Details ^•••••i BATHROOM TAP
•EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 10:15
Date received: 10/27/2017 14:30

Additional Infd

FlNA'feLAKiJ'RATORY REPORT . ••

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053454-01

Received Temperature (°C):

Lab Tracking Id: 262929171025

5.9

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Page 1 of 1

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date' 10/31/2017

Pertluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.29 ng/L

Perfluoroheptanoic acid (PFHpA): 2.07 ng/L

Perfluorooctanoic acid (PFOA): 4.74 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

»;'':..-'7' y- \ '-^tfflMmm® *«M

The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053453-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 261-929-171025

Location/Project/Facility Name: 261929171025
Sampling Location Details:flMHBMfe OUTDOOR SPIGOT

fEAST GATE ROAD
AINSCOTTNY11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 10:00
Date received: 10/27/2017 14:30

Additional Info*

ikStABORATORY REPORT7

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053453-01

Received Temperature (°C):

Lab Tracking Id: 261929171025

76

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): 1.81 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.61 ng/L

Perfluoroheptanoic acid (PFHpA): 2.85 ng/L

Perfiuorooctanoic acid (PFOA): 6.44 ng/L

Perfluorooctanesulfonicacid (PFOS): 2.38 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

S9SI-.
• •...- i tNU yl-:Kct;01gy Tr^r

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.

SK - Exhibit 3-3(b) 
(page 128 of 208)



New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700046470-SR-1

Report Date: 10/20/2017

Report retrieved via NYSDOH Health Commerce System by hinaicOl on 10/20/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number 191-929-170907 Dup

Location/Project/Facility Name: 191-929-170907
Sampling Location Details: ^^•^•^H KITCHEN TAP

•EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/07/2017 09:45
Date received: 09/13/2017 13:30

Additional lnfo:|

Page 1 of 1

Wi-. mffifflmmm&mimmmmBsmmgm

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id; EHS1700046470-01

ReceivedTemperature (°C):

Lab Tracking Id: 191929170907DUP

8.7

Laboratory of OrganicAnalytical Chemistry
Lab Director: Dr. K Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

^t^^(A^liof5"lT Drinkin9 Water by U'tra Perf™~ liquid Chromatography (UPLC) Tandem
Start Date: 9/14/2017 Analysis Date 9/14/2017

Perfluorobutanesulfonic acid (PFBS): 5.71 ng/L

Perfluorohexanesulfonic acid (PFHxS): 22.2 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): 3.88 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

The purpose ofour sampling is to analyze for PFOA and/or PFOS, as per ISO 2510T2009 (E) method This test
l^mSF^%ani%mal Pinnated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS , perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated bv the
laboratory. These other PFCs may have beendetected atvery low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon

NYSELAP

NYSELAP

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Progran

••'.•-•...'. ;••« .-•••.".

————^ : , «•.., i.«*... _—__—__ 1 ___—; . .... ..... ,.t aamataaaaasatai ••^~v^---^'V'-^-*TW«frr^^^

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
•fc :3^^JH^|BS1^^^I^^^^^^^^^
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLlA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, IMY 12159
CLIA# 33D2005935

Report No. EHS1700046469-SR-1
Report Date: 10/20/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 10/20/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 191-929-170907

Location/Project/Facility Name: 191-929-170907
Sampling Location Details:^HHBHBi KITCHEN TAP
• EAST GATE ROAD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABZIS
Collected by:

Grab/Collection Date: 09/07/2017 09:45
Date received: 09/13/2017 13:30

Additional Info:.

Page 1 of 1

•;v'vw

mmmm^m^^M^^mo^m^m^^^^^^^^

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700046469-01

Received Temperature (°C):

Lab Tracking Id: 191929170907

94

Laboratory ofOrganic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

^te^^imm^^^ Drmk,n9 Water ^ Ultfa Perf0rmance Li^uid Chromatography (UPLC) Tande*
Start Date: 9/14/2017 Analysis Oate: 9/14/2017

Perfluorobutanesulfonic acid (PFBS): 5.93 ng/L

Perfluorohexanesulfonic acid (PFHxS): 21.1 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluprooctanoic acid (PFOA): :- <2.00 ng/L
Perfluorooetanesulfonic acid (PFOS): '3.56 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, asper ISO 25101:2009 (E) method This test
Lnr-d?PFH0vq?n^Onal^^orinatedChemicals (PSCs): P^uorobutanesulfonic acid (PFBS ,perfluorohexanesulfonicaad (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory These other PFCs may have been detected at very low concentrations-EPA hasnot established health
filtVaTion'eSSystemSeSe Chem'Ca'S' A" SIX PFCs are effectively removed from drinking water by granular activated carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

ln&S£2r' "~ \ ~ 1

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to "the laboratory
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLlA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CtlA#33D2005937

Griffin Laboratory
5668 State Farm Road

Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053458-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hma)c01 on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 265-929-171025

Location/Project/Facility Name: 265929171025
Sampling Location Details:)
^ESTERBROOK ROAD
WAINSCOTT NY 11975
Chlorinated: No

KITCHEN TAP

Public Water Systems (BWSP)

County SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/25/2017 12:30
Date received: 10/27/2017 14:30

Additional Info:'

FINAL LABORATORY REPORT :'.',.' ' ••:

Biggs Laboratory
NYSELAPID: 10763

Sample Id: EHS1700053458-01

Received Temperature (°C):

Lab Tracking Id: 265929171025

6.2

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/31/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): 2.31 ng/L

Perfluorohexanesulfonic acid (PFHxS): 22.3 ng/L

Pertluoroheptanoic acid (PFHpA): 2.44 ng/L

Perfluorooctanoic acid (PFOA): 3.95 ng/L

Perfluorooctanesulfonic acid (PFOS): 2.69 ng/L

Perfiuorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101.2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.

v£rt£-'' -Js&EV
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIAj? 33D0S54341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIAS 33D2005935

Report No: EHS1700054745-SR-1

Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER- EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 270-929-171030

Location/Project/Facility Name. 270929171030
tripling Location Details:Wi^V - BATHROOM TAP RIGHT

ESTERBROOK ROAD
vlNSCOTTNY11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/30/2017 10:15
Date received: 11/03/2017 12:00

Additional InfoM

I .zy,$; '̂ MALXABQRATORY REPORT' ' -, fc; '

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700054745-01

Received Temperature (°C):

Lab Tracking Id: 270929171030

5.7

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Page 1 of 1

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC)Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/8/2017 Analysis Date: 11/8/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonicacid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose ofour sampling is to analyze forPFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS) perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have beenvalidated by the
laboratory These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water bygranularactivated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

l'-: ^>vV^->-^
The Laboratory Director authorizes the release of this report The results in this report relate only to the sample submitted to the laboratory
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700059302-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 370-847-171204 Dup

Location/Project/Facility Name: 370847171204
Sampling Location Details:-'

^ESTERBROOK ROAD
WAIN SCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS!700059302-01

Received Temperature (°C):

Lab Tracking Id: 370847171204DUP

BATHROOM TAP

-0.2

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 12/04/2017 09:15
Date received: 12/08/2017 12:30

Additional

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatoqraphy (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

StartDate: 12/11/2017 Analysis Date: 12/12/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.12 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): 4.38 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

Thepurpose ofoursampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS) perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have beenvalidated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories forthese chemicals. All six PFCs are effectively removed from drinking water bygranular activated carbon
filtration systems.

NYSELAP: Accredited bythe New York State Environmental Laboratory Approval Progran

The Laboratory Director authorizes the release ofthis report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700059301-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 370-847-171204

Lpcation/Project/Facility Name: 370847171
Sampling Location Details*

•ESTERBROOK ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

BATHROOM TAP

Sample Id: EHS1700059301-01-

Received Temperature (°C):

Lab Tracking Id: 370847171204

-0.9

Public Water Systems (BWSP)

County:. SUFFOLK .
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 12/04/2017 09:15
Date received: 12/08/2017 12:30

Additional Info:'

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Waterby Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/11/2017 Analysis Date: 12/12/2017

Perfluorobutanesulfonic acid (PFBS): <1,77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.18 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): 4.32 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose ofour sampling istoanalyze for PFOA and/or PFOS, as perISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs mayhave been detectedat verylow concentrations-EPA has notestablished health
advisories for these chemicals. All six PFCsare effectively removed from drinking waterbygranular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.

7^
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509

Albany. NY 12201
CL1A# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratoiy
5668 State Farm Road
Slingerlands, NY 12159
CLlA# 33D2005935

Report No: EHS1700053441 -SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 253-929-171023

Location/Project/Facility Name: 252929171023
Sampling Location Details •••• BATHROOM TAP

•ESTERBROOK road
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/23/2017 10:15
Date received: 10/27/2017 14:30

Additional Info:

• *i^- •-•'•• •-•- -'•• • • •--• .-'•••••. •••-•• •• •-• •-••• ..- .MM*M -&W^^l*:.-AWit-

Biggs Laboratory
NYSELAP ID: 10763

Sample td: EHS1700053441-01

Received Temperature (°C):

Lab Tracking Id: 253929171023

8.7

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/30/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

fillip QFREP.Or.
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLlA# 33D0654341

David Axel rod Institute
120 New Scotland Avenue
Albany, NY 12208
CLlA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053442-SR-1

Report Date: 11/09/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/201*

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 253-929-171023 Dup

Location/Project/Facility Name
Sampling Location Details

•ESTERBROOK ROAD
WAINSCOTT NY 11975
Chlorinated: No

71023

BATHROOM TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/23/2017 10:15
Date received: 10/27/2017 14:30

Additional Info*

.'TORY REPORT. I

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053442-01

Received Temperature (°C):

Lab Tracking Id: 253929171023DUP

5.6

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/30/2017 Analysis Date: 10/31/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

1 ENb'OFRirj^vt.^.v *;gar'ffi&:
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road

Slingerlands, NY 121 59
CLIA#33D2005935

Report No: EHS1700053976-SR-1

Report Date: 11/28/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 301-850-171026

Location/Project/Facility Name: 301850171026
Sampling Location Details: KITCHEN TAP

*0ESTERBROOK RD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053976-01

Received Temperature (°C):

Lab Tracking Id: 301850171026

0.9

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 10/26/2017 09:45
Date received: 10/31/2017 14:00

Additional Info:

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

StartDate: 11/3/2017 Analysis Date: 11/6/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New YorkState Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053977-SR-1

Report Date: 11/28/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237 .

Submitter's Reference Number: 301-850-171026 Dup

Location/Project/Facility Name: 301850171026
Sampling Location Details: KITCHEN TAP
MESTERBROOK RD
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 10/26/2017 09:45
Date received: 10/31/2017 14:00

Additional Info:

•FINAL/.LABORATORY i)REPO RTv; it:- :.••: Kiti

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053977-01

Received Temperature (°C):

Lab Tracking Id: 301850171026DUP

2.1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323 -

Sample Type: Finished Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

StartDate: 11/3/2017 Analysis Date: 11/6/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinkingwater by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental LaboratoryApproval Program

The Laboratory Director authorizes the release of this report. The results in this report relate onlyto the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509 v
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700056531-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 003-913-171115

Location/Project/Facility Name: 003913171115
Sampling Location Details: REVERSE OSMOSIS TAP

^ESTERBROOK ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700056531-01

Received Temperature (°C):

Lab Tracking Id: 003913171115

2.3

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 11/15/2017 10:10
Date received: 11/17/2017 14:00

Additional lnfo:<

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonicacid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700056530-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 002-913-171115

Location/Project/Facility Name: 002913171115
Sampling Location Details: BATHROOM TAP
SlESTERBROOK ROAD

AINSCOTt NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700056530-01

Received Temperature (°C):

Lab Tracking Id: 002913171115

3.4

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 11/15/2017 10:00
Date received: 11/17/2017 14:00

Additional lnfo:1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

StartDate: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release pf this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700056529-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 001-913-171115 Dup

Location/Project/Facility Name: 001913171115
ampling Location Details: BASEMENT SPIGOT

rSTERBROOK ROAD"
VAINSCOTT NY 11975

Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700056529-01

Received Temperature (°C):

Lab Tracking Id: 001913171115DUP

)

2.6

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 11/15/2017 09:45
Date received: 11/17/2017 14:00

Additional lnfo:i

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700056528-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 001-913-171115

Location/Project/Facility Name: 001913171115
Sampling Location Details^B Wt SPIGOT

f)ESTERBROOKROAD
AINSCOTTNY11975

Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700056528-01

Received Temperature (°C):

Lab Tracking Id: 001913171115

1.1

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 11/15/2017 09:45
Date received: 11/17/2017 14:00

Additional Info:

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): ' <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CUA# 33D2005937

Gnlfm Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS17OO053475-SR-1

Report Date: 11/21/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON

DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 302-850-171023

Location/Project/Facility Name: 302-850-171023
Sampling Location Details: KITCHEN TAP

«EXETER LANE
AINSCOTT NY 11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 10/23/2017 09:40
Date received: 10/27/2017 12:00

•^v?f::l •>*•• ^L®&&JOW<P&<m' : •'ftiffV. "•' IWMM

Biggs Laboratory
NYSELAPID: 10763

Sample Id: EHS1700053475-01

Received Temperature (°C):

Lab Tracking Id: 302850171023

6.1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalky! Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/1/2017 Analysis Date: 11/2/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfiuoroheptanoic acid (PFHpA): 2.72 ng/L

Perfluorooctanoic acid (PFOA): 9.87 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfiuoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental LaboratoryApprovalProgram

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue

Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingeriands, NY 12159
CLIA#33D2005935

Report No: EHS1700053476-SR-1

Report Date: 11/21/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN; LLOYD WILSON
DIRECTOR'S OFFICE

BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 302-850-171023 Dup

Location/Project/Facility Name: 302-850-171023 DUP.
Sampling Location Details: KITCHEN TAP
•EXETER LANE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053476-01

Received Temperature (°C):

Lab Tracking Id: 302850171023DUP

3.8

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 10/23/2017 09:40
Date received: 10/27/2017 12:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/1/2017 Analysis Date: 11/2/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfiuoroheptanoic acid (PFHpA): 2.72 ng/L

Perfluorooctanoic acid (PFOA): 9.96 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfiuoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory

SK - Exhibit 3-3(b) 
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany. NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road

Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053474-SR-1

Report Date: 11/21/2017

Report retrieved via NYSDOH Health Commerce System by hma)c01 on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 301-850-171023

Location/Project/Facility Name: 301-850-171023
Jampling Location Details: BATHROOM TAP

EXETER LANE
WAINSCOTT NY 11975
Chlorinated: No

fiU TIN-

Biggs Laboratory
NYS ELAPID: 10763

Sample Id: EHS1700053474-01

Received Temperature (°C):

Lab Tracking Id: 301850171023

7.8

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M SARIAN
Collected by: KAROL M. SARIAN

Grab/Collection Date: 10/23/2017 09:1 0

Date received: 10/27/2017 12:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/1/2017 Analysis Date: 11/2/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfiuoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 2.05 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101.2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfiuoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the NewYorkState Environmental LaboratoryApproval Program

Mffig wmm
The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory

SK - Exhibit 3-3(b) 
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700054790-SR-1
Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinaicOl on 02701/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 004-913-171101

Location/Project/Facility Name: 004913171101
Sampling Location Details: KITCHEN TAP

#EXETER LANE
WAINSCOTT NY 11937
Chlorinated: No

Biggs Laboratory
NYS ELAPID: 10763

Sample Id: EHS1700054790-01

Received Temperature (°C):

Lab Tracking Id: 004913171101

10.8

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 11/01/2017 10:10
Date received: 11/03/2017 12.00

Additional lnfo:i

rORYjgEpORT;,

Laboratory of OrganicAnalytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

MaLISK^rai" Drinkm9 Water ^ U'tra Perf°rmanC6 Li^uid Chromatography (UPLC) Tandem
Start Date: 11/10/2017 Analysis Date: 11/10/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfiuoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose or our sampling is to analyze for PFOA and/or PFOS, as perISO 25101 2009 (E) method This test
mc'u?es four additional Perfluonnated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesu
acid (PFHxS) perfiuoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These otherPFCs may have beendetected at very low concentrations-EPA has notestablished health
advisories for tnese chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
nitration systems.

Ifonic

NOTES:

[1 ] Sample temperature upon receipt did notmeetmethod specifications of 10 °C.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

- "END OF REPORT —
The Laboratory Director authorizes the release of this report The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700060594-SR-1

Report Date: 01/24/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 303-847-171213

Location/Project/Facility Name: 303847171213
.Sampling Location Details:^!

•EXETER LANE
WAINSCOTTNY11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700060594-01

Received Temperature (°C):

Lab Tracking Id: 303847171213

4.6

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 12/13/2017 11:15
Date received: 12/15/2017 14:15

BATHROOMI

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 12/19/2017 Analysis Date: 12/20/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfiuoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfiuoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CL!A#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700054783-SR-1

Report Dale: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 003-913-171031

Location/Project/Facility Name; 003913171031
Sampling Location Details: KITCHEN TAP

•FAIRFIELD LANE
WAINSCOTT NY 11937
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 10/31/2017 10:50
Date received: 11/03/2017 12:00

Additional info:'

•:•. l^flLlIBORATORY|^

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700054783-01

Received Temperature (°C):

Lab Tracking Id: 003913171031

7.1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalkyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/10/2017 Analysis Date: 11/10/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Pertluorohexanesulfonicacid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonicacid (PFOS): <1.91 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose ofoursampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includesfouradditional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals All six PFCs are effectively removed from drinking water by granularactivated carbon
filtration systems.

NYSELAP: Accredited bythe NewYork State Environmental Laboratory Approval Program

-t\>~ ' f^f^.'-'V-^N^FREPORT S ,V;..., '••••
^

fi '•'•'••" *y

The Laboratory Director authorizes the release ofthis report. The results in this report relate only to thesample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509

Albany, NY 12201
CL)A#33D06543<11

David Axelrod Institute
120 New Scotland Avenue
Albany. NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700054782-SR-1

Report Date: 12/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 003-913-171031

Location/Project/Facility Name: 002913171031
Sampling Location Details.flBBBBBlHi SPIGOT

IPfairfield lane
wainscott ny 11937
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JESSE TRAVIS
Collected by: JESSE TRAVIS

Grab/Collection Date: 10/31/2017 10:40
Date received: 11/03/2017 12:00

Additional Info:i

flFv
^ FINAL iJlBORAtdRYfiEPdRT

-111= '" " "' i_i -^ •-' '•' •'•" ' .-..- v -..,'

Biggs Laboratory
NYS ELAPID: 10763

Sample Id: EHS1700054782-01

Received Temperature (°C):

Lab Tracking Id: 002913171031

87

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroalkyi Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/9/2017 Analysis Date: 11/10/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonicacid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoicacid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes fouradditional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP- Accredited by the New York State Environmental LaboratoryApproval Program

i. •

The Laboratory Director authorizes the releaseofthis report. The results in this report relate only to the samplesubmitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY h2201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700053477-SR-1

Report Date: 11/21/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 304-850-171023

Location/Project/Facility Name: 304-850-171023
Sampling Location Details: KITCHEN TAP

f FAIRFIELD LANE
A1NSCOTTNY11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 10/23/2017 10:20
Date received: 10/27/2017 12:00

ir^M-^f'̂ l-ABQRATORY'REPORT^" •§J;'^ ; ||

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053477-01

Received Temperature (°C):

Lab Tracking Id: 304850171023

5.0

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

Perfluoroalkyi Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/1/2017 Analysis Date: 11/2/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA)that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinkingwater by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New YorkState Environmental LaboratoryApproval Program

"j'-vS f" •"••• ' f: .enrofreport; 'm^XM
The Laboratory Director authorizes the release of this report. The results in this report relate onlyto the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLlA# 33D2005937

Griftin Laboratory
5568 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700042963-SR-1

Report Date: 09/22/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 10/05/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BL/REAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 002-929-170816

Location/Project/Facility Name: 002-929-1',
Sampling Location Details!]
•^ERNWOOD ROAD
WAINSCOTT NY 11975
Chlorinated: No

0816

BATHROOM TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date; 08/16/2017 11:40
Date received: 08/22/2017 14:40

Additional Info:

I ' 38Rfo%g$; p

Biggs Laboratory
WYS ELAP ID: 10763

Sample Id: EHS1700042963-01

Received Temperature (°C):

Lab Tracking Id: 002929170816

4.9

Laboratory of OrganicAnalytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Page 1 of 1

ml!t^^mmnm So wli" Drinkln9 Wat6r ^ ""^ Perf0rmanCe Li<uid Chromatography (UPLC) Tandem
Start Date: 8/23/2017 Analysis Date: 8/24/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.68 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFQA): <2.oo ng/L

Perfluorooctanesulfonic acid (PFOS): 7.11 ng/L

Perfluorononanoic acid (PFNA): <2.00ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four addriional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS , perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concenfralions-EPA has not established health
nitration'esSys°emse$e °hemlCalS' A" six PFCs are effectively removed from drinking water by granular activated carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 Slate Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053478-SR-1

Report Date: 11/21/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE

BUREAU OF WATER SUPPLY PROTECTION

ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 305-850-171023

Location/Project/Facility Name: 305-850-171023
Sampling Location Details: KITCHEN TAP

fFERNWOOD ROAD
AINSCOTT NY 11975

Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL Ml. SARIAN
Collected by:

Grab/Collection Date: 10/23/2017 10:45
Date received: 10/27/2017 12:00

m FINAL LABORATORY REPORT;

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700053478-01

Received Temperature (°C):

Lab Tracking Id: 305850171023

6.6

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (WIS/WIS): ISO 25101

Start Date: 11/1/2017 Analysis Date: 11/2/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic add (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

ENDOFRF.POR1_ __ __ ":'•• Y:.-V - ••;•"'•;;.

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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Requestor Name:|
Location iHBfERNW000 ROAD, WAINSCOTT
Sample Location: RESTROOM TAP
Treatment: NONE

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.
Sample Date: 08/02/2017
Sanitarian: ABAZIS

Field No.: 141-929-17-08-

Surve SV0317

02

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

Results for Sample Group: ALDICARB PESTICIDES analyzed by Suffolk County Department of Health Services
Total Aldicarb (calc).

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran <

3-Hydroxycarbofuran <

Oxamyl <

TICIDE.3 analyzed by

0.0 ug/L

0.5 3.00 ug/L
0.5 4.00 ug/L

0.5 2.00 ug/L
0.5 40.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L

PESTICIDES analyzed
0.2 5.00 ug/L
0.2 5.00 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.04 0.40 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L

0.2 5.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

Carbaryl

1-Naphthol
Methomyl

Propoxur (Baygon)..

Methiocarb

Methiocarb sulfone.

Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
alpha-BHC <

beta-BHC <

gamma-BHC {Lindane} <

delta-BHC <

Heptachlor <

Heptachlor epoxide <

Aldrin <

Dieldrin <

Endosulfan I <

Dacthal <

4,4-DDE <

4,4-DDD <

4,4-DDT <

Endrin <

Chlordane <

Alachlor <

Methoxychlor <

Endosulfan II <

Endosulfan Sulfate <

1,2-dibromoethane <

1,2-dibromo-3-chloropropane <

====« Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services
Monomethyltetrachloroterephthalate < 5. ' 50.00 ug/L Tetrachloroterephthalic acid

===== Results for Sample Group: DIOXANE analyzed by Suffolk County Department of Health Services =—-
1,4-Dioxane < 0.2 50.00 ug/L

===== Results for Sample Group: HERBICIDE
Didealkylatrazine (G-28273) <
Deisopropylatrazine (G-28279) <

Desethylatrazine (G-30033) <

Imidacloprid <
Imidacloprid Urea <

Alachlor OA (Oxanilic Acid) <

Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-37735) <

Metolachlor OA (CGA-51202) <

Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <

Metolachlor metabolite (CGA-40172) <

Metolachlor metabolite (CGA-67125) <

2-HydroxyAtrazine (G-3404B) <

Malaoxon <

Trichlorfon <

Siduron <

Dichlorvos <

Propamocarb hydrochloride <
2, 6-Dichlorobenzamide <

Ibuprofen <
Gemfibrozil <

Metalaxyl '. <

Suffolk County Department of Health Services ===
Metolachlor <

Tebuthiuron <

Caffeine.' <

Dinoseb <

Bisphenol A <

Diuron <

Phenytoin (Dilantin) <

4-Hydroxyphenytoin <
Diethyltoluamide (DEET) <

Acetaminophen <

Bisphenol B <

Estrone <

17 alpha Ethynylestradiol <
Diethylstilbestrol <

17 beta Estradiol <

4-Androstene-3,17-dione <

Picaridin <

Propachlor ESA • <

Propachlor OA <

Testosterone <

Equilin <

Estriol ' <

TABOLI "ES analy zed by

0.8 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L

0.2 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.6 50.00 ug/L
0.3 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L

zed by Suffolk County
1. ug/L
0.2 4.00 ug/L
5. ug/L
1. ug/L
1. ug/L
1. 100.00 ug/L
0.001 0.30 mg/L

1. ug/L
0.2 100.00 ug/L
7. 1300.00 ug/L

19. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1. 50.00 ug/L

91.6 ug/L
1. ug/L
2.5 100.00 ug/L

Results for Sample Group: METALS analyzed by Suffolk County Department of Health Services —•
Lithium

Beryllium (Be)..

Aluminum (Al) ...

Titanium (Ti)...

Vanadium (V) ....

Chromium (Cr)...

Manganese (Mn)..

Cobalt (Co)

Nickel (Ni)

Copper (Cu)

Zinc (Zn)

Germanium

Arsenic (As)

Selenium (Se)..

Strontium

Molybdenum (Mo).

Silver (Ag)

RESULTS CONTINUED ON NEXT PAGE..

Cadmium (Cd) <

Tin <

Antimony (Sb) <
Tellurium <

Barium (Ba) =

Mercury (Hg) <

Thallium (Tl) <

Lead (Pb) .

Thorium (Th) <

Uranium <

Calcium =.

Iron (Fe) <

Iron + Manganese (Combined, Calc) <
Potassium =

Magnesium =

Sodium (Na) =

Result

0.2

0.2

0.01

0.2

0.2

0.1

0.2

0.2

0.01

0.02

MCL

50.00

50.00

50.00

50.00

50.00

50.00

40.00

5.00

50.00

0.05

0.20

ug/L

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

50.00 ug/L

0.2 50.00 ug/L
0.3 50.00 ug/L
0.2 50.00 ug/L
0.3 7.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.3 5.00 ug/L

0.3 50.00 ug/L
0.7 50.00 ug/L
0.7 50.00 ug/L

1. 5.00 ug/L
0.5 ug/L
0.2 6.00 ug/L
0.5 ug/L

18. 2000.00 ug/L
0.3 2.00 ug/L
0.2 2.00 ug/L

2. 15.00 ug/L
2. ug/L
0.5 30.00 ug/L

24. B mg/L
0.1 0.30 mg/L

0. 0.50 mg/L
1.0 mg/L

2.8 mg/L

11.3 mg/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name:
Location :^HFERNWOOD ROAD, WAINSCOTT
Sample Location: RESTROOM TAP
Treatment: NONE

Request No.:
Sample Date: 08/02/2017
Sanitarian: ABAZIS

Field No.: 141-929-17-08-02

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
Bromide < 0.05 mg/L

Orthophosphate < 0.1 mg/L
Fluoride = 0.104 2.20 mg/L

T. Alkalinity = 68. mg/L
Hexavalent Chromium = 0.20 ug/L
Chlorate < 0.05 mg/L

analyzed by Suffolk County Department of Health Services

EPTC < 0.2

Ethofumesate < 0.2

Ethyl Parathion < 0.2
Fluoranthene < 0.2

Fluorene < 0.2

Hexachlorobenzene < 0.1

Hexachlorocyclopentadiene .., < 0.1

Hexachloroethane < 1.0

Hexazinone <

Indeno (1,2, 3-cd) Pyrene <

lodofenphos <

Iprodione <

Isofenphos <

Kelthane <

Malathion <

Metalaxyl <

Methoprene <

Methoxychlor <

Methyl Parathion <

Metolachlor <

Naled (Dibrom) <

Napropamide <

Pendimethalin <

Pentachlorobenzene <

Pentachloronitrobenzene <

Permethnn <

Phenanthrene <

Piperonyl butoxide <
Prometon < 0.5

Prometryne < 0.2
Propachlor < 0.2

Propiconazole (Tilt) < 0.2

Pyrene < 0.5
Resmethrin < 0.2

Ronstar < 0.2

Simazine <

Sumithrin <

Tebuthiuron <

Terbacil <

Triadimefon <

Triclosan <

Trifluralm <

Vinclozolm <

Total Triazines + Metabolites (Calc)... <

Etofenprox <

Etofenprox alpha-CO <

Prallethrin <

pH-Lab = 7.7 N/A
Specific Conductivity-Lab = 227 . umho/u
Chloride (CI) = 18. 250.00 mg/L
Sulfate (S04) = 7. 250.00 mg/L
Nitrite (N02-N) < 0.05 1.00 mg/L

Nitrate - 1.5 10.00 mg/L

===== Results for Sample Group: SEMI-VOLATILE ORGANICS METHOD 525

1-Methylnaphthalene < 0.2 50.00 ug/L
2-Methylnapthalene < 0.2 50.00 ug/L
Acenaphthene < 0.2 50.00 ug/L
Acenaphthylene < 0.2 50.00 ug/L
Acetochlor < 0.2 50.00 ug/L
Alachlor < 0.2 2.00 ug/L

Allethrin < 0.2 50.00 ug/L
Anthracene < 0.5 50.00 ug/L

Atrazine < 0.1 3.00 ug/L
Azoxystrobin < 0.2 50.00 ug/L
Benfluralin < 0.5 50.00 ug/L
Benzo(A)Anthracene < 0.5 50.00 ug/L
Benzo(B)Fluoranthene < 0.2 50.00 ug/L
Benzo(GHI)Perylene < 0.2 50.00 ug/L

Benzo (K)Fluoranthene < 0.2 50.00 ug/L

Benzo(A)Pyrene < 0.02 0.20 ug/L

Benzophenone < 0.2 50.00 ug/L
Benzyl butyl phthalate < 0.2 50.00 ug/L
Bis(2-ethylhexyl)adipate < 0.5 50.00 ug/L
Bis(2-ethylhexyl)phthalate < 3.0 6.00 ug/L
Bisphenol A < 0.5 50.00 ug/L
Bloc < 0.2 50.00 ug/L

Bromacil < 0.5 50.00 ug/L
Butachlor < 0.2 50.00 ug/L

Carbamazepine < 0.5 50.00 ug/L
Carbazole < 0.2 50.00 ug/L

Carisoprodol < 0.5 50.00 ug/L
Chlordane < 0.2 2.00 ug/L
Chlorofenvinphos < 0.2 50.00 ug/L
Chloroxylenol < 0.2 50.00 ug/L
Chlorpyriphos < 0.2 50.00 ug/L

Chrysene < 0.2 50.00 ug/L
Cyfluthrin < 0.2 50.00 ug/L
Cypermethrin, < 0.5 50.00 ug/L
Dacthal < 0.2 50.00 ug/L
Deltamethrin < 0.5 50.00 ug/L
Dibenzo (A, H)Anthracene < 0.2 ' 50.00 ug/L
Dibutyl Phthalate < 1.0 50.00 ug/L

Dichlobenil < 0.2 50.00 ug/L
Dichlorvos < 0.5 50.00 ug/L

Dieldrin < 0.2 50.00 ug/L
Diethyl phthalate < 1.0 50.00 ug/L

Diethyltoluamide (DEBT) < 0.2 50.00 ug/L

Dimethyl phthalate < 0.2 50.00 ug/L

Dioctyl Phthalate < 0.2 50.00 ug/L
Disulfoton sulfone < 0.2 50.00 ug/L
Endosulfan Sulfate < 0.2 50.00 ug/L

RESULTS CONTINUED ON NEXT PAGE.

1.0

0.2

0.2

0.5

0.5

0.5

0.5

0.2

0.2

0.1

0.2

0.2

0.2

0.2

0.2

0.2

0.2

0.2

0.2

0.5

0-07

.2

.5

.5

.5

.5

.5

.5

0.

0.

0.

0.

0.

0.

0.

0.

0.2

0.2

0.2

50.00

50.00

50.00

50.00

50.00

1.00

5.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00 .

50.00

4.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4.00

50.00

50.00

50.00

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name:|
Location :BBfERNWOOD ROAD, WAINSCOTT
Sample Location: RESTROOM TAP
Treatment: NONE

Request No.
Sample Date: 08/02/2017
Sanitarian: ABAZIS

Field No.: 141-929-17-08-02

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter-
Alkalinity is reported as mg/L as CaC03. •*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL' s not shown below have not been established.

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE C
Chlorodifluoromethane <

Dichlorodifluoromethane <

Chloroethane <

Bromoraethane <

Chloromethane <

Trichlorofluoromethane <

Vinyl Chloride <
Methylene Chloride <
1.1 Dichloroethane <

trans 1,2 Dichloroethene <
Chloroform =

1.2 Dichloroethane <

1.1.1 Trichloroethane <

Carbon Tetrachloride <

l-Bromo-2-Chloroethane <

1,2 Dichloropropane <
Trichloroethene <

Chlorodibromomethane <

2-Bromo-l-Chloropropane <
Bromoform <

Tetrachloroethene <

cis-l,2-Dichloroethene <

Freon 113 <

Dibromomethane <

1,1 Dichloropropene <

Methyl Isothiocyanate <

Carbon Disulfide <

Methyl Methacrylate <

1.1 Dichloroethene <

Bromodichloromethane <

2,3 Dichloropropene <
cis-1, 3-Dichloropropene <

trans-1, 3-Dichloropropene <

1.1.2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1,2,2-Tetrachloroethane <

1.2.3 Trichloropropane <
2.2 Dichloropropane <

1,3 Dichloropropane <
Bromochloromethane <

Benzene <

Toluene <

Result MCL

ANICS analyzed by Suffolk
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 2.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

3.1 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

2. 50.00 ug/L
0.5 ug/L

0.5 50.00 ug/L

0.5 5.00 ug/L

0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

County Department of Health Services

Chlorobenzene

Ethylbenzene <

o-Xylene <

m & p-Xylene <

Total Xylenes <

2-Chlorotoluene <

4-Chlorotoluene <

Diethyl Ether <

Acrylonitrile <

Ethyl Methacrylate <
1,3,5 Trimethylbenzene <
1,2,4 Trimethylbenzene <

1,2 Dichlorobenzene (o) <

1,3-Dichlorobenzene {m) <

1,4-Dichlorobenzene (p) <

p-Diethylbenzene <

1,2,4,5 Tetramethylbenzene <

1,2,4 Trichlorobenzene <

1,2,3 Trichlorobenzene <

Ethenylbenzene (Styrene) <
Isopropylbenzene <

n-Propylbenzene <

tert-Butylbenzene <

sec-Butylbenzene <
p-Isopropyltoluene <

n-Butylbenzene <

Hexachlorobutadiene <

Methyl-Tert-Butyl-Ether (MTBE) <

Naphthalene <

1,4-Dichlorobutane <

Methyl Sulfide <

Dimethyldisulfide <
Bromobenzene <

2-Butanone (MEK) • <

Tetrahydrofuran <

Allyl chloride <

Methacrylonitrile <

d-Limonene <

Propanal <

Isobutane <

n-Butane <

Result

0.5

0.5

0.5

0.5

0.5

0.5

0.5

0.5

0.5

0.5

0.5

0

0

0

0

0

0

0

0

0

0

0

0

0.

0

0

0

0

0

0

0

0.

0

20

20

0

0

0

15

2

2

MCL

5.00

5.00

5.00

5.00

5.00

5.00

5.00

50.00

5.00

50.00

10.00

50.00

5.00

50.00

50.00

5.00

50.00

50.00

5.00

5.00

50.00

50.00

50.00

50.00

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700057073-SR-1

Report Date: 01/10/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 360-847-171121 Dup

Looation/Project/Facility Name: 360-847-171121 DUP
Sampling Location Details:)

•PFERNWOOD ROAD
WAINSCOTT NY 11975
Chlorinated: No

KITCHEN TAP

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700057073-01

Received Temperature (°C):

Lab Tracking Id: 360847171121 DUP

4.1

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI
Collected by:

Grab/Collection Date: 11/21/2017 10:45
Date received: 11/22/2017 11:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/27/2017 Analysis Date: 11/27/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonio acid (PFOS): <1.91 ng/L

Perfluorononanoio acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoio acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700057072-SR-1 "

Report Date: 01/10/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018
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REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTORS OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 360-847-171121

Location/Project/Facility Name: 360-847-171121
Sampling Location Details:f-'

#pFERNWOOD ROAD
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

KITCHEN TAP

Sample Id: EHS1700057072-01

Received Temperature (°C):

Lab Tracking Id: 360847171121

1.7

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI
Collected by:

Grab/Collection Date: 11/21/2017 10:45
Date received: 11/22/2017 11:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/27/2017 Analysis Date: 11/27/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoio acid (PFOA): <2.00 ng/L

Perfluoroootanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Allsix PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700056522-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 302-850-171114

Location/Project/Facility Name: 302850171114
Sampling Location Details:«HBHMl OUTSIDE TAP

0GEORGICA DRIVE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700056522-01

Received Temperature (°C):

Lab Tracking Id: 302850171114

6.0

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN

Grab/Collection Date: 11/14/2017 09:40

Date received: 11/17/2017 14:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

Perfluoroaikyl Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/20/2017 Analysis Date: 11/21/2017

Perfluorobutanesulfonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L '

Perfluoroheptanoicacid (PFHpA): 2.46 ng/L

Perfluorooctanoic acid (PFOA): 4.02 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

• Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesulfonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CL1A#33D065434.1

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CUA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
GLIA# 33D2005935

Report No: EHS1700055665-SR-1

Report Date: 12/13/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 302-850-171108

Location/Project/Facility Name: 3026
Sampling Location Details*"-

ffGEORGICA WOODS LN
AINSCOTTNY11975

Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700055665-01

Received Temperature (°C):

Lab Tracking Id: 302850171108

3171108
BATHROOM TAP

4.7

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Coilection Date: 11/08/2017 09:55
Date received: 11/10/2017 11:15

Additional Info: SAMPLE WAS DISCOLORED

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC)Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/15/2017 Analysis Date: 11/16/2017

Perfluorobutanesuifonic acid (PFBS): 1.96 ng/L

Perfluorohexanesulfonic acid (PFHxS): 6.52 ng/L

Perfluoroheptanoic acid (PFHpA): 3.54 ng/L

Perfluorooctanoic acid (PFOA): 14.6 ng/L

Perfluorooctanesulfonic acid (PFOS): 32.4 ng/L

Perfluorononanoic acid (PFNA): 2.02 ng/L

fl.o

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOAand/or PFOS, as per ISO 25101:2009 (E) method. This test
includes fouradditionalPerfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have beenvalidated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Ail six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NOTES:

[1] Sample eluted with red orange percipitate, and remained in final extract.

NYSELAP: Accredited by the NewYork State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release ofthis report. The results in this report relateonly to the samplesubmitted to the laboratory.
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 3300654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CL!A# 33D2005935

Report No: EHS1700048547-SR-1
Report Date: 10/06/2017

Report retrieved via NYSDOH Health Commerce System byhinajcOl on 10/18/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 208-929-170918

Location/Project/Faciiity Name: 2089291',
Sampling Location DetailsM
•GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

IOUTDOOR SPIGOT

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS '
Collected by:

Grab/Collection Date: 09/18/2017 11:05
Date received: 09/27/2017 11:25

Additional Info:

^^m^mmmf-mixmmmmimmm^^^^m^^^m

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700048547-01

Received Temperature (°C):

Lab Tracking Id: 208929170918

3.9

Laboratory of OrganicAnalytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

K^^SSS^^Soxfln Drinkin9 Wat6r by U'tra Perfo— liquid Chromatography (UPLC) Tandem
Start Date: 10/2/2017 Analysis Date: 10/2/2017

Perfluorobutanesuifonic acid (PFBS): 2.64 ng/L

Perfluorohexanesulfonic acid (PFHxS): 7.66ng/L

Perfluoroheptanoic acid (PFHpA): 4.68 ng/L

Perfluorooctanoic acid (PFOA): 16.2 ng/L

Perfluorooctanesulfonic acid (PFOS): 31.9 ng/L

Perfluorononanoicacid (PFNA): <2.00 ng/L

Page 1 of 1

ty*.i
NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additonalPerfluonnated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS) perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory These other PFCs may have been detected atvery low concentrations-EPA has not established health
fitotonT stems'56 ° Ca S' A" S'X PFCs are effective|y removed from drinking water by granular activated carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

m
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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Requestor Name :|
Location :HHGE0RGICA HOODS LANE,~~WAINSCOTT
Sample Location: OUTDOOR SPIGOT- BACK
Treatment: NONE

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.:
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 208-929-17-09-16

Survey #: SV0317

Not»3: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

Results for Sample Group: ALDICARB PESTICIDES analyzed by Suffolk County Department of Health Services
Total Aldicarb (calc) <

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran <

3-Hydroxycarbofuran <
Oxamyl <

TICIDES analyzed by
0.0 ug/L

0.5 3.00 ug/L
0.5 4.00 ug/L
0.5 2.00 ug/L
0.5 40.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

Carbaryl

1-Naphthol
Methomyl
Propoxur (Baygon).

Methiocarb

Methiocarb sulfone <

===== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services
TColi < ABSENT ABSENT EColi

..... Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
aipha-BHC <
beta-BKC <

gamma-BHC (Lindane) <
del ta-BHC <

Heptachlor <
Heptachlor epoxide <
Aldrin <

Dieldrin <

Endosulfan I <

Dacthal , <

4,4-DDE <

0.2 5.00 ug/L
0.2 5.00 ug/L

0.02 0.20 ug/L

0.2 5.00 ug/L

0.04 0.40 ug/L
0.02 0.20 ug/L
0.2 5.00 ug/L

0.2 50.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

M-DDD <
4,4-DDT <

Endrin ,... . <

Chlordane , <

Alachlor <

Methoxychlor <

Endosulfan II <

Endosulfan Sulfate <

1,2-dibromoethane <

1,2-dibromo-3-chloropropane <

===== Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services
Honomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid

===== Results for Sample Group: DIOXANE analyzed by Suffolk County Department of Health Services
1,4-Dioxane < 0.1 50.00 ug/L

===== Results for Sample Group: HERBICIDE METABOLITES analyzed by

Didealkylatrazine (G-28273) < 0.8 50.00 ug/L
Deisopropylatrazine (G-28279! < 0.2 50.00 ug/L
Desethylatrazine (G-30033) < 0.4 50.00 ug/L

Tmidacloprid < 0.2 50.00 ug/L

Imidacloprid Urea c 0.2 50.00 ug/L
Alachlor 0A (Oxanilic Acid) < 0.4 50.00 ug/L
Alachior ESA (Sulfonic Acid) < 0.2 50.00 ug/L

Metplachlor metabolite (CGA-37735) < 0.2 50.00 ug/L
Metolachlor OA (CGA-51202) < 0.3 50.00 ug/L
Metolachlor ESA (CGA-354743) < 0.3 50.00 ug/L

Metolachlor metabolite (CGA-41638) < 0.3 50.00 ug/L
Metolachlor metabolite (CGA-40172) < 0.3 50.00 ug/L
Metolachlor metabolite (CGA-67125) < 0.3 50.00 ug/L
2-HydroxyAtrazine (G-34048) < 0.3 50.00 ug/L
Malaoxon < 0.2 50.00 ug/L
Triohlorfon < 0.3 50.00 ug/L
Siduron < 0.3 50.00 ug/L
Dichlorvos < 0.6 50.00 ug/L
Propamocarb hydrochloride < 0.3 50.00 ug/L
2,6-Dichloroberizamide < 0.5 50.00 ug/L
Ibuprofen < 0.2 50.00 ug/L
Gemfibrozil < 0.4 50.00 ug/L
Metalaxyl < 0.2 50.00 ug/L

Suffolk County Department of Health Services =====
Metolachlor <

Tebuthiuron <

Caffeine .,.,.....,. <

Dinoseb , <

Bisphenol A <

Diuron , , <

Phenytoin (Dilantin) <

4-Hydroxyphenytoin <

Diethyltoluamide (DEET) <

Acetaminophen <

Bisphenol B <

Estrone <

17 alpha Ethynylestradiol <
Diethylstilbestrol . <

17 beta Estradiol <

4-Androstene-3,17-dione <

Picaridin <

Propachlor ESA <

Propachlor OA. <

Testosterone <

Eguilin <

Estriol <

===== Results for Sample Group
Lithium

Beryllium (Be) <

Aluminum (Al) <

Titanium (Ti) <

Vanadium (V) , <

Chromium (Cr) <

Manganese (Mn) =

Cobalt (Co) <

Nickel (Ni) , =

Copper (Cu) =

Zinc (Zn) -

Germanium . <

Arsenic (As) <

Selenium (Se) <

Strontium =

Molybdenum (Mo) , <

Silver (Ag) <

METALS analyzed by Suffolk County Department of Health Services

RESULTS CONTINUED ON NEXT PAGE.

1.

0.2

5.

1.

1.

1.

0.007

1.

20

189

33

2

1

1

50

1

2

100.00

0.30

ioo.oo

1300.00

5000.00

10.00

50.00

ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
mg/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

Cadmium (Cd) <

Tin <

Antimony (Sb) <
Tellurium <

Barium (Ba) =

Mercury (Hg) <

Thallium IT1) <
Lead (Pb) =

Thorium (Th) <

Uranium. <

Calcium. =

Iron (Pe) =

Iron + Manganese (Combined, Calc) =

Potassium. =

Magnesium =

Sodium (Na) =

Result MCL

0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L

0 5 50.00 ug/L

0 5 50.00 ug/L

ABSENT ABSENT

0.2 5.00 ug/L
0.2 5.00 ug/L
0.01 2.00 ug/L
0.2 2.00 ug/L
0.2 2.00 ug/L

0.1 40.00 ug/L

0.2 5,00 ug/L
0.2 50.00 ug/L
0.01 0.05 ug/L

0.02 0.20 ug/L

50.00 ug/L

0 2 50.00 ug/L

0 3 50.00 ug/L

0 2 50.00 ug/L
0 3 7.00 ug/L

0 2 50.00 ug/L

0 2 50.00 ug/L

0 2 50.00 ug/L

0 5 50.00 ug/L

0 2 50.00 ug/L

0 2 50,00 ug/L
0 2 50.00 ug/L

0 2 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L

0 5 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 3 5.00 ug/L

0 3 50.00 ug/L
0 7 50.00 ug/L
0 7 50.00 ug/L

1. 5 00 ug/L

0.5 ug/L
0.2 6 00 ug/L
0.5 ug/L
7. 2000 00 ug/L

0.3 2 00 ug/L

0.2 2 00 ug/L
5. 15 00 ug/L
2. ug/L
0.5 30 00 ug/L
7 .7 mg/L
0.43 0 30 mg/L
0.437 0 50 mg/L
0.78 mg/L
5.6 mg/L
0.6 mg/L
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' Requestor Name:!
Location :BB|GE0RGICfl WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT- BACK
Treatment: NONE

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 208-929-17-09-18

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health =======.
PFBS (Perfluorobutanesuifonic Acid).... = 2.64 50000 ng/L PFOA (Perfluorooctanoic Acid) =
PFHxs (Perfluorohexanesulfonic Acid)... = 7.66 50000 ng/L PFOS (Perfluorooctanesulfonic Acid).... =
PFHpA (Perfluoroheptanoic Acid) = 4. 6B 50000 ng/L PFNA (Perfluorononanoic Acid) <

===== Results for Sample-Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
pH-Lab.
Specific Conductivity-Lab.

Chloride (CI)

Sulfate (S04)

Nitrite (N02-N)

Nitrate

===== Results for Sample Group: SEMI-VOLATILE

1-Methylnaphthalene . <
2-Methylnapthalene <

Acenaphthene <

Acenaphthylene <
Acetochlor <

Alachlor <

Allethrin <

Anthracene <

Atrazine <

Azoxystrobin <
Benfluralin <

Benzo (A) Anthracene <

Benzo(B) Fluoranthene <

Benzo (GHI) Perylene <
Benzo(K) Fluoranthene <

Benzo (A) Pyrene <
Benzophenone , <
Benzyl butyl phthalate <
Bis (2-ethylhexyl)adipate <
Bis 12-ethylhexyl) phthalate <
Bisphenol A <
Bloc <

Bromacil . <

Butachlor <

Carbamazepine <
Carbazole <

Carisoprodol <

Chlordane <

Chlorofenvinphos <

Chloroxylenol <

Chlorpyriphos <
Chrysene <

Cyfluthrin <

Cypermethrin <

Dacthal <

Deltamethrin <

DibenzolA, H)Anthracene <

Dibutyl Phthalate. <
Dichlobenil <

Dichlorvos <

Dieldrin <

Diethyl phthalate <
Diethyitoluamide (DEET) <
Dimethyl phthalate <
Dioctyl Phthalate <
Disulfoton sulfone <

Endosulfan Sulfate <

6.2 N/A

79. umho/u

37. 250.00 mg/L
4. 250.00 mg/L
0.05 1.00 mg/L
2.2 10.00 mg/L

E ORGANICS METHOD 525

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L

0.1 3.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.02 0.20 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
3.0 6.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50,00 ug/L
0.5 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 • 50.00 ug/L
0.2 50.00 ug/L

RESULTS CONTINUED ON NEXT PAGE.

Bromide = 0.324

cm Orthophosphate <
Fluoride <

T. Alkalinity =
Hexavalent Chromium =

Chlorate <

analyzed by Suffolk County Department of Health Services
EPTC , < 0.2

Ethofumesate < 0.2

Ethyl Parathion < 0,2
Fluoranthene < 0.2

Fluorene < 0,2

Hexachlorobenzene < 0.1

Hexachlorocyclopentadiene < 0.1
Hexachloroethane < 1.0

Hexazinone , < 1,0

Indeno (1, 2,3-cd) Pyrene < 0.2
Iodofenphos < 0.2
Iprodione < 0.5

Isofenphos < 0.5

Kelthane < 0.5

Malathion < 0.5

Metalaxyl < 0.2

Methoprene < 0.2

Methoxychlor < 0.1

Methyl Parathion < 0.2

Metolachlor < 0,2
Naled (Dibrom) < 0.2

Napropamide ,, < 0.2

Pendimethalin < 0.2

Pentachlorobenzene < 0,2

Pentachloronitrobenzene ,,,, < 0.2

Perrnethrin < 0.2

Phenanthrene < Q.2

Piperonyl butoxide < 0.5
Prometon , , < 0.5

Prometryne < 0,2
Propachlor < 0,2

Propiconazole (Tilt) < 0.2
Pyrene , c 0.5

Resmethrin < 0.2
Ronstar < 0.2

Simazine < 0.07

Sumi thrin , < 0.2

Tebuthiuron , < 0.5

Terbacil < 0.5

Trladimefon < 0.5
Triclosan , < 0,5
Trifluralin < 0.5

Vinclozolin < o.5

Total Triazines + Metabolites (Calc).., < 0.
Etofenprox , < 0,2

Etofenprox alpha-CO < 0.2

Prallethrin < o.2

0,1

0.1

7 ,

0.19

0.05

-50000 ng/L

/ 50000 ng/L
50000 ng/L

mg/L

mg/L

2.20 mg/L

mg/L

ug/L
mg/L

50.00

50.00

50.00

50.00

50.00

1.00

5.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4 .00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4 .00

50.00

50.00

50.00

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name; |
Locatioru^BbEORGICA WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT- BACK
Treatment: NONE

Request No.
Sample Date: 09/16/2017
Sanitarian: ABAZIS

Field No.: 208-929-17-09-1E

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03, ' *' symbol means level found exceeds the maximum contaminant level (MCL) , or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L, Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE
Chlorodifluoromethane <

Dichlorodifluoromethane <

Chloroethane <

Bromomethane <

Chloromethane <

Trichlorofluoromethane <

Vinyl Chloride <
Methylene Chloride <
1,1 Dichloroethane <

trans 1,2 Dichloroethene, , <
Chloroform. =

1, 2 Dichloroethane <
1.1.1 Trichloroethane <

Carbon Tetrachloride <

l-Bromo-2-Chlorcethane <

1,2 Dichloropropane <

Trichloroethene <

Chlorodibromomethane ,.,,., ^ ... , <

2-Bromo-l-Chloropropane <

Bromoform <

Tetrachloroethene <

cis-1, 2-Dichloroethene <

Freon 113. , <

Dibromomethane <

1,] Dichloropropene <

Methyl Isothiocyanate <
Carbon Disulfide <

Methyl Methacrylate <

1,1 Dichloroethene <

Bromodichloromethane <

2,3 Dichloropropene <
cis-1, 3-Dichloropropene <
trans-1, 3-Dichloropropene <
1.1.2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1, 2, 2-Tetrachloroethane <

1.2.3 Trichloropropane <

2,2 Dichloropropane <

1,3 Dichloropropane ,... <

Bromochloromethane <

Benzene <

Toluene <

ORGANICS analyzed by Suffolk
0.5 5.00 ug/L

0.5 5.00 uq/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 2.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
2.1 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 B0.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L .

0.5 5.00 ug/L
2. 50.00 ug/L
0.5 ug/L
0.5 50.00 ug/L

0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

County Department of Health Services ========

Chlorobenzene <

Ethylbenzene ,. <

o-Xylene. , <

m i p-Xylene ,. <

Total Xylenes <

2-Chlorotoluene, <

4-Chlorotoluene <

Diethyl Ether , <
Acrylonitrile <

Ethyl Methacrylate <

1,3,5 Trimethylbenzene , <

1,2,4 Trimethylbenzene..., <

1,2 Dichlorobenzene (o).., <
1,3-Dichlorobenzene (m) <

1,4-Dichlorobenzene (p) <

p-Diethylbenzene <

1,2,4,5 Tetramethylbenzene <

1,2,4 Trichlorobenzene <

1,2,3 Trichlorobenzene <

Ethenylbenzene (Styrene) <

Isopropylbenzene ,..,,. ,, <

n-Propylbenzene . <

tert-Butylbenzene <

sec-Butylbenzene <

p-Isopropyltoluene <

n-Butylbenzene <

Hexachlorobutadiene <

Methyl-Tert-Butyl-Ether (MTBE) <
Naphthalene <

1, 4-Dichlorobutane , , <

Methyl Sulfide <

Dimethyldisulfide , <

Bromobenzene <

2-Butanone (MEK) <

Tetrahydrofuran <
Allyl chloride <

Methacrylonitrile <

d-Limonene <

Propanal <

Isobutane <

n-Butane <

Result MCL

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5,00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0,5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 10.00 ug/L

0.5 50.00 ug/L

0.5 5.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L

20. 50.00 ug/L
20. 50.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0,5 50.00 ug/L
15. 50,00 ug/L

2. 50.00 ug/L

2, 50.00 ug/L
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Requestor Name:|
Location:^MGE0RGICA WOODS LANE,
Sample Location: OUTDOOR SPIGOT
Treatment: NONE

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

WAINSCOTT

Request No.
Sample Date: 10/26/2017
Sanitarian: ABAZIS

Field No.: 002-929-17-10-26

Survey #: SV0317

Note8: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

=- Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health —=•
PFBS (Perfluorobutanesuifonic Acidl.... - 2.18 50000 ng/L PFOA (Perfluorooctanoic Acid)
PFHxs (Perfluorohexanesulfonic Acid)... - 6,22 50000 ng/L PFOS (Perfluorooctanesulfonic Acid).,
PFHpA (Perfluoroheptanoic Acid) - 4.36 50000 ng/L PFNA (Perfluorononanoic Acid)

Result

15.6

30.1

2.

MCL

50000 ng/L
50000 ng/L
50000 ng/L
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700053985-SR-1

Report Date: 11/28/2017

Report retrieved via NYSDOH Health Commerce System by hina|c01 on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 002-929-171026

Location/Project/Facility Na
Sampling Location Details"_
•GEORGICA WOODS LANE
WJNSCOTT NY 11975
Chlorinated: No

1026

OUTDOOR SPIGOT

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 10/26/2017 10:50
Date received: 10/31/2017 14:00

Additional lnfo:(

. ,.- FINAL LABORATORY REPORT,: |;^-- ' . '.&,

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700053985-01

Received Temperature (°C):

Lab Tracking Id: 002929171026

5.3

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/6/2017 Analysis Date: 11/6/2017

Perfluorobutanesuifonic acid (PFBS): 2.18 ng/L

Perfluorohexanesulfonic acid (PFHxS): 6.22 ng/L

Perfluoroheptanoic acid (PFHpA): 4.36 ng/L

Perfluorooctanoic acid (PFOA): 15.6 ng/L

Perfluorooctanesulfonic acid (PFOS): 30.1 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

y fbi NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

' _•_ " ' ;.; END OF REPORT^ *y : ;;r . '. ,• ,\}-
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 1220B
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700055662-SR-1

Report Date: 12/13/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 301-850-171108

Location/Project/Facility Name: 301850171108
Sampling Location Details:VBHHi KITCHEN TAP

fGEORGICA WOODS LN
AINSCOTT NY 11975

Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700055662-01

Received Temperature (°C):

Lab Tracking Id: 301850171108

3.8

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 11/08/2017 09:30
Date received: 11/10/2017 11:15

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518^473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/15/2017 Analysis Date: 11/16/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 2.20 ng/L

Perfluorooctanesulfonic acid (PFOS): 16.6 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

Page 1 of 1

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS,as per ISO 25101:2009 (E) method.This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonicacid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. Ail six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental LaboratoryApproval Program

The Laboratory Director authorizes the release of this report. The results inthis report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700056535-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02701/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 336-847-171113 Dup

Location/Project/Facility Name: 33684717111;
Sampling Location Details:

^GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700056535-01

Received Temperature (°C):

Lab Tracking Id: 336847171113DUP

BATHROOM TAP

7.8

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 11/13/2017 10:10
Date received: 11/17/2017 14:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 2.92 ng/L

Perfluorooctanesulfonic acid (PFOS): 3.05 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingsriands, NY 12159
CLIA#33D2005935

Report No: EHS1700056534-SR-1

Report Date: 01/08/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitters Reference Number: 336-847-171113

Location/Project/Facility Name: 336847171113
Sampling Location Details: ""

•GEORGICA WOODS LANE
VVAINSCOTT NY 11975

Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700056534-01

Received Temperature (°C):

Lab Tracking Id: 336847171113

BATHROOM TAP

6.3

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 11/13/2017 10:10

Date received: 11/17/2017 14:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/21/2017 Analysis Date: 11/21/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 1.93 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 3.12 ng/L

Perfluorooctanesulfonic acid (PFOS): 3.07 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700055663-SR-1

Report Date: 12/13/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 301-850-171108 Dup

Location/Project/Facility Name: 301850171108
Sampling Location Details4HBHB»<- KITCHENTAP

«GEORGICA WOODS LN

AINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAPID: 10763

Sample Id: EHS1700055663-01

Received Temperature (°C):

Lab Tracking Id: 301850171108DUP

3.3

Public Water Systems (BWSP)

County: SUFFOLK
Submitted by: KAROL M. SARIAN
Collected by:

Grab/Collection Date: 11/08/2017 09:30
Date received: 11/10/2017 11:15

Laboratory of Organic Analytical Chemistry
Lab Director Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/15/2017 Analysis Date: 11/16/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): 2.11 ng/L

Perfluorooctanesulfonic acid (PFOS): 15.9 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Directorauthorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 3300654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700048545-SR-1

Report Date: 10/06/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 10/18/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 206-929-170918 Dup

Location/Project/Facility N
Sampling Location Details
• GEORGICA WOODS
WAINSCOTT NY 11975
Chlorinated: No

gama^Ofifi2aiZfl9

LAN:-

18

OUTDOOR SPIGOT

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/18/2017 10:10
Date received: 09/27/2017 11:25

Additional Info:

Page 1 of 1

WWWWWB^HWBMWBaBBftoRATORrwuK^ ' . . . . ,

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700048545-01

Received Temperature (°C): 3.7

Lab Tracking Id: 206929170918DUP

Laboratory ofOrganic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

MmS^SSXSSmS^ EmS!" DrinkinS Wat6r bV '^ Perf°— Liquid Chromatography (UPLC) Tandem
Start Date: 10/2/2017 Analysis Date: 10/2/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.56 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooctanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid(PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
fflSpiSS'SS?™i yuonnate(t C?!™3'5 ^Cs): Perfluorobutanesuifonic acid (PFBsj, perfluorohexanesulfonicacid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory These other PFCs may have been detected at, very low concentrations-EPA has not established health
fllf^flonSms56 Chem'CalS' A" SiX PFCs are effective|y re™ved fr°™ ^i^ing wafer by granufar aSd carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sampleTubmittedto the laboratory.
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor
Location ^HSEORGICA WOODS LANE, WAINSCOTT
Sample Location; OUTDOOR SPIGOT
Treatment: NONE

orNam

-iflic
Request No.:
Sample Date: 09/11/2017
Sanitarian: ABAZIS

Field No.: 195-929-17-09-11

Survey ft: SV0317

Notes: '<< symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

===== Results for Sample Group: ALDICARB E
Total Aldicarb (calc) <

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone , <

Carbofuran <

3-Hydroxycarbofuran <
Oxamyl <

Result MCL

TICIDE3 analyzed by
0.0 ug/L

0.5 3.00 ug/L
0.5 4.00 ug/L
0.5 2.00 ug/L
0.5 40.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

Carbaryl <
1-Naphthol <

Methomyl <
Propoxur (Baygon) <

Methiocarb <

Methiocarb sulfone <

Result MCL

0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

===== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services ==========
TColi < ABSENT ABSENT EColi < ABSENT ABSENT

Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
alpha-BHC <

beta-BHC <

gamma-BHC (Lindane) <
delta-BHC <

Heptachlor <

Heptachlor epoxide. <
Aldrin <

Dieldrin <

Endosulfan I <

Dacthal <

4,4-DDE <

0,2 5.00 ug/L
0.2 5.00 ug/L
0.02 0,20 ug/L
0.2 5.00 ug/L
0.04 0.40 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L

0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

4,<9-DDD <

4,4-DDT <

Endrin <

Chlordane <

Alachlor <

Methoxychlor <

Endosulfan II , <

Endosulfan Sulfate <
1, 2-dibromoethane <

1,2-dibromo-3-chloropropane <

0.2 5.00 ug/L
0.2 5.00 ug/L
0.01 2.00 ug/L
0.2 2.00 ug/L
0.2 2.00 ug/L
0.1 4 0.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.01 0.05 ug/L
0.02 0.20 ug/L

===== Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services
Monomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid 50.00 ug/L

===== Results for Sample Group: DIOXANE analyzed by Suffolk County Department of Health Services
1,4-Dioxane < o.l 50.00 ug/L

===== Results for Sample Group: HERBICIDE

Didealkylatrazine (G-28273) <

Deisopropylatrazine (G-28279) <
Desethylatrazine (G-30033) <

Imidacloprid <

Imidacloprid Urea <

Alachlor OA (Oxanilic Acid) <
Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-3773S) <

Metolachlor OA (CGA-51202) <
Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <
Metolachlor metabolite (CGA-40172) <

Metolachlor metabolite (CGA-67125) <
2-HydroxyAtrazine (G-34048) <
Malaoxon <

Trichlorfon <
Siduron <

Dichlorvos <

Propamocarb hydrochloride <

2, 6-Dichlorobenzamide <
Ibuprofen <

Gemfibrozil <

Metalaxyl <

===== Results for Sample Group: METALS ana
Lithium <

Beryllium IBe] <

Aluminum (Al) =

Titanium (Ti) <

Vanadium (V) <

Chromium (Cr) , <

Manganese (Mn) =

Cobalt (Co) <

Nickel (Ni) =

Copper (Cu) -
Zinc (Zn) =

Germanium , <

Arsenic (As) <

Selenium (Se) <

Strontium =

Molybdenum (Mo) <
Silver (Ag) <

RESULTS CONTINUED ON NEXT PAGE....

"1ETAB0LITES analyzed by
0.8 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L
0.2 50.00 ug/L
0.3 50,00 ug/L
0.3 50.00 ug/L
0.6 50.00 ug/L
0.3 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L

yzed by Suffolk County
1. ug/L
0.2 4 .00 ug/L
6. ug/L
1. ug/L
1. ug/L
1. 100.00 ug/L
0.003 0.30 mg/L
1. ug/L
0. 6 100.00 ug/L

258. 1300.00 ug/L
26. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1. 50.00 ug/L

18.4 ug/L

1. ug/L.
2.5 100.00 ug/L

Suffolk County Department of Health Services -=====.=-.
Metolachlor < 0.2

Tebuthiuron < 0.3
Caffeine < rj.2

Dinoseb < o.3

Bisphenol A < 0.2
Diuron < 0.2

Phenytoin (Dilantin) < 0.2
4-Hydroxyphenytoin < 0.5

Diethyltoluamide (DEBT) < 0.2

Acetaminophen. ,, < 0,2
Bisphenol B < 0.2
Estrone < 0.2

17 alpha Ethynylestradiol < 0.5
Diethylstilbestrol < 0.5
17 beta Estradiol * < 0.5

4-Androstene-3,17-dione < 0.2
Picaridin < 0 .2

Propachlor ESA < 0.2
Propachlor OA........ , < 0.3

Testosterone < 0.3
Equilin < Q(7
Estriol < 0.7

50.00

50.00

50,00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50.00

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

Department of Health Services =======*============

Cadmium (Cd) <
Tin <

Antimony (Sb) <

Tellurium <

Barium (Ba) =
Mercury (Hg) <

Thallium (Tl) <
Lead (Pb] -

Thorium (Th) <
Uranium <

Calcium =

Iron (Fe) <

Iron + Manganese (Combined, Calc) =
Potassium =

Magnesium =

Sodium (Na) _

1. 5.00 ug/L
0.5 ug/L
0.2 6,00 ug/L
0.5 ug/L

12. 2000.00 ug/L
0.3 2.00 ug/L
0.2 2.00 ug/L
1. 15.00 ug/L
2. ug/L
0.5 30,00 ug/L
3.0 mg/L
0.1 0.30 mg/L
0.003 0.50 mg/L
0.6 mg/L
2.4 mg/L
6.4 mg/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SEHVICBS - WATER ANALYSIS

Requestor^N^ne
Location ^JsEORGICA WOODS LANE,
Sample Location: OUTDOOR SPIGOT
Treatment: NONE

WAINSCOTT

Request No.
Sample Date: 09/11/2017
Sanitarian: ABAZIS

Field No.: 195-929-17-09-11

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health —»===.
PFBS (Perfluorobutanesuifonic Acid) ..., < 1.77 50000 ng/L PFOA (Perfluorooctanoic Acid)
PFHxs (Perfluorohexanesulfonic Acid) .. . < 1,89 50000 ng/L PFOS (Perfluorooctanesulfonic Acid) ... .
PFHpA (Perfluoroheptanoic Acid) < 2. 50000 ng/L PFNA (Perfluorononanoic Acid)

Result MCI

2. 50000 ng/L
2 .52 50000 ng/L
2. 50000 ng/L

0.05 mg/L
0.1 mg/L
0.1 2.20 mg/L
5. mg/L
0.04 ug/L
0.05 mg/L

Services = ======

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.1 1.00 ug/L
0.1 5.00 ug/L
1.0 5.00 ug/L
1.0 50.00 ug/L
0.2 50,00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00. ug/L
0.1 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.07 4.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L
0,5 50.00 ug/L
0,5 50,00 ug/L
0.5 50.00 ug/L'
0,5 50.00 ug/L
0. 4 .00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
pH-Lab.

Specific Conductivity-Lab.

Chloride (CI)

Sulfate (S04)

Nitrite (N02-N)
Nitrate

6.1 N/A Bromide <

79. umho/u cm Orthophosphate . <
10. 250.00 mg/L Fluoride <
9. 250.00 mg/L T. Alkalinity -
0.05 1.00 mg/L Kexavalent Chromium =
0.64 10.00 mg/L Chlorate <

Results for Sample Group; SEMI-VOLATILE ORGANICS
1-Methylnaphthaiene < 0.2
2-Methylnapthalene < 0.2
Acenaphthene < 0.2
Acenaphtbylene < 0.2

Acetochlor < 0.2

Alachlor ., < 0.2

Allethrin < ' 0.2

Anthracene , < 0.5

Atrazine ,, < 0,1

Azoxystrobin < 0.2

Benfluralin < 0.5

Benzo (A)Anthracene ,, <

Benzo (B) Fluoranthene , <
Benzo (GHI)Perylene <
Benzo(K) Fluoranthene <

Benzo (A) Pyrene <
Benzophenone <

Benzyl butyl phthalate. <
Bis(2-ethylhexyl) adipate <
Bis(2-ethylhexyl) phthalate <
Bisphenol A <

Bloc <

Bromaci 1. .. <

Butachlor <

Carbamazepine <
Carbazole <

Carisoprodol < 0.5
Chlordane < 0.2

Chlorofenvinphos < 0.2

Chloroxylenol ,..,,. < 0,2
Chlorpyriphos < 0.2
Chrysene < 0,2

Cyfluthrin < 0.2

Cypermethrin < 0.5

Dacthal < 0.2

Deltamethrin < 0.5

Dibenzo(A, H)Anthracene < 0,2

Dibutyl Phthalate < l.o
Dichlobenil < 0.2

Dichlorvos < 0.5

Dieldrin , < 0.2

Diethyl phthalate < 1.0
Diethyltoluamide (DEET) < 0.2
Dimethyl phthalate < 0.2

Dioctyl Phthalate < 0.2

Disulfoton sulfone < 0.2
Endosulfan Sulfate < 0.2

RESULTS CONTINUED ON NEXT PAGE. ...

0

0

0

0

0

0

0.2

0.5

3.0

0,5

0.2

0.5

0.2

0.5

0.2

METHOD 525

00 ug/L
00 ug/L

00 ug/L
00 ug/L

00 ug/L

00 ug/L

00 ug/L
00 ug/L
.00 ug/L

00 ug/L
.00 ug/L

00 ug/L

00 ug/L

00 ug/L

00 ug/L
20 ug/L

00 ug/L
00 ug/L
00 ug/L

.00 ug/L

00 ug/L

00 ug/L
00 ug/L

00 ug/L
.00 ug/L

.00 ug/L

.00 ug/L

00 ug/L
.00 ug/L

00 ug/L

00 ug/L
00 ug/L

00 ug/L

00 ug/L

00 ug/L

00 ug/L
00 ug/L
00 ug/L

00 ug/L
00

00

analyzed by Suffolk County Department of Health
EPTC <

Ethofumesate <

Ethyl Parathion <
Fluoranthene • <:

Fluorene <

Hexachlorobenzene <

Hexachlorocyclopentadiene <
Hexachloroethane <

Hexazinone. ,. ,, <

Indeno(1,2,3-cd)Pyrene,.., <
Iodofenphos <

Iprodione ,,.,. <
Isofenphos <

Kelthane <

Malathion <

Metalaxyl <

Methoprene <
Methoxychlor <

Methyl Parathion <

Metolachlor <

Naled (Dibrom) <

Napropamide <
Pendimethalin, <

Per.tachlorobenzene <

Pentachloronitrobenzene <
Permethrin <

Phenanthrene <

Piperonyl butoxide. . <
Prometon , <

Prometryne , <
Propachlor. <
Propiconazole (Tilt) <

Pyrene ,. <

Resmethrin . <

Ronstar <

Simazine <
Sumithrin ,, <

Tebuthiuron <

Terbacil <

ug/L Triadimefon <
ug/L Triclosan <

00 ug/L Trifluralin <
00 ug/L Vinclozolin <

00 ug/L Total Triazines + Metabolites (Calc)... <
00 ug/L Etofenprox <
00 ug/L Etofenprox alpha-CO <
00 ug/L Prallethrin <
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Narr
HgEORGICA WOODS LANE, WAINSCOTT
^me

Location

Sample Location
Treatment; NONE

OUTDOOR SPIGOT

Request No.
Sample Date: 09/11/2017
Sanitarian: ABA2IS

Field No.; 195-929-17-09-11

Survey #; SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as rag/L as CaC03. •*' symbol means level found exceeds the maximum contaminant level (MCL)f or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

RESULTS CONTINUED FROM PRECEDING PAGE

«««« Results for Sample Group; VOLATILE C
Chlorodifluoromethane , . , <

Dichlorodifluoromethane <

Chloroethane '..,.,, <
Bromomethane <

Chloromethane <

Trichlorofluoromethane <

Vinyl Chloride <
Methylene Chloride <
1,1 Dichloroethane <

trans 1,2 Dichloroethene <

Chloroform =

1, 2 Dichloroethane <

1, 1,1 Trichloroethane <

Carbon Tetrachloride <

l-Brorr.o-2-Chloroethane <

1, 2 Dichloropropane <
Trichloroethene <

Chlorodibromomethane <

2-Bromo-l-Chloropropane <
Bromoform <

Tetrachloroethene <

cis-1, 2-Dichloroethene , <

Freon 113 <

Dibromomethane <

1,1 Dichloropropene , <

Methyl Isothiocyanate <
Carbon Disulfide <

Methyl Methacrylate <
1, 1 Dichloroethene <

Bromodichloromethane <

2,3 Dichloropropene <

cis-1, 3-Dichioropropene <

trans-1, 3-Dichloropropene <
1,1,2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1,2, 2-Tetrachloroethane <

1, 2,3 Trichloropropane <
2,2 Dichloropropane <

1,3 Dichloropropane <
Bromochloromethane <

Benzene <

Toluene <

Result MCL

ANICS analyzed by Suffolk
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 2.00 ug/L

2.0 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

1.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0,5 5.00 ug/L
2. 50.00 ug/L

0.5 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5,00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

Result MCL

County Department of Health Services ======================

Chlorobenzene < 0,5 5.00

Ethylbenzene < 0.5 5.00

o-Xylene < 0.5 5.00
m & p-Xylene < 0.5 5.00

Total Xylenes < 0.5 5.00

2-Chlorotoluene < 0.5 5.00

4-Chlorotoluene < 0.5 5.00

Diethyl Ether < 0.5 50.00

Acrylonitrile < 0.5 5.00

Ethyl Methacrylate < 0.5 50 .00
1,3,5 Trimethylbenzene < 0.5 5.00

1,2,4 Trimethylbenzene < 0.5 5.00

1,2 Dichlorobenzene (o) < 0.5 5.00

1,3-Dichlorobenzene (m) < 0.5 5.00

1,4-Dichlorobenzene (p) < 0.5 5.00
p-Diethylbenzene . < 0 .

1,2,4,5 Tetramethylbenzene < 0 .

1,2,4 Trichlorobenzene < 0.

1,2,3 Trichlorobenzene < 0 .

Ethenylbenzene (Styrene) < 0.

Isopropylbenzene < 0 .

n-Propylbenzene < 0 .

tert-Butylbenzene .,,,...,,,,, < 0 .

sec-Butylbenzene < 0.

p-Isopropyltoluene < 0.

n-Butylbenzene < 0.

Hexachlorobutadiene . < 0.

Methyl-Tert-Butyl-Ether (MTBE) < 0.
Naphthalene < 0.
1,4-Dichlorobutane < 0,

Methyl Sulfide < 0 .

Dimethyldisulfide < 0.
Bromobenzene < 0 .

2-Butanone (MEK) < 20.

Tetrahydrofuran < 20 .

Ally! chloride < 0.5 5,00

Methacrylonitrile < 0.5 5.00

d-Limonene < 0.5 50 .00

Propanal < 15. 50.00

Isobutane < 2. 50.00

n-Butane < 2 . 50.00

5.00

5.00

5.00

5.00

10.00

50.00

5.00

50.00

50.00

5.00

50.00

50.00

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L
ug/L

ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name:
Location:BBCE0KGICA WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT- BACK
Treatment: NONE

Request No.
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 206-923-17-09-18

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L - milligrams per liter; ug/L - micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Results for Sample Group: ALDICARB PESTICIDES analyzed by Suffolk County Department of Health Services ========.==«=..«.=—===
Total Aldicarb (calc) <

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran. . , <

3-Hydroxycarbofuran, <

Oxamyl <

ResuIt MCL

TICIDES analyzed by

0.0 ug/L
0.5 3.00 ug/L

0.5 4.00 ug/L
0.5 2.00 ug/L

0.5 40.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

ResuIt MCL

-_==_*== =====

0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 uq/L

Carbaryl <
1-Naphthol <

Methomyl <

Propoxur (Baygon) <
Methiocarb <

Methiocarb sulfone <

===== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services
TColl < ABSENT ABSENT EColi c

-«=— Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
alpha-BHC <

beta-BHC <

gamma-BHC (Lindane) <

delta-BHC <

Heptachlor <
Heptachlor epoxide <

Aldrin <

Dieldrin <

Endosulfan I <

Dacthal <

4,4-DDE <

< ABSENT ABSENT

< 0.2 5.00 ug/L
< 0.2 5.00 ug/L
< 0.01 2.00 ug/L
< 0.2 2.00 ug/L
< 0.2 2.00 ug/L
< 0.1 4 0.00 ug/L
< 0.2 5.00 ug/L
< 0.2 50.00 ug/L
< 0.01 0.05 ug/L
< 0.02 0.20 ug/L

0,2 5.00 ug/L

0,2 5.00 ug/L
0.02 0.20 ug/L
0,2 5.00 ug/L
0.04 0.40 ug/L
0.02 0.20 ug/L
0.2 5.00 ug/L

0.2 50.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

4,4-DDD

4,4-DDT

Endrin

Chlordane

Alachlor

Methoxychlor <

Endosulfan II

Endosulfan Sulfate

1,2-dibromoethane, <

l,2-dibromo-3-chloropropane

.-.=..= Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services
Monomethyitetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid

===== Results for Sample Group: DIOXANE analyzed by Suffolk County
1,4-Dioxane < 0.1 50.00 ug/L

Department of Health Services ============

===== Results for Sample Group: HERBICIDE

Didealkylatrazine (G-28273) <

Deisopropylatrazine (G-28279) <
Desethylatrazlne (G-30033) .,, <
Imidacloprid <

Imidacloprid Urea <

Alachlor OA (Oxanilic Acid) <

Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-37735) <

Metolachlor OA (CGA-51202) <

Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <

Metolachlor metabolite (CGA-40172) <

Metolachlor metabolite (CGA-67125) <

2-HydroxyAtrazine (G-34048) <

Malaoxon <

Trichlorfon <

Siduron <

Dichlorvos <

Propamocarb hydrochloride <

2,6-Dichlorobenzamide..,, <

Ibuprofen <

Gemfibrozil <

Metalaxyl <

===== Results for Sample Group: METALS ana
Lithium <

Beryllium (Be) <
Aluminum (Al) <

Titanium (Ti) <

Vanadium (V) <

Chromium (Cr) <

Manganese (Mn) =

Cobalt (Co) <

Nickel (Ni) <

Copper (Cu) =

Zinc (Zn) =

Germanium <

Arsenic (As) <

Selenium (Se} <

Strontium =

Molybdenum (Mo) <

Silver (Ag) <

RESULTS CONTINUED ON NEXT PAGE.

1ETAB0H rES analyzed by

0.8 50.00 ug/L

0.2 50.00 ug/L

o.<\ 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.4 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L

0.3 50.00 ug/L

0.3 50.00 ug/L

0.3 50.00 ug/L

0.3 50.00 ug/L
0.2 50.00 ug/L
0.3 50.00 ug/L
0.3 50.00 ug/L

0.6 50.00 ug/L

0.3 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L

0.4 50.00 ug/L
0.2 50.00 ug/L

yzed by Suffolk County

1. ug/L
0.2 4.00 ug/L
5. ug/L
1. ug/L
1. ug/L
1. 100.00 ug/L

0.006 0.30 mg/L
1. ug/L
0.2 loo.oo ug/L

197. 1300.00 ug/L
19. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1. 50.00 ug/L

12.8 ug/L
1. ug/L
2.5 100.00 ug/L

Suffolk County Department of Health Services ===-
Metolachlor <

Tebuthiuron <

Caffeine <

Dinoseb <

Bisphenol A <
Diuron <

Phenytoin (Dilantin) <
4-Hydroxypbenytoin <
Diethyltoluamide (DEET) <
Acetaminophen <
Bisphenol B <:
Estrone <

17 alpha Ethynylestradiol <
Diethylstilbestrol <
17 beta Estradiol <

4-Androstene-3,17-dione , . , <

Picaridin , . <

Propachlor ESA <

Propachlor OA <

Testosterone <

Equilin <

Estriol <

Cadmium (Cd)

Tin '

Antimony (Sb}

Tellurium

Barium (Ba)

Mercury (Hg)

Thallium (Tl)

Lead (Pb)

Thorium (Th)

Uranium

Calcium .. .

Iron (Fe)

Iron •(- Manganese (Combined,
Potassium

Magnesium :

Sodium (Na) , ,

Calc).

50.00 ug/L

0 2 50.00 ug/L
0 3 50.00 ug/L
0 2 50.00 ug/L
0 3 7.00 ug/L

0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50.00 ug/L
0 5 50.00 ug/L
0 2 50,00 ug/L

0 2 50.00 ug/L
0 2 50.00 ug/L
0 2 50,00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L

0 5 50.00 ug/L
0 2 50.00 ug/L
0 2 50,00 ug/L

0 2 50.00 ug/L
0 3 5,00 ug/L
0 3 50.00 ug/L
0 7 50.00 ug/L
0 7 50.00 ug/L

1. 5.00 ug/L
0.5 ug/L

0.2 6.00 ug/L

0.5 ug/L
7. 2000.00 ug/L
0.3 2.00 ug/L
0.2 2.00 ug/L
1. 15.00 ug/L
2. ug/L

0.5 30.00 ug/L
1.7 mg/L
0.1 0.30 mg/L
0.006 0.50 mg/L

0.66 mg/L
1.5 mg/L
8.4 mg/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name:
Locationi^HGEORGICA WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT- BACK
Treatment: NONE

Request No.:I
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 206-929-17-09-1E

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health ========—==—===-=,—.=
PFBS (Perfluorobutanesuifonic Acid) ... . < 1.77 50000 ng/L PFOA (Perfluorooctanoic Acid) < 2. 50000 ng/L
PFHxs (Perfluorohexanesulfonic Acid) .. . - 2.5 50000 ng/L PFOS (Perf luorooctanesul fonic Acid) . . . . < 1.91 50000 ng/L
PFHpA (Perfluoroheptanoic Acid) < 2. 50000 ng/L PFNA (Perfluorononanoic Acid) < 2. 50000 ng/L

—•== Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
6.2 N/A

79. umho/u

12. 250.00 mg/L
7. 250.00 mg/L
0.05 1.00 mg/L

0.58 10.00 mg/L

LE ORGANICS METHOD 525

0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 2.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.1 3.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.02 0.20 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

3.0 6.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 2.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

0.05 mg/L
0.1 mg/L
0.1 2.20 mg/L
5. mg/L
0. 17 ug/L
0.05 mg/L

Services ,.======

0.2 50,00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0. 1 1.00 ug/L
0.1 5.00 ug/L
1.0 5.00 ug/L

1.0 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L
0.2 50,00 ug/L
0,1 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50,00 ug/L
0.2 50.00 ug/L

0.2 5.00 ug/L
0.2 50.00 ug/L

0.2 50,00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50,00 ug/L
0.2 50,00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50,00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.07 4,00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L
0. 4.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

pH-Lab
Specific Conductivity-Lab.
Chloride (CI)

Sulfate (S04)

Nitrite (N02-N)

Nitrate

===== Results for Sample Group: SEMI-VOLATI

1-Metnylnaphthalene . <
2-Methylnapthalene <

Acenaphthene <

Acenaphthylene <

Acetochlor <

Alachlor <

Allethrin. <

Anthracene <

Atrazine <

Azoxystrobin , <
Benfluralin , <

Benzo (A) Anthracene <

Benzo (B) Fluoranthene <

Benzo (GHI) Perylene <
Benzo(K) Fluoranthene. <

Benzo (A) Pyrene <
Benzophenone . <
Benzyl butyl phthalate <
Bis (2-ethylhexyl) adipate <
Bis(2-ethylhexyl) phthalate <
Bisphenol A <

Bloc <

Bromacil <

Butachlor <

Carbamazepine <
Carbazole <

Carisoprodol <

Chlordane <

Chlorofenvinphos <
Chloroxylenol , <
Chlorpyriphos <
Chrysene <

Cyfluthrin <
Cypermethrin <

Dacthal <

Deltamethrin , <

Dibenzo (A, H)Anthracene <

Dibutyl Phthalate <
Dichlobenil <

Dichlorvos <

Dieldrin <

Diethyl phthalate <
Diethyltoluamide (DEET) <
Dimethyl phthalate <
Dioctyl Phthalate <
Disulfoton sulfone <

Endosulfan Sulfate <

RESULTS CONTINUED ON NEXT PAGE.

Bromide <

cm Orthophosphate <
fluoride <

T. Alkalinity -

Hexavalent Chromium -

Chlorate <

analyzed by Suffolk County Department of Health
EPTC <

Ethofumesate <

Ethyl Parathion <
Fluoranthene <

Fluorene <

Hexachlorobenzene . <

Hexachlorocyclopentadiene <

Hexachloroethane <

Hexazinone <

Indeno (1,2, 3-cd) Pyrene. <
lodofenphos <

Iprodione <
Isofenphos , ,, <

Kelthane <

Malathion <

Metalaxyl. <

Methoprene <
Methoxychlor <

Methyl Parathion <

Metolachlor <

Naled (Dibrom) <

Napropamide <

Pendimethalin <

Pentachlorobenzene. .,, ..,,...,,.. <

Pentachloronitrobenzene <

Permethrin <

Phenanthrene <

Piperonyl butoxide <

Prometon <

Prometryne , <
Propachlor <

Propiconazole (Tilt) <

Pyrene <

Resmethrin <

Rcnstar <

Simazine <

Sumithrin <

Tebuthiuron, <

Terbacil <

Triadimefon <

Triclosan <

Trifluralin <

Vinclozolin <

Total Triazines + Metabolites (Calc).., <

Etofenprox <

Etofenprox alpha-CO <
Prallethrin <
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SUFFOLK COUNTY DEPARTMENT OF. HEALTH SERVICES - WATER ANALYSIS

Requestor Name I
Location i^HfcEORGICA WOODS LAME, WAINSCOTT
Sample Location; OUTDOOR SPIGOT- BACK
Treatment: NONE

Request No.;
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 206-929-17-09-16

Survey tt: SV03I7

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. r*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE

Chlorodifluoromethane <

Dichlorodifluoromethane : <

Chloroethane <

3romoinethane <

Chloromethane <

Trichlorof luoromethane <

Vinyl Chloride <
Methylene Chloride <
1, 1 Dichloroethane <

trans 1, 2 Dichloroethene <

Chloroform =

1,2 Dichloroethane <

1, l, 1 Trichloroethane <
Carbon Tetrachloride <

l-Bromo-2-Chloroethane <

1, 2 Dichloropropane <
Trichloroethene <

Chlorodibromomethane <

2-Bromo-l-Chloropropane <
Bromoform <

Tetrachloroethene <

cis-lf 2-Dichloroethene. . <

Freon 113 <

Dibromomethane <

1,1 Dichloropropene <
Methyl Isothiocyanate . <
Carbon Disulfide <

Methyl Methacrylate <
1,1 Dichloroethene <

Bromodichlorornethane <

2,3 Dichloropropene <
cis-1, 3-Dichloropropene . <

trans-1, 3-Dichloropropene <
1.1.2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1,2,2-Tetrachloroethane <

1.2.3 Trichloropropane <

2, 2 Dichloropropane <
1,3 Dichloropropane <

Bromochloromethane <

Benzene <

Toluene , <

ORGANICS analyzed by Suffolk
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 2.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
1. 9 80.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0,5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

2. 50.00 ug/L
0.5 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5,00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

Result MCL

County Department of Health Services =======================

Chlorobenzene < 0.5 5.00 ug/L
Ethylbenzene < 0.5 5.00 ug/L
o-Xylene < 0.5 5.00 ug/L
m £ p-Xylene < 0.5 5.00 ug/L
Total Xylenes < 0.5 5.00 ug/L
2-Chlorotoluene < 0.5 5.00 ug/L
4-Chlorotoluene < 0.5 5.00 ug/L
Diethyl Ether ,, < 0.5 50.00 ug/L
Acrylonitrile < 0.5 5.00 ug/L
Ethyl Methacrylate < 0.5 50.00 ug/L
1,3,5 Trimethylbenzene < 0.5 5.00 ug/L
1,2,4 Trimethylbenzene < 0.5 5.00 ug/L
1,2 Dichloroben2ene (o) < 0.5 5.00 ug/L
1,3-Dichlorobenzene (m) < 0.5 5.00 ug/L
1, 4-Dichlorobenzene (p) < 0.5 5.00 ug/L
p-Diethylbenzene < 0.5 5.00 ug/L
1,2,4,5 Tetramethylbenzene < 0.5 5.00 ug/L
1,2,4 Trichlorobenzene < 0.5 5.00 ug/L
1,2,3 Trichlorobenzene < 0.5 5.00 ug/L
Ethenylbenzene (Styrene) < 0.5 5.00 ug/L
Isopropylbenzene < 0.5 5.00 ug/L
n-Propylbenzene < 0.5 5.00 ug/L
tert-Butylben2ene < 0.5 5.00 ug/L
sec-Butylbenzene ,, < 0.5 5.00 ug/L
p-Isopropyltoluene < 0.5 5.00 ug/L
n-Butylbenzene < 0.5 5.00 ug/L
Hexachlorobutadiene < 0.5 5.00 ug/L
Methyl-Tert-Butyl-Ether (MTBE) < 0.5 10.00 ug/L
Naphthalene < 0.5 50,00 ug/L
1,4-Dichlorobutane < 0.5 5.00 ug/L
Methyl Sulfide < 0.5 50.00 ug/L
Dimethyldisulfide < 0.5 50.00 ug/L
Bromobenzene < 0.5 5.00 ug/L
2-Butanone (MEK) < 20. 50.00 ug/L
Tetrahydrofuran < 20. 50.00 ug/L
Allyl chloride < 0.5 5.00 ug/L
Methacrylonitrile < 0.5 5.00 ug/L
d-Hmonene < 0.5 50.00 ug/L
Propanal < 15. 50.00 ug/L
Isobutane < 2. 50.00 ug/L
n-Butane < 2. 50.00 ug/L
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 Slate Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700048544-SR-1

Report Date; 10/06/2017

Report retrieved via NYSDOH Health CommerceSystem by hinajcOl on 10/18/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 206-929-170918

Location/Project/Facilify Name: 206 929170918
Sampling Location Details:B[ | OUTDOOR SPIGOT
• GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700048544-01

Received Temperature (°C):

Lab Tracking Id: 206929170918

li-Vt-|...'tf-:.:Ji7.:kJj

Iffln

3.1

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/18/2017 10:10
Date received: 09/27/2017 11:25

Additional lnfo:|

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

Page 1 of 1

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 10/2/2017 Analysis Date: 10/2/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 2.50 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): " •' <2.00ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
aad (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA hasnot established health
advisories for these chemicals. All six PFCsare effectively removed from drinking waterby qranular activated carbon
filtration systems.

NYSELAP: Accredited by theNew York State Environmental Laboratory Approval Program

»mm- ^0^0^ — ?-;~- —
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 3300654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No EHS170O046474-SR-1

Report Date: 10/20/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 10/20/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110

CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 195-929-170911 Dup

Location/Project/Facility Name: 195-929-170911
Sampling Location Details:^ | OUTDOOR SPIGOT

•SEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (8WSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/11/2017 11:00
Date received: 09/13/2017 13:30

Additional Info:

Page 1 of 1

^^^^m^^m^mmmm^m^^^^^^^^m

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700046474-01

Received Temperature (°C):

Lab Tracking Id: 195929170911 DUP

9.1

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Or. David Spink 518-486-2530

Sample Type: Raw Water

fMSSSSSmSg SoSlM" Drinkin9 Wat6r bY U'tra Perf™« liquid Chromatography (UPLC) Tandem
Start Date: 9/14/2017 Analysis Date: 9/14/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L
Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L
Perfluoroheptanoic acid (PFHpA): <2.00 ng/L
Perfluorooetanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid(PFOS): 2:68 ng/L '

Perfluorononanoic acid (PFNA): <2.00 ng/L

The purpose of our sampling IS to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
Z^ four addttional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS perfluorohexanesulfonic
fatoS^P^h^ peFPran0'C ahC'd (PkFHpAJ' Pe^°romanoic acid <PFNA)that have been'vaISS by^elaboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
filtation?ystemseSe ^ A" SiX PFCS ^ effeCtiVely rem0Ved fr°m drinkin9 water SgranSar activlfed rarbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

NYSELAP

NYSELAP

HBBSBMSa^^Mffipi• *——• '•-"--! :•-;- —-11--J- - - •• -••• ••.•••••; ..•"•'••LiLJ,:.•••-•...',.•,•'/,• < . ;,,• . ':; •' __ _ .. •..•, ,. . ., ..••.'•.... :,,:.',..'.•

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to'the laboratory
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700046473-SR-1
Report Date: 10/20/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 10/20/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 195-929-170911

Location/Project/Facility Name: 195-929-170911
Sampling Location Details:BMlBBBBOUTDOOR SPIGOT
•GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/11/2017 11:00
Date received: 09/13/2017 13:30

Additional Info:

Page 1 of 1

mmmmmmmMumm^mmmPopcr — \ g j

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700046473-01

Received Temperature (°C):

Lab Tracking Id: 195929170911

9 4

Laboratory ofOrganic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Wafer

Mi^SSSSgSS^SSnln Drlnkin9 WatSf ^ U'lra Perf°rmanCe Li«Uid Chromatography (UPLC) Tandem
Start Date: 9/14/2017 Analysis Date: 9/14/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1,89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): • • <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): 2.52 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:200STfftrrn?m3j-ThJs test
Z=HU?pr5M°UQ'add^0nal Pe^uorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBsY^erfluorohexanesulfonic
flJ, Xt]u Perflu?rohDePlanoic add (PFHpA), perfluoronoanoicacid (PFNA) that have been validated by the
Ln^nr ^'f tSe f C? m?X haVe been detected al verY low concentrations-EPA has not established healthfiltration systems636 ChemlCalS A" SIX PFCs are effectively removed from drinking water by granular activated carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

W~' 7 - :
The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample' submitted'to "the laboratory
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CUA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12206
CLIA#33D2005937

Griffin Laboratory
5668 Stale Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700045277-SR-1
Report Date: 09/28/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 09/28/2017

REQUESTED BY: DIRECT'OR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 186-929-170830

Location/Project/Facility Name: 186
Sampling Location Details:•
•GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700045277-01

Received Temperature (°C):

Lab Tracking Id: 186929170830

30

RESTROOM TAP

4.4

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 08/30/2017 11:40
Date received: 09/07/2017 11:00

Additional Into:

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr DavidSpink 518-486-2530

Sample Type: Raw Water

Page 1 of 1

MJJSSS^ttM^^^l" DrmkinS ^^ ^ U"ra Perf°— Li^id Chromatography (UPLC, Tandem
Start Date: 9/8/2017 Analysis Date: 9/8/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): 3.96 ng/L
Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): 3.53 ng/L

Perfluorooctanesulfonic acid (PFOS): 2.35 ng/L
Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
L"CHU?plM0U^addi,0nal.Perflu0rinaled Chemi«ls (PFCs): perfluorobutanesuifonic acid (PFBS perfluorohexanesulfonicacid (PFHxS) perffuoroheptanoic acid (PFHpA), perfluoronoano.cacid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected atvery low concentrations-EPA has not established health
flffi" S&58* °he Ca'S' Ali SiX PFCS are effective'y remme6 from drinkln9 wat°r by gra^ar aefvated clrbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted*to the laboratory.
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA#33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CL!A# 33D2005935

Report No: EHS1700045278-SR-1

Report Date: 09/28/2017

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 09/28/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 187-929-170830

Location/Project/Facility Name: 1
Sampling Location Detailsid

^•GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

30

BATHROOM TAP

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 08/30/2017 12:10
Date received: 09/07/2017 11:00

Additional Info'

Page 1 of 1

9mm^m^^^^mmmM^mm^^^mm^^^^

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700045278-01

Received Temperature (°C):

Lab Tracking Id: 187929170830

4.8

Laboratory of Organic Analytical Chemistry
Lab Director: Dr K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

PerfluoroalkyI Substances (PFASs) in Dnnking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101 a w ^ruvj iwiaem

Start Dale: 9/8/2017 Analysis Date: 9/8/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid(PFHxS): 2.91 ng/L

Perfluoroheptanoic acid (PFHpA): <r2.00 ng/L

Perfluorooetanoic acid(PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

The purpose of our sampling is lo analyze for PFOA and/or PFOS, as per ISO 25101 2009 (E) method This test
'nrtHUdpIu0ve?dfS0nal HPeri,UOrinated,?nh^i(;a'5 (PJ;Cs>: Perfluorobulanesulfonic acid (PFBS), perfluorohexanesulfonicacid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been delected atvery low concentrations-EPA hasnot established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon

NYSELAP

NYSELAP

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in (his report relate only to the sample submitted to the laboratory
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name |
Location:(HGEORGICA woods lane, wainscott
Sample Location: BATHROOM TAP, LEFT
Treatment: ION EXCHANGE

Request No.
Sample Date: 08/30/2017
Sanitarian: ABAZIS

Field No.: 187-929-17-08-30

Survey #: SV0317

Notes: '<• symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

== Results for Sample Group: ALDICARB PESTICIDES analyzed by Suffolk County Department of Health Services
Result MCL

TICIDES analyzed by
0.0 ug/L

0.5 3.00 ug/L
0.5 4.00 ug/L

0.5 2.00 ug/L
0.5 40.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L

Total Aldicarb (calc) .. .' <

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran <

3-Hydroxycarbofuran <

Oxamyl <

—== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services
TColi < ABSENT ABSENT EColi

Carbaryl

1-Naphthol
Methomyl

Propoxur (Baygon)..

Methiocarb

Methiocarb sulfone.

Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
0.2 5.00 ug/L
0.2 5.00 ug/L
0.02 0.20 ug/L
0.2 5.00 ug/L

0.04 0.40 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L

0.2 5.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

alpha-BHC <

beta-BHC <

gamma-BHC (Lindane) <
delta-BHC <

Heptachlor <

Heptachlor epoxide <

Aldrin <

Dieldrin <

Endosulfan I <

Dacthal <

4,4-DDE <

4,4-DDD <

4,4-DDT <

Endrin <

Chlordane -• <

Alachlor <

Methoxychlor <

Endosulfan II <

Endosulfan Sulfate <

1, 2-dibromoethane <

1,2-dibromo-3-chloropropane <

===== Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services =======
Monomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid <

Result MCL

0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

ABSENT ABSENT

0.2 5.00 ug/L
0.2 5.00 ug/L

0.01 2.00 ug/L

0.2 2.00 ug/L

0.2 2.00 ug/L

0.1 40.00 ug/L
0.2 5.00 ug/L

0.2 50.00 ug/L

0.01 0.05 ug/L

0.02 0.20 ug/L

50.00 ug/L

—_— Results for Sample Group: HERBICIDE METABOLITES analy
Didealkylatrazine (G-28273) < 0.8 50.00
Deisopropylatrazine (G-28279) < 0.2 50.00
Desethylatrazine (G-30033) < 0.4 50.00
Imidacloprid < 0.2 50.00
Imidacloprid Urea < 0.2 50.00
Alachlor OA (Oxanilic Acid) < 0.4 50.00

Alachlor ESA (Sulfonic Acid) < 0.2 50.00

Metolachlor metabolite (CGA-37735) < 0.2 50.00

Metolachlor OA (CGA-51202) < 0.3 50.00

Metolachlor ESA (CGA-354743) < 0.3 50.00

Metolachlor metabolite (CGA-41638) < 0.3 50.00

Metolachlor metabolite (CGA-40172) < 0.3 50.00

Metolachlor metabolite (CGA-67125) < 0.3 50.00

2-HydroxyAtrazine (G-34048) < 0.3 50.00
Malaoxon < 0.2 50.00

Trichlorfon < 0.3 50.00

Siduron < 0.3 50.00

Dichlorvos < 0.6 50.00

Propamocarb hydrochloride < 0.3 50.00
2,6-Dichlorobenzamide < 0.5 50.00

Ibuprofen < 0.2 50.00
Gemfibrozil < 0.4 50.00

Metalaxyl < 0.2 50.00

zed by Suffolk County Department of Health Services ===============

ug/L Metolachlor < 0.2 50.00
ug/L Tebuthiuron < 0.3 50.00
ug/L Caffeine < 0.2 50.00
ug/L Dinoseb < 0.3 7.00
ug/L Bisphenol A < 0.2 50.00
ug/L Diuron < 0.2 50.00
ug/L Phenytoin (Dilantin) < 0.2 50.00
ug/L 4-Hydroxyphenytoin < 0.5 50.00
ug/L Diethyltoluamide (DEET) < 0.2 50.00
ug/L Acetaminophen < 0.2 50.00
ug/L Bisphenol B < 0.2 50.00
ug/L Estrone < 0.2 50.00
ug/L 17 alpha Ethynylestradiol < 0.5 50.00
ug/L Diethylstilbestrol < 0.5 50.00
ug/L 17 beta Estradiol - 0.7 50.00
ug/L 4-Androstene-3,17-dione < 0.2 50.00
ug/L Picaridin < 0.2 50.00
ug/L Propachlor ESA < 0.2 50.00
ug/L Propachlor OA < 0.3 5.00
ug/L Testosterone < 0.3 50.00,
ug/L Eguilin < 0.7 50.00
ug/L Estriol < 0.7 50.00
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

== Results for Sample Group: METALS analyzed by Suffolk County Department of Health Services
ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
mg/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

Cadmium (Cd) <

Tin <

Antimony (Sb) <

Tellurium <

Barium (Ba) <

Mercury (Hg) <
Thallium (Tl) <

Lead (Pb) =

Thorium (Th) <

Uranium <

Calcium <

Iron (Fe) <

Iron + Manganese (Combined, Calc) <

Potassium <

Magnesium <

Sodium (Na) =

Lithium < 1.

Beryllium (Be) < 0.2
Aluminum (Al) < 5 .

Titanium (Ti) < 1.

Vanadium (V) < 1.

Chromium (Cr) < 1.

Manganese (Mn) < 0.001

Cobalt (Co) < 1.

Nickel (Ni) < 0.2

Copper (Cu) = 104 .
Zinc (Zn) = 6.

Germanium < 2.5

Arsenic (As) < 1. 10.00

Selenium (Se) < 1. 50.00

Strontium < 1.

Molybdenum (Mo) < 1.

Silver (Ag) < 2.5 100.00

4.00

100.00

0.30

100.00

1300.00

5000 .00

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health •—« =
PFBS (Perfluorobutanesuifonic Acid) .... < 1.77 50000 ng/L PFOA (Perfluorooetanoic Acid] <
PFHxs (Perfluorohexanesulfonic Acid) ... - 2.91 50000 ng/L PFOS (Perfluorooctanesulfonic Acid) ... . <
PFHpA (Perfluoroheptanoic Acid) < 2. 50000 ng/L PFNA (Perfluorononanoic Acid) <

RESULTS CONTINUED ON NEXT PAGE.

1. 5.00 ug/L

0.5 ug/L

0.2 6.00 ug/L
0.5 ug/L
1. 2000.00 ug/L

0.3 2.00 ug/L

0.2 2.00 ug/L
1. 15.00 ug/L

2. ,ug/L
0.5 30.00 ug/L
0.1 mg/L

0.1 0.30 mg/L

0.0 0.50 mg/L
0.5 mg/L

0.1 mg/L

3.8 mg/L

2. 50000 ng/L

1.91 50000 ng/L

2. 50000 ng/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - MATER ANALYSIS

Requestor Name:

Location:MHGE0RGXCA WOODS LANE, WAINSCOTT'
Sample Location: BATHROOM TAP, LEFT
Treatment: ION EXCHANGE

Request No.
Sample Date: 08/30/2017
Sanitarian: ABAZIS

Field No.: 187-929-17-08-30

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
pH-Lab =
Specific Conductivity-Lab. =

Chloride (CI) =

Sulfate (S04) =

Nitrite (N02-N) <

Nitrate =

===== Results for Sample Group: SEMI-VOLATILI

1-Methylnaphthalene <

2-Methylnapthalene <
Acenaphthene <

Acenaphthylene <

Acetochlor <

Alachlor <

Allethrin <

Anthracene <

Atrazine <

Azoxystrobin <

Benfluralin <

Benzo (A)Anthracene <

Benzo (B)Fluoranthene <

Benzo (GHI) Perylene <
Benzo (K)Fluoranthene <

Benzo (A)Pyrene <

Benzophenone <
Benzyl butyl phthalate <

Bis (2-ethylhexyl) adipate <
Bis (2-ethylhexyl) phthalate <
Bisphenol A <

Bloc <

Bromacil <

Butachlor <

Carbamazepine <

Carbazole <

Carisoprodol ' <

Chlordane <

Chlorofenvinphos : <

Chloroxylenol <

Chlorpyriphos <
Chrysene <

Cyfluthrin <

Cypermethrin <

Dacthal <

Deltamethrin <

Dibenzo (A,H)Anthracene <

Dibutyl Phthalate <

Dichlobenil <

Dichlorvos <

Dieldrin <

Diethyl phthalate <

Diethyltoluamide (DEET) <

Dimethyl phthalate <

Dioctyl Phthalate <
Disulfoton sulfone <

Endosulfan Sulfate <

RESULTS CONTINUED ON NEXT PAGE.

Result MCL

RGANIC.3 analyzed by S

6.4 N/A

81. umho/0

14. 250.00 mg/L
4. 250.00 mg/L

0.05 1.00 mg/L

0.78 10.00 mg/L

E ORGANICS METHOD 525

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 2.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

0.1 3.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.02 0.20 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

3.0 6.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 2.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

1.0 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

Result

Bromide < 0.05

Orthophosphate < 0.1
Fluoride < 0.1

T. Alkalinity = 6.
Chlorate < 0.05

analyzed by Suffolk County Department of Health Services
EPTC < 0.2

Ethofumesate < 0.2

Ethyl Parathion < 0.2
Fluoranthene < 0.2

Fluorene <

Hexachlorobenzene <

Hexachlorocyclopentadiene <

Hexachloroethane <

Hexazinone <

Indeno(l, 2,3-cd) Pyrene <

Iodofenphos <

Iprodione <

Isofenphos <

Kelthane <

Malathion <

Metalaxyl <

Methoprene. <
Methoxychlor <

Methyl Parathion <

Metolachlor <

Naled (Dibrom) <

Napropamide <

Pendimethalin < 0 .

Pentachlorobenzene < 0

Pentachloronitrobenzene < 0

Permethrin < 0

Phenanthrene < 0.2

Piperonyl butoxide < 0.5
Prometon < 0 .

Prometryne < 0.
Propachlor < 0
Propiconazole (Tilt) < 0.
Pyrene < 0 .

Resmethrin < 0

Ronstar < 0

Simazine < 0.07

Sumithrin < 0.2

Tebuthiuron < 0.5

Terbacil < 0.5

Triadimefon < 0.5

Triclosan < 0.5

Trifluralin < 0.5

Vinclozolin < 0.5

Total Triazines + Metabolites (Calc)... < 0.

Etofenprox < 0.2
Etofenprox alpha-CO < 0.2
Prallethrm < 0.2

0.1

0.2

0.2

0.2

0.2

2

2

2

2

MCL

mg/L

mg/L

2.20 mg/L
mg/L

mg/L

50.00

50.00

50.00

50.00

50.00

1.00

5.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

4.00

50.00

50.00

50.00

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name: I
Location:^^BgEORGICA WOODS LANE, WAINSCOTT
Sample Location: BATHROOM TAP, LEFT
Treatment: ION EXCHANGE

Request No.
Sample Date: 08/30/2017
Sanitarian: ABAZIS.

Field No.: 187-929-17-08-30

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Resul

RESULTS CONTINUED FROM PRECEDING PAGE

—— Results for Sample Group: VOLATILE ORGANICS
Chlorodifluoromethane <

Dichlorodifluoromethane <

Chloroethane <

Bromomethane <

Chloromethane <

Trichlorofluoromethane <

Vinyl Chloride <
Methylene Chloride <
1,1 Dichloroethane <

trans 1,2 Dichloroethene <
Chloroform =

1, 2 Dichloroethane <

1.1.1 Trichloroethane <

Carbon Tetrachloride <

l-Bromo-2-Chloroethane <

1, 2 Dichloropropane <
Trichloroethene <

Chlorodibromomethane <

2-Bromo-l-Chloropropane <
Bromoform <

Tetrachloroethene <

cis-1, 2-Dichloroethene <

Freon 113 <

Dibromomethane <

1,1 Dichloropropene <
Methyl Isothiocyanate <

Carbon Disulfide <

Methyl Methacrylate <
1,1 Dichloroethene <

Bromodichloromethane <

2,3 Dichloropropene <
cis-1, 3-Dichloropropene <

trans-l,3-Dichloropropene <
1.1.2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1, 1,2,2-Tetrachloroethane <

1,2,3 Trichloropropane <
2,2 Dichloropropane <
1,3 Dichloropropane <

Bromochloromethane <

Benzene <

Toluene <

MCL

ANICS analyzed by Suffolk

0.5 5.00 ug/L

0.5 5.00 ug/L

,0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 2.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
2.1 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
2. 50.00 ug/L
0.5 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

County Department of Health Services ========

Chlorobenzene <

Ethylbenzene <

o-Xylene <

m & p-Xylene <

Total Xylenes <

2-Chlorotoluene <

4-Chlorotoluene <

Diethyl Ether <
Acrylonitrile <

Ethyl Methacrylate <
1,3,5 Trimethylbenzene <

1,2,4 Trimethylbenzene <
1,2 Dichlorobenzene (o) <

1,3-Dichlorobenzene (m) <

1,4-Dichlorobenzene (p) <

p-Diethylbenzene <

1,2,4,5 Tetramethylbenzene <

1,2,4 Trichlorobenzene <

1,2,3 Trichlorobenzene <

Ethenylbenzene (Styrene) <
Isopropylbenzene <

n-Propylbenzene <

tert-Butylbenzene <

sec-Butylbenzene <

p-Isopropyltoluene <

n-Butylbenzene <

Hexachlorobutadiene <

Methyl-Tert-Butyl-Ether (MTBE) <

Naphthalene <

1, 4-Dichlorobutane <

Methyl Sulfide <

Dimethyldisulfide <

Bromobenzene <

2-Butanone (MEK) <

Tetrahydrofuran <

Allyl chloride <

Methacrylonitrile <

d~Limonene <

Propanal <

Isobutane <

n-Butane <

Result MCL

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 10.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L
0.5 5.00 ug/L

20. 50.00 ug/L
20. 50.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 50.00 ug/L

15. 50.00 ug/L
2. 50.00 ug/L
2. 50.00 ug/L
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New York State Department of Health

Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700048546-SR-1
Report Date: 10/06/2017

Report retrieved via NYSDOH Health Commerce System byhinajcOl on 10/18/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 207-929-170918

Location/Project/Facility N
Sampling Location Details
• GEORGICA WOODS L
WAINSCOTT NY 11975
Chlorinated: No

amejrr79?9^riQ

-AN":
OUTDOOR SPIGOT

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/18/2017 10:40
Date received: 09/27/2017 11:25

Additional Info:I

Page 1 of 1

ry report 'smBmsm

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700048546-01

ReceivedTemperature (°C):

Lab Tracking Id: 207929170918

3.9

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. K. Kannan
Contact: Dr. David Spink 518-486-2530

Sample Type: Raw Water

^t:Tol%%m%T^f5ll'r Drinkin9 Watef bV U'tra Performance Li<^id Chromatography (UPLC) Tandem
Start Date: 10/2/2017 Analysis Date: 10/2/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS) perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory These other PFCs may have been detected at very low concentrations-EPA has not established health
filtationeSSystemseSe °hemlCalS- A" s;X PFGs are effectively removed from drinking water by granular activated carbon

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

NYSELAP

NYSELAP

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory
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Biggs Laboratory
PO Box 509
Albany, NY 12201
CLIA#33D0654341

New York State Department of Health

Wadsworth Center
David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CUA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA#33D2005935

Report No: EHS1700046475-SR-1
Report Date: 10/20/2017

Report retrieved via NYSDOH Health Commerce System byhinajcOl on 10/20/2017

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 196-929-170911

Location/Project/Facility Nan^ja6^2^liD911
Sampling Location Details:• HoUTDOOR SPIGOT

•GEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated. No

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: KATE ABAZIS
Collected by:

Grab/Collection Date: 09/11/2017 11:20
Date received: 09/13/2017 13:30

Additional lnfo:|

Page 1 of 1

'^^^^mm^^mmmmmmmw^^^^^^^^^

Biggs Laboratory
NYSELAP ID: 10763

Sample Id: EHS1700046475-01

Received Temperature (°C):

Received State:

Lab Tracking Id: 196929170911

11.7

Cooling

Laboratory of Organic Analytical Chemistry
Lab Director: Dr K. Kannan
Contact: Dr. David Spink 518-486^2530

Sample Type: Raw Water

Mas!t^^^mY^fs^T Drinkin9 Water by UUra Perf0™ ^u<« Chromatography (UPLC) Tandem
Start Date: 9/14/2017 Analysis Date: 9/14/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L
Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L
Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L
Perfluorononanoic acid (PFNA): <2.00 ng/L

The purpose of our sampling is to analyze for PFOA and/or PFOS, asper ISO 25101:2009 (El method This test
Ln^UrpPM°^add^0nal hPerfluorlnated Chemicals (PFCs): perfluorobutanesuifonic acd (PFBS perfluorohexanesulfonic
faboratorl?h'£ertZT^r™0 ?P (PhFHpAj- Perflr°noan0,C acid <PFNA)that have been validated by thelaboratory. These other PFCs may have been detected atvery low concentrations-EPA has not established health
nSnesSystemseSe em'Ca'S- A" SiX PFCS "* effective|y r^cved from drinking water by^ranulaTacfvalea carbon

NOTES:

[1 ] Sample temperature upon receipt did notmeet method specifications of 10°C.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Prograr

NYSELAP

NYSELAP

The Laboratory Dlrector authorizes the release of this report The results in this report relate only to the sample submitted to the laborato^.
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Requestor Name I
Location:||GE0RGICA WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT
Treatment: NONE

SUFFOLK COUNTY" DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No .
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 207-929-17-09-18

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level .(MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL Result MCL

Results for Sample Group: ALDICARB PESTICIDES analyzed by Suffolk County Department of Health Services
Total Aldicarb (calc),

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran <

3-Hydroxycarbofuran c

Oxamyl <

TICIDES analyzed by

0.0 ug/L

0.5 3.00 ug/L

0.5 4 .00 ug/L
0.5 2.00 ug/L
0.5 40.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L
0 5 50.00 ug/L

Carbaryl <
1-Naphthol <

Methomyl <

Propoxur (Baygon) <

Methiocarb <

Methiocarb sulfone <

===== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services ======-=».
TColi < ABSENT ABSENT EColi < ABSENT ABSENT

==== Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services
alpha-BHC,
beta-BHC <

gamma-BHC (Lindane) <

delta-BHC <

Heptachlor <

Heptachlor epoxide . <

Aldrln <

Dieldrin <

Endosul fan I............. <

Dacthal <

4,4-DDE <

0.2 5.00 ug/L
0.2 5.00 ug/L
0.02 0.20 ug/L
0.2 5.00 ug/L
0.04 0.40 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L
0.2 5,00 ug/L
0,2 50.00 ug/L

0.2 50,00 ug/L

< 0.2 5.00 ug/L
< 0.2 5.00 ug/L
< 0.01 2.00 ug/L
< 0.2 2.00 ug/L
< 0,2 2.00 ug/L
< 0.1 40.00 ug/L
< 0.2 5.00 ug/L
< 0.2 50.00 ug/L

< 0.01 0.05 ug/L
< 0.02 0,20 ug/L

4,4-DDD

4,4-DDT

Endrin <

Chlordane

Alachlor

Methoxychlor <
Endosulfan II ,

Endosulfan Sulfate ,

1,2-dibromoethane

1,2-dibromo-3-chloropropane <

—— Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Healtn Services =======
Monomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid <

===== Results for Sample Group; DIOXANE analyzed by Suffolk County Department of Health Services
1,4-Dioxane < 0.1 50.00 ug/L

--—• Results for Sample Group

Didealkylatrazine (G-28273)...

Deisopropylatrazine (G-28279) <
Desethylatrazine (G-30033) <

Imidacloprid <

Imidacloprid Urea <

Alachlor OA (Oxanilic Acid) <

Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-37735) <

Metolachlor OA (CGA-51202) <

Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <

Metolachlor metabolite (CGA-40172)..... <

Metolachlor metabolite (CGA-67125) <

2-HydroxyAtrazine (G-34048) <
Malaoxon <

Trichlorfon <

Siduron <

Dichlorvos <

Propamocarb hydrochloride.............. <

2,6-Dichlorobenzamide <

Ibuprofen <

Gemfibrozil <

Metalaxyl , <

HERBICIDE METABOLITES analyzed by

3

3

3

3

3

3

2

3

3

6

3

0.5

0.2

0.4

0.2

50.00

50,00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

ug/L

ug/L

ug/L
ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L

ug/L

ug/L
ug/L

ug/L

Suffolk County Department of Health Services ====
Metolachlor <

Tebuthiuron <

Caffeine <

Dinoseb <

Bisphenol A <

Diuron , <

Phenytoin (Dilantin) <

4-Hydroxyphenytoin , <
Diethyltoluamide (DEET) <

Acetaminophen <

Bisphenol B <

Estrone <

17 alpha Ethynylestradiol <
Diethylstilbestrol <
17 beta Estradiol <

4~Androstene-3,17-dione <

Picaridin <

Propachlor ESA <

Propachlor OA. <

Testosterone <

Equilin <
Estriol <

----- Results for Sample Group
Lithium < 1.

Beryllium (Be) < 0.2

Aluminum (AD •« 6.

Titanium (Ti) < 1.

Vanadium (V) < 1.

Chromium (Cr) < 1 .

Manganese (Mn) = 0.002

Cobalt (Co) < 1.

Nickel (Ni) < 0.2

Copper (Cu) = 185.
Zinc (Zn) - 6.

Germanium < 2.5

Arsenic (As) < 1.

Selenium (Se) < 1,

Strontium = 14.7

Molybdenum (Mo) < 1.

Silver (Ag) < 2.5

METALS analyzed by Suffolk County Department of Health Services

RESULTS CONTINUED ON NEXT PAGE...

100.00

0.30

100.00

1300.00

5000.00

10.00

50.00

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L
mg/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L

Cadmium (Cd) <

Tin <

Antimony (Sb) <

Tellurium <

Barium (Ba) =

Mercury (Hg) ,. <
Thallium (Tl) <

Lead (Pb) <

Thorium (Th) <

Uranium , <

Calcium =

Iron IFe) <

Iron + Manganese (Combined, Calc)...... =
Potassium. ,,, -

Magnesium =

Sodium (Na) =

50.00 ug/L

0.2 50.00 ug/L
0.3 50.00 ug/L
0.2 50.00 ug/L
0.3 7.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50,00 ug/L

0.2 50,00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.3 5.00 ug/L
0.3 50.00 ug/L
0.7 50.00 ug/L
0.7 50.00 ug/L

1. 5.00 ug/L
0.5 ug/L
0.2 6.00 ug/L
0.5 ug/L

12. 2000.00 ug/L
0.3 2,00 ug/L
0.2 2.00 ug/L
1. 15.00 ug/L
2. ug/L
0.5 30.00 ug/L
1.5 mg/L
0.1 0.30 mg/L
0.002 0.50 mg/L
0.55 mg/L
1.7 mg/L
6.7 mg/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name : |
Location :^MgE0RG1CA WOODS LANE,
Sample Location: ODTDOOR SPIGOT
Treatment: NONE

WAINSCOTT

Request No.
Sample Date: 09/18/2017
Sanitarian: ABAZIS
Field No.: 207-929-17-09-18

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection, mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health —

PFBS (Perfluorobutanesuifonic Acid).... < 1.77 50000 ng/L PFOA (Perfluorooetanoic Acid)
PFHxs (Perfluorohexanesulfonic Acid)... < 1.89 50000 ng/L. PFOS (Perfluorooctanesulfonic Acid)

PFHpA (Perfluoroheptanoic Acid) < 2. 50000 ng/L PFNA (Perfluorononanoic Acid)

====,„..

2 . 50000 ng/L

1.91 50000 ng/L
2. 50000 ng/L

===.=====.=======

0.05 mg/L
0.1 mg/L
0.1 2.20 mg/L
5. mg/L

0.06 ug/L
0.05 mg/L

Services ==.==«=»

0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.1 1.00 ug/L
0.1 5.00 ug/L

1.0 5.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0,2 50.00 ug/L

0.1 50,00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 5.00 ug/L

0.2 50,00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0,2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

0,2 50.00 ug/L
0.07 4.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0. 4 .00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
6.1 N/A

72, umho/0

11. 250.00 mg/L
7. 250.00 mg/L
0.05 1.00 mg/L
0.1 10. 00 mg/L

E ORGANICS METHOD 525

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L

0,5 50.00 ug/L
0.1 3.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.02 0.20 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L

3.0 6.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L

0,2 50.00 ug/L

1.0 50.00 ug/L

0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

pH-Lab

Specific Conductivity-Lab.

Chloride (CD

Sulfate (S04)

Nitrite (N02-N)

Nitrate

—=« Results for Sample Group: SEMI-VOLATI

1-Methylnaphthalene <
2-Methylnapthalene <

Acenapht.hene <

Acenaphthylene <

Acetochlor <

Alachlor <

Allethrin <

Anthracene <

Atrazine <

Azoxystrobin <
Benfluralin <

Benzo (A) Anthracene <

Benzo (B) Fluoranthene <

Benzo (GHI) Perylene <
Benzo (K) Fluoranthene <

Benzo (A) Pyrene <
Benzophenone <
Benzyl butyl phthalate <
Bis (2-ethylhexyl) adipate <

Bis (2-ethylhexyl)phthalate <

Bisphenol A •. <
Bloc <

Bromacil <

Butachlor, , <

Carbamazepine. <

Carbazoie <

Carisoprodol <

Chlordane <

Chlorofenvinphos <

Chloroxylenol <
Chlorpyriphos <

Chrysene <

Cyfluthrin <

Cypermethrin , <

Dacthal <

Deltamethrin <

Dibenzo (A, H)Anthracene <

Dibutyl Phthalate <

Dichlobenil <

Dichlorvos <

Dieldrin , <

Diethyl phthalate <
Diethyltoluamide (DEBT) <
Dimethyl phthalate <
Dioctyl Phthalate <
Disulfoton sulfone <

Endosulfan Sulfate <

RESULTS CONTINUED ON NEXT PAGE....

Bromide <

cm Orthophosphate <
Fluoride <

T. Alkalinity =
Hexavalent Chromium -

Chlorate <

analyzed by Suffolk County Department of Health

EPTC <

Ethofumesate , <

Ethyl Parathion <
Fluoranthene <

Fluorene <

Hexachlorobenzene <

Hexachlorocyclopentadiene <

Hexachloroethane <

Hexazlnone <

Indeno (1,2, 3-cd) Pyrene <

Iodofenphos <

Iprodione <

Isofenphos <

Keltftane <

Malathion <

Metalaxyl <

Methoprene <

Methoxychlor <
Methyl Parathion <

Metolachlor <

Naled (Dibrom} <

Napropamide <

Pendimethalin <

Pentachlorobenzene <

Pentachloronitrobenzene <

Permethrin <

Phenanthrene <

Piperonyl butoxide <

Prometon <

Prometryne <

Propachlor <:

Propiconazole (Tilt) <
Pyrene <

Resmethrin <

Ronstar <

Simazlne <

Sumithrin <

Tebuthiuron <

Terbacll <

Triadimefon <

Triclosan. . . , <

Trifluralin <

Vinclozolin. <

Total Triazines + Metabolites (Calc).., <

Etofenprox , <

Etofenprox alpha-CO <
Prallethrin <

SK - Exhibit 3-3(b) 
(page 188 of 208)



SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor Name:
Location :^HGEORGICA WOODS LANE,
Sample Location: OUTDOOR SPIGOT
Treatment; NONE

WAINSCOTT

Request No,:
Sample Date; 09/18/2017
Sanitarian; ABAZIS

Field No.: 207-929-17-09-1E

Survey #; SV0317

Notae: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL}, or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE C
Chlorodifluoromethane <

Dichlorodifluoromethane <

Chloroethane <

Bromomethane <

Chloromethane <

Trichlorof luoromethane <

Vinyl Chloride <
Methylene Chloride <
1.1 Dichloroethane <

trans 1,2 Dichloroethene <

Chloroform =

1.2 Dichloroethane <

l, 1,1 Trichloroethane <
Carbon Tetrachloride <

l-Bromo-2-Chloroethane , <

1,2 Dichloropropane <
Trichloroethene <

Chlorodibromoinethane <

2-Broino-l-Chloropropane <
Bromoform , , <

Tetrachloroethene , ,. . , <

cis-1, 2-Dichloroethene <

Freon 113 <

Dibromomethane <

1.1 Dichloropropene. , •;
Methyl Isothiocyanate ...,..,. <

Carbon Disulfide <

Methyl Methacrylate <

i,1 Dichloroethene <

Bromodichloromethane , <

2,3 Dichloropropene <

cis-1, 3-Dichloropropene <

trans-1, 3-Dichloropropene <

1,1,2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1,2,2-Tetrachloroethane <

1,2, 3 Trichloropropane <

2.2 Dichloropropane <

I, 3 Dichloropropane <

Bromochloromethane <

Benzene ' <

Toluene , , <

Result MCI

ANICS analyzed by Suffol

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 2.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
2.0 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 80.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
2. 50.00 ug/L

0.5 ug/L

0.5 50.00 ug/L
0.5 5.00 uc/L

0.5 80.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0,5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

County Department of Health Services ========

Chlorobenzene <

Ethylbenzene <

o-Xylene <

m 6 p-Xylene <

Total Xylenes <

2-Chlorotoluene < '

4 -Chlorotoluene <

Diethyl Ether <
Acrylonitrile <

Ethyl Methacrylate <

1,3,5 Trimethylbenzene <
1, 2, 4 Trimethylbenzene <
1,2 Dichlorobenzene (o) <

1,3-Dichlorobenzene (m) <

1,4-Dichlorobenzene (p) <
p-Diethylbenzene <

1,2,4,5 Tetrametbylbenzene <
1,2,4 Trichlorobenzene <

1,2,3 Trichlorobenzene <

Ethenylbenzene (Styrene) <

Isopropylbenzene <

n-Propylbenzene <

tert-Butylbenzene <

sec-Butylbenzene <

p-Isopropyltoluene <

n-Butylbenzene , <
Hexachlorobutadiene <

Methyl-Tert-Butyl-Ether (MTBE) <
Naphthalene <

1, 4-Dichlorobutane <

Methyl Sulfide <
Dimethyldisulfide <

Bromobenzene <

2-Butanone [MEKI <

Tetrahydrofuran <

Allyl chloride <
Methacrylonitrile <

d-Limonene. , <

Propanal <

Isobutane <

n-Butane <

Result MCL

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 10.00 ug/L

0.5 50,00 ug/L
0.5 5.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L
0.5 5.00 ug/L

20. 50.00 ug/L
20. 50.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 50.00 ug/L

15. 50.00 ug/L
2. 50.00 ug/L
2. 50.00 ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.
Sample Date: 09/18/2017
Sanitarian: ABAZIS
Field No,: 207-929-17-09-16

Requestor
Location :HHGEORGICA WOODS LANE, WAINSCOTT
Sample Location: OUTDOOR SPIGOT
Treatment: NONE

Survey if: SV0317

Notes: •<• symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

===== Results for Sample Group: ALDICARB F

Total Aldicarb (calc) <

Aldicarb <

Aldicarb-Sulfoxide <

Aldicarb-Sulfone <

Carbofuran , <

3-Hydroxycarbofuran <
Oxamyl <

Result MCL

TICIDES analyzed by

0.0 ug/L

0,5 3.00 ug/L
0.5 4.00 ug/L
0.5 2.00 ug/L
0.5 40.00 ug/L

0.5 50.00 ug/L

0,5 50.00 ug/L

Carbaryl <
1-Naphthol <
Methomyl <

Propoxur (Baygon) <
Methiocarb <

Methiocarb sulfone <

===== Results for Sample Group: BACTERIOLOGICAL analyzed by Suffolk County Department of Health Services ==========
TColi < ABSENT ABSENT EColi <

===== Results for Sample Group: CHLORINATED PESTICIDES analyzed by Suffolk County Department of Health Services —=-=-=
alpha-BHC <

beta-BHC <

gamma-SHC (Lindane) <
delta-BHC <

Heptachlor <

Heptachlor epoxide <
Aldrin <

Dieldrin <

Endosulfan I. . .• <

Dactha 1 <

4,4-DDE <

0.2 5.00 ug/L
0.2 5.00 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L
0.04 0.40 ug/L

0.02 0.20 ug/L
0.2 5.00 ug/L

0.2 50.00 ug/L

0.2 5.00 ug/L
0,2 50.00 ug/L

0.2 50.00 ug/L

4,4-DDD..

4,4-DDT..

Endrin,.,

Chlordane

Alachlor.

Methoxychlor
Endosulfan II

Endosulfan Sulfate

1,2-dibromoethane.

1,2-dibromo-3-chloropropan

===== Results for Sample Group: DACTHAL PESTICIDES analyzed by Suffolk County Department of Health Services
Monomethyltetrachloroterephthalate < 5. 50.00 ug/L Tetrachloroterephthalic acid

-«— Results for Sample Group: DI0XANE analyzed by Suffolk County Department of Health Services
1,4-Dioxane < 0.1 50.00 ug/L

===== Results for Sample Group: HERBICIDE

Didealkylatrazine (G-28273) <
Deisopropylatrazine (G-28279) <

Desethylatrazine (G-30033) <
Imidacloprid <

Imidacloprid Urea <

Alachlor OA (Oxanilic Acid) <

Alachlor ESA (Sulfonic Acid) <

Metolachlor metabolite (CGA-37735) <

Metolachlor OA (CGA-51202) <

Metolachlor ESA (CGA-354743) <

Metolachlor metabolite (CGA-41638) <

Metolachlor metabolite (CGA-40172) <

Metolachlor metabolite (CGA-67125) <

2-HydroxyAtrazine (G-34048) .'. .. <
Malaoxon <

Trichlorfon <

Siduron . <

Dichlorvos <

Propamocarb hydrochloride <

2,6-Dichlorobenzamide <

Tbuprofen <

Gemfibrozil <

Metalaxyl <

Lithium <

Beryllium (Be) <

Aluminum (Al) •

Titanium (Ti) <

Vanadium (V) <

Chromium (Cr) <

Manganese (Mn) =

Cobalt (Co) <

Nickel (Ni) <

Copper (Cu) ..... =

Zinc (Zn) -

Germanium <

Arsenic (As) <

Selenium (Se) <

Strontium =

Molybdenum (Mo) <

Silver (Ag) <

RESULTS CONTINUED ON NEXT PAGE..

METABOLITES analy zed by

0.B 50.00 ug/L

0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.4 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.3 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L

0.3 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L
0.2 50.00 ug/L

0.3 50.00 ug/L
0.3 50.00 ug/L
0.6 50.00 ug/L

0.3 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
0.4 50.00 ug/L

0,2 50.00 ug/L

lyzed by Suffolk County
1. ug/L

0.2 4.00 ug/L
6. ug/L
1. ug/L

1. ug/L
1. 100.00 ug/L

0.002 0.30 mg/L

1. ug/L
0.2 100.00 ug/L

185. 1300.00 ug/L
6. 5000.00 ug/L
2.5 ug/L
1. 10.00 ug/L
1. 50.00 ug/L

14.7 ug/L
1. ug/L

2.5 100.00 ug/L

Suffolk County Department of Health Services ====

Metolachlor <

Tebuthiuron <

Caffeine <

Dinoseb ..,.,...,, <

Bisphenol A <

Diuron <

Phenytoin (Dilantin) <
4-Hydroxyphenytoin <

Diethyltoluamide (DEET) <

Acetaminophen <

Bisphenol B <

Estrone , <

17 alpha Ethynylestradiol , <

Diethylstilbestrol <

17 beta Estradiol <

4-Androstene-3,17-dione <

Picaridin <

Propachlor ESA <

Propachlor OA <
Testosterone. <

Equilin <

Estriol <

Cadmium (Cd) <

Tin <

Antimony (Sb) .,,.....,.. <

Tellurium <

Barium [Ba) =

Mercury (Hq) <
Thallium (Tl) <

Lead (Pb) <

Thorium (Th) <

Uranium <

Calcium. =•

Iron (Fe) <

Iron + Manganese (Combined, Calc) =

Potassium =

Magnesium =
Sodium (Na) =

Result MCL

0 5 50 00 ug/L

0 5 50 00 ug/L

0 5 30 00 ug/L
0 5 50 00 ug/L
0 5 50 00 ug/L

0 5 50 00 ug/L

iBSENT ABSENT

0.2 5.00 ug/L
0.2 5.00 ug/L
0.01 2.00 ug/L
0.2 2.00 ug/L
0.2 2.00 ug/L

0.1 4 0.00 ug/L
0.2 5.00 ug/L
0.2 50.00 ug/L

0.01 0,05 ug/L

0.02 0.20 ug/L

50.00 ug/L

0.2 50.00 ug/L
0.3 50.00 ug/L

0.2 50.00 ug/L
0.3 7.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L

0.5 50.00 ug/L

0.5 50.00 ug/L

0.2 50.00 ug/L

0.2 50.00 ug/L
0.2 50,00 ug/L
0.3 5.00 ug/L
0.3 50.00 ug/L
0.7 50,00 ug/L

0.7 50.00 ug/L

1, 5.00 ug/L
0.5 ug/L
0.2 6.00 ug/L

0.5 ug/L
12. 2000.00 ug/L
0.3 2.00 ug/L

0.2 2.00 ug/L
1. 15.00 ug/L
2. ug/L

0.5 30.00 ug/L
1.5 mg/L
0.1 0.30 mg/L
0.002 0.50 mg/L
0.55 mg/L
1.7 mg/L
6.7 mg/L
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Reauestor tjami
Location:JHGEORGICA WOODS LANE,
Sample Locsition: OUTDOOR SPIGOT
Treatment: NONE

SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Request No.
Sample Date: 09/18/2017
Sanitarian: ABAZIS

Field No.: 207-929-17-09-U

WAINSCOTT Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L = micrograms per liter.
Alkalinity is reported as mg/L as CaC03. '*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 270 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established,

Result MCL Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: PERFLUORINATED COMPOUNDS analyzed by New York State Department of Health ===
PFBS (Perfluorobutanesuifonic Acid)..., < 1.77 50000 ng/L PFOA (Perfluorooetanoic Acid)
PFHxs (Perfluorohexanesulfonic Acid) .. . < 1,89 50000 ng/L PFOS (Perfluorooctanesulfonic Acid)
PFHpA (Perfluoroheptanoic Acid) < 2. 50000 ng/L PFNA (Perfluorononanoic Acid)

2.

1.91

2.

Results for Sample Group: STANDARD INORGANICS analyzed by Suffolk County Department of Health Services
pH-Lab.

Specific Conductivity-Lab.
Chloride (CI)

Sulfate (S04)

Nitrite (N02-N)

Nitrate

6.1 N/A
72. umho/u

11. 250.00 mg/L
7. 250.00 mg/L
0.05 1.00 mg/L
0.1 10,00 mg/L

E ORGANICS METHOD 525

0.2 50.00 ug/L
0.2 50,00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

0.2 50.00 ug/L

0.2 2.00 ug/L
0,2 50.00 ug/L

0.5 50.00 ug/L

0.1 3.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.5 50.00 ug/L

0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.02 0.20 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
3.0 6.00 ug/L
0,5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 2.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0,2 50.00' ug/L
0.2 50.00 ug/L
0,5 50.00 ug/L

0.2 50.00 ug/L
0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L

0.5 50.00 ug/L
0.2 50.00 ug/L
1.0 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L
0.2 50.00 ug/L

===== Results for Sample Group: SEMI-V0LA1

1-Methylnaphthalene <

2-Methylnapthalene <
Acenaphthene <

Acenaphthylene <

Acetochlor <

Alachlor <

Allethrin <

Anthracene <

Atrazine <

Azoxyst robin <

Benfluralin <

Benzo (A)Anthracene <

Benzo (B) Fluoranthene <

Benzo (GHI)Perylene <
Benzo (K) Fluoranthene <

Benzo (A) Pyrene <

Benzophenone <

Benzyl butyl phthalate <

Bis (2-ethylhexyl) adipate <

Bis (2-ethylhexyl(phthalate <
Bisphenol A <

Bloc <

Bromaci 1 <

Butachlor <

Carbamazepine. <
Carbazole <

Carisoprodol <
Chlordane <

Chlorofenvinphos <

Chloroxylenol <

Chlorpyriphos <

Ch rysene <

Cyfluthrin. <
Cypermethrin <

Dacthal <

Deltamethrin <

Dibenzo (A,H)Anthracene <

Dibutyl Phthalate <

Dichlobenil <

Dichlorvos <

Dieldrin <

Diethyl phthalate <
Dlethyltoluamide (DEET) <

Dimethyl phthalate <

Dioctyl Phthalate <

Disulfoton suifone <

Endosulfan Sulfate <

RESULTS CONTINUED ON NEXT PAGE.

Bromide < 0,05

cm Orthophosphate < 0.1
Fluoride < 0.1

T. Alkalinity = 5.

Hexavalent Chromium -

Chlorate

analyzed by Suffolk County Department of Health
EPTC < 0.2

Ethofumesate < 0.2

Ethyl Parathion < 0.2

Fluoranthene < 0.2

Fluorene < 0.2

Hexachlorobenzene < 0.1

Hexachlorocyclopentadiene < 0.1

Hexachloroethane . < 1.0

Hexazinone < 1.0

Indenod,2, 3-cd) Pyrene < 0.2
Iodofenphos < 0.2

Iprodione < 0.5

Isofenphos ,, < 0.5

Kelthane < 0.5

Malathion < 0.5

Metalaxyl < 0.2
Methoprene < 0.2

Methoxychlor < 0,1

Methyl Parathion < 0.2
Metolachlor < 0.2

Naled (Dibrom) < 0.2
Napropamide < 0,2

Pendimethalin < 0.2

Pentachlorobenzene < 0.2

Pentachloronitrobenzene < 0.2

Permethrin < 0.2

Phenanthrene < 0.2

Piperonyl butoxide < 0.5
Prometon < 0.5

Prometryne < 0.2

Propachlor < 0.2

Propiconazole (Tilt) < 0,2
Pyrene < 0.5

Resmethrin < 0.2

Ronstar < 0.2

Simazine ,.,.. < 0.07
Sumithrin , < 0.2

Tebuthiuron < 0.5

Terbacil < 0.5

Triadimefon < 0.5

Triclosan < 0.5

Trifluralin < 0.5

Vinclozolin < 0.5

Total Triazines * Metabolites (Calc)... < 0.
Etofenprox < 0.2

Etofenprox alpha-CO < 0.2
Prallethrin < 0.2

0.06

0.05

Services

50000 ng/L
50000 ng/L
50000 ng/L

mg/L

mg/L
2.20 mg/L

mg/L

ug/L
mg/L

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

50.00

5.00

50.00

50.00

50.00

50.00

50.00

50.00

50,00

50.00

50.00

50,00

50.00

50.00

4 .00

50.00

50.00

50,00

50.00

50,00

50.00

50.00

4.00

50.00

50.00

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
ug/L

ug/L

ug/L

ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L
ug/L
ug/L
ug/L
ug/L

ug/L

ug/L
ug/L
ug/L
ug/L

ug/L
ug/L

ug/L

ug/L
ug/L

ug/L
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SUFFOLK COUNTY DEPARTMENT OF HEALTH SERVICES - WATER ANALYSIS

Requestor
Location :fcHGEORGICA WOODS LANE,
Sample Location: OUTDOOR SPIGOT
Treatment: NONE

WAINSCOTT

Request No.:
Sample Date: 09/18/2017
Sanitarian: ABAZIS
Field No.: 207-929-17-09-1E

Survey #: SV0317

Notes: '<' symbol means "less than" indicating no detection. mg/L = milligrams per liter; ug/L • micrograms per liter.
Alkalinity is reported as mg/L as CaC03. •*' symbol means level found exceeds the maximum contaminant level (MCL), or
action level for lead and copper. Moderately restricted sodium diet should not exceed 210 mg/L. Severely restricted
should not exceed 20 mg/L. The MCL for nickel is a proposed limit. Any MCL's not shown below have not been established.

Result MCL

RESULTS CONTINUED FROM PRECEDING PAGE

===== Results for Sample Group: VOLATILE
Chlorodifluoromethane <

Dichlorodifluoromethane <

Chloroethane ,.,,.,..,. <

Bromomethane ,,,,,,.. <

Chloromethane <

Trichlorofluorometbane <

Vinyl Chloride <
Methylene Chloride <
1,1 Dichloroethane <

trans 1,2 Dichloroethene <

Chloroform =

1, 2 Dichloroethane <:

1.1.1 Trichloroethane <

Carbon Tetrachloride <

l-Bromo-2-Ch.loroethane <

1,2 Dichloropropane <

Trichloroethene <

Chlorodibromomethane <

2-Bromo-l-Chloropropane <
Bromoform. <

Tetrachloroethene. <

cis-1, 2-Dichloroethene <

Freon 113 <

Dibromomethane <

1;1 Dichloropropene <
Methyl Isothiocyanate <

Carbon Disulfide <

Methyl Methacrylate <

1,1 Dichloroethene <

Bromodichloromethane, <

2, 3 Dichloropropene <
cis-1, 3-Dichloropropene <
trans-1, 3-Dichloropropene <
1.1.2 Trichloroethane <

1,1,1,2 Tetrachloroethane <

1,1,2,2-Tetrachloroethane <

1.2.3 Trichloropropane <
2,2 Dichloropropane <

1,3 Dichloropropane.... <
Bromochloromethane <

Benzene , <

Toluene <

ORGANICS analyzed by Suffolk

0.5 5.00 uq/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 2.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
2.0 80.00 ug/L

0.5 5.00 uq/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 80.00 ug/L

0.5 5.00 ug/L
0.5 80.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
2. 50.00 ug/L

0.5 ug/L
0.5 50.00 ug/L
0.5 5.00 ug/L
0.5 80.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 uq/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L
0.5 5.00 ug/L

0.5 5.00 ug/L

0.5 5.00 ug/L
0.5 5.00 ug/L

Result MCL

County Department of Health Services =======================

Chlorobenzene < 0,5 5.00 uq/L
Ethylbenzene < 0.5 5.00 ug/L
o-Xylene < 0.5 5.00 ug/L
m 5 p-Xylene < 0.5 5.00 ug/L
Total Xylenes < 0.5 5.00 ug/L
2-Chlorotoluene < 0.5 5.00 ug/L
4-Chlorotoluene < 0.5 5.00 ug/L
Diethyl Ether < 0.5 50.00 ug/L
Acrylonitrile < 0.5 5.00 ug/L
Ethyl Methacrylate < 0.5 50,00 ug/L
1,3,5 Trimethylbenzene < 0.5 5.00 ug/L
1,2,1 Trimethylbenzene < 0.5 5,00 ug/L
1,2 Dichlorobenzene (o) < 0.5 5,00 ug/L
1,3-Dichlorobenzene (m) < 0.5 5.00 ug/L
1,4-Dichlorobenzene (p) < 0.5 5.00 ug/L
p-Diethylbenzene < 0.5 5.00 ug/L
1,2,4,5 Tetramethylbenzene < 0.5 5.00 ug/L
1,2,4 Trichlorobenzene < 0.5 5.00 ug/L
1,2,3 Trichlorobenzene < 0.5 5.00 ug/L
Ethenylbenzene (Styrene) < 0.5 5.00 ug/L
Isopropylbenzene < 0.5 5.00 ug/L
n-Propylbenzene < 0.5 5.00 ug/L
tert-Butylbenzene < 0.5 5.00 ug/L
sec-Butylbenzene < 0.5 5.00 ug/L
p-Isopropyl toluene < 0.5 5.00 ug/L
n-Butylbenzene < 0.5 5.00 ug/L
Hexachlorobutadiene < 0.5 5.00 ug/L
Methyl-Tert-Butyl-Ether (MTBE) < 0.5 10.00 ug/L
Naphthalene < 0.5 50.00 ug/L
1,4-Dichlorobutane < 0.5 5.00 ug/L
Methyl Sulfide < 0.5 50.00 ug/L
Dimethyldisulfide < 0.5 50.00 ug/L
Bromobenzene. '. < 0.5 5.00 ug/L
2-Butanone (MEK) < 20. 50.00 ug/L
Tetrahydrofuran < 20. 50.00 ug/L
Allyl chloride < 0.5 5.00 ug/L
Methacrylonitrile < 0.5 5.00 ug/L
d-Limonene < 0,5 50.00 ug/L
Propanal < 15. 50.00 ug/L
Isobutane < 2. 50.00 ug/L
n-Butane < 2. 50.00 ug/L
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New York State Department of Health

Wadsworth Center
Biggs Laboratory
P(3 Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700057068-SR-1

Report Date: 01/10/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 351-847-171120 Dup

Location/Project/Facility Name: 351-847-171120 DUP
Sampling Location Details:

•iGEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

REST ROOM TAP

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700057068-01

Received Temperature (°C):

Lab Tracking Id: 351847171120DUP

3.9

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A.KRAKOWSKI

Grab/Collection Date: 11/20/2017 10:15
Date received: 11/22/2017 11:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/27/2017 Analysis Date: 11/27/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoicacid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinkingwater by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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New York State Department of Health

Wadsworth Center
BiggsLaboratory
PO Box 509
Albany, NY 12201
CLIA# 33D0654341

David Axelrod Institute
120 New Scotland Avenue
Albany, NY 12208
CLIA# 33D2005937

Griffin Laboratory
5668 State Farm Road
Slingerlands, NY 12159
CLIA# 33D2005935

Report No: EHS1700057067-SR-1

Report Date: 01/10/2018

Report retrieved via NYSDOH Health Commerce System by hinajcOl on 02/01/2018

Page 1 of 1

REQUESTED BY: DIRECTOR-CEHBWSP

ATTN: LLOYD WILSON
DIRECTOR'S OFFICE
BUREAU OF WATER SUPPLY PROTECTION
ROOM 1110
CORNING TOWER - EMPIRE STATE PLAZA
ALBANY NY 12237

Submitter's Reference Number: 351-847-171120

Location/Project/Facility Name: 351-847-171120
Sampling Location Details: "~

•IGEORGICA WOODS LANE
WAINSCOTT NY 11975
Chlorinated: No

Biggs Laboratory
NYS ELAP ID: 10763

Sample Id: EHS1700057067-01

Received Temperature (°C):

Lab Tracking Id: 351847171120

REST ROOM TAP

3.3

Public Water Systems (BWSP)

County: SUFFOLK
City (or) Town: EAST HAMPTON
Submitted by: JOHN A. KRAKOWSKI

Grab/Collection Date: 11/20/2017 10:15
Date received: 11/22/2017 11:00

Laboratory of Organic Analytical Chemistry
Lab Director: Dr. David Spink
Contact: Nicole Cairns 518-473-0323

Sample Type: Finished Water

PerfluoroalkyI Substances (PFASs) in Drinking Water by Ultra Performance Liquid Chromatography (UPLC) Tandem
Mass Spectrometry (MS/MS): ISO 25101

Start Date: 11/27/2017 Analysis Date: 11/27/2017

Perfluorobutanesuifonic acid (PFBS): <1.77 ng/L

Perfluorohexanesulfonic acid (PFHxS): <1.89 ng/L

Perfluoroheptanoic acid (PFHpA): <2.00 ng/L

Perfluorooetanoic acid (PFOA): <2.00 ng/L

Perfluorooctanesulfonic acid (PFOS): <1.91 ng/L

Perfluorononanoic acid (PFNA): <2.00 ng/L

NYSELAP

NYSELAP

The purpose of our sampling is to analyze for PFOA and/or PFOS, as per ISO 25101:2009 (E) method. This test
includes four additional Perfluorinated Chemicals (PFCs): perfluorobutanesuifonic acid (PFBS), perfluorohexanesulfonic
acid (PFHxS), perfluoroheptanoic acid (PFHpA), perfluoronoanoic acid (PFNA) that have been validated by the
laboratory. These other PFCs may have been detected at very low concentrations-EPA has not established health
advisories for these chemicals. All six PFCs are effectively removed from drinking water by granular activated carbon
filtration systems.

NYSELAP: Accredited by the New York State Environmental Laboratory Approval Program

The Laboratory Director authorizes the release of this report. The results in this report relate only to the sample submitted to the laboratory.
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