
Elevated Health Systems, MRSA irradiation with EHS UVC prototype bulb and set-up  

December 3-4, 2009. Wichita, KS. 

 

  
 

5 matching 4x4 ceramic bathroom tiles inoculated with 5 million MRSA colony forming 

units (cfu’s) each.  

 
Tile locations  3, 6, 9 and 12 ft. 

 

 

 

 



 

 

 

 

 

 

 

 

 

 

 

 

 

 EHS #1 mockup for MRSA 

test. 



 



 All plates after 24 hour 

incubation.  Control sample plate bottom left. 

 Control tile after incubation 

 

 Control Plate. 5 million 

Colony Forming Units (cfu’s) grew to 100 million cfu’s in 24 hours. 

 

 

 



 

 

 

 

No MRSA growth after 15 minute 

dose with EHS UVC. 

 

 

 

 

 
Close up 3' view, 100% MRSA kill. 

 

 

 

 

 

 

 

 

 

 



 

 No MRSA growth 6' tile. 

 

 
 

 

 

Close up view, 100% MRSA kill, no growth. 

 

 

 

 

 

 

 

 

 



 99.999999% MRSA kill 

 
 

Close up view, only 2 cfu’s.  (Control tile contained 100 million cfu’s.) 

 

 

 

 

 

 

 

 



 No MRSA growth on 12' tile. 

 
 

Close up 12' view, 100% MRSA kill, no growth. 


