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Sleep bruxism (SB) is defined as a stereotyped move-
ment, characterized by grinding or clenching of the

teeth, occurring in the subject’s otherwise normal
sleep.1 Recent evidence suggests that SB occurs fol-
lowing a specific sequence of physiologic events related
to sleep microarousals: (1) a transient brain and heart

activation precedes (2) a rise in the activity of the jaw
opener and (3) of the jaw closer muscles before (4)
tooth grinding.2–4 Although microarousals are observed
approximately 10 to 14 times per hour of sleep in nor-
mal subjects and SB patients,5 rhythmic masticatory
muscle activity (RMMA) is 3 times more frequent and
electromyogram (EMG) levels are 40% higher in SB
subjects.6,7 These observations suggest that SB is an ex-
aggerated expression of a normal physiologic activity
during sleep.3,4,8

Among the most popular management strategies
used to prevent the consequences of SB and tooth
grinding is the use of an occlusal splint. One rationale
behind recommending these oral devices is to protect
the tooth against damage (eg, wear, cracking, or frac-
ture). In some cases, it can also help to reduce con-
comitant orofacial pain.9,10 Moreover, a recent short-
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term randomized controlled study reported that SB
motor activity index (episodes per hour of sleep) can
be significantly reduced using a maxillary occlusal
splint (MOS).7 Similar results have been reported by
others,11–15 although contrary findings have also been
published.16–19 The exact mechanism behind SB re-
duction with the use of an occlusal splint still remains
controversial, because of the studies’ lack of stan-
dardization, short duration, and the difference in their
outcome measurement. 

During sleep, airway patency is known to be com-
promised as a result of the posterior displacement of
the tongue and the soft tissues.20 Since jaw opener
muscles are activated before the onset of SB/tooth-
grinding episodes,6 it has been hypothesized that SB-
RMMA may contribute to re-establishing airway pa-
tency during sleep.8 However, no direct evidence
supports this hypothesis. The objective of the present
study was to assess the influence of a temporary cus-
tom-fit mandibular advancement device (MAD) used
to manage sleep apnea and snoring on SB/tooth-
grinding activity and  respiratory and sleep variables. 

Materials and Methods

Population and SB/Tooth Grinding Diagnosis

Patients were recruited via advertisements posted at
various universities and colleges in Montreal and let-
ters to practitioners’ offices. A total of 101 subjects with
a history of frequent SB/tooth grinding responded and
were interviewed via telephone. According to the re-
sults of this interview, 73 subjects were selected for a
clinical examination. At this point, the main inclusion
criterion was a tooth-grinding sound reported by a
sleep partner or a family member occurring at least 3
times a week over the previous 6 months. The presence
of occlusal tooth wear and masticatory muscle hyper-
trophy (temporalis, masseter) upon voluntary clench-
ing were also considered.1,21 Subjects presenting med-
ical disorders (eg, psychiatric, physiologic, neurologic),
reporting pain, or taking drugs, alcohol, or medication
on a regular basis were excluded. Other exclusion cri-
teria included the following: absence of 2 posterior
teeth (third molars not considered) or more, use of a
dental prosthesis, gross dentoskeletal malocclusion, or
previous treatment with any type of oral appliance over
the past 6 months. 

Forty subjects corresponding to these criteria spent
2 nights in a sleep laboratory to confirm the diagnosis
of intense and frequent SB. The first night was used for
habituation to the sleep-recording environment and
was therefore excluded from the statistical analysis. The
second night (baseline) was used for SB diagnosis
and to rule out other sleep disorders such as apnea 

(> 5 events per hour of sleep), periodic limb movement
(> 10 events per hour of sleep), and epileptiform brain
activity. Polysomnographic criteria for intense SB di-
agnosis were based on the following research criteria:
more than 4 SB episodes per hour and more than 25
SB bursts per hour.22

From the initial population, 14 young adults (9
women and 5 men, mean age 24.6 ± 1.0 years, range
19 to 31 years) fulfilled all the criteria (from the tele-
phone interview to the polysomnographic recording)
and were selected to participate in the crossover ran-
domized controlled study. All participants were able to
understand and sign an informed consent form ap-
proved by the research ethics board at the Hôpital du
Sacré-Coeur de Montréal. Financial compensation was
given to all subjects for the inconvenience related to
their participation. All subjects agreed to spend at least
6 consecutive nights in a sleep research laboratory
and no dropouts occurred. However, 1 subject was
excluded from the statistical analysis because he was
unable to wear one of the appliances. The final statis-
tical sample of subjects was reduced to 13. 

Polygraphic Recordings 

Polygraphic recordings were made in a sound-atten-
uated and temperature-controlled room from approx-
imately 10:30 PM to 7:30 AM or until the subject awoke.
Patients were asked to avoid caffeine for at least 1 day
before the recordings. These recordings were used to
confirm SB/tooth grinding, but also to rule out other
sleep disorders such as insomnia, PLM, apnea, or other
respiratory disturbances. 

Polygraphic recordings and analysis were made
using surface electrodes according to the standard
technical protocol used in previous SB studies at the
same laboratory.4,7,22 The following signals were
recorded: electroencephalograms (EEGs; C3A2, O2A1),
bilateral electro-oculograms (EOGs), electrocardiogram
(ECG), and EMGs (from bilateral temporalis, masseter,
anterior tibialis, and unilateral chin/suprahyoid mus-
cles). The reference point was on the earlobe and the
middle of the forehead. Video recording, focused on
head and neck, was carried out in parallel with audio
signals to distinguish SB from nonspecific orofacial
activities.23,24 Chest movements and respiratory para-
meters were measured using an abdominal belt, a ther-
mistance sensor placed beneath the nostrils to assess
airflow, and a saturometer for the oxymetry (SaO2). The
number of swallowing events per hour was estimated
using a piezoelectric sensor placed over the thyroid,
along with the videotape.25

The physiologic sleep variables were computed
using commercial software (Harmonie, Stellate) at an
acquisition rate of 256 Hz, later transformed at 128 Hz.
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Sleep stages were scored according to criteria pro-
posed by Rechtschaffen and Kales26 and quantitative
assessment of the following variables was carried out:
sleep efficiency, duration, microarousals, awakenings,
SB episodes per hour (bruxism index), and the num-
ber of orofacial movements. The bruxism time index,
which is defined as the percentage of the total sleep
time spent bruxing,19 was also assessed. For each SB
burst, the duration (sum and mean), amplitude, and in-
terval between each event were measured. Subjective
self-reports of sleep quality, pain, comfort, oral saliva-
tion, and appliance preference were also collected.
One technician scored all the data, blind to the treat-
ment assignation from nights 3 to 6. 

Experimental Sequence

This crossover study evaluated 2 oral devices: a “clas-
sic” hard acrylic resin (Lucitone 199, Dentsply) U-
shaped MOS (Fig 1) and a double-arch temporary cus-
tom-fit MAD (The Silencer Custom II, Silencer
Products) (Fig 2). The MAD  was used as the active
treatment in 3 different configurations, as shown below.

Dental impressions were made with irreversible hy-
drocolloid, and the working casts were poured with ar-
tificial stone (type III). A facebow was used to mount
the models on a semiadjustable articulator. The cen-
tric relation was registered with a rigid blue-wax 

Landry et al
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Figs 2a to 2d The MAD: (a) the vertical retention pin, (b) MAD min, (c) MAD max, (d) MAD free. 

Fig 1 The MOS.

a b

c d
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waffle (Delar Bite Wafers, Great Lakes Orthodontics).
All MOSs were made 2.5 mm thick in the first molar 
region by the same laboratory technician and were 
adjusted by a single operator. 

Once received, each MOS was adjusted to fit on the
teeth without any discomfort. Centric occlusion con-
tacts, corresponding to the contact between the lower
buccal cusps and the flat occlusal table of the splint,
were adjusted and preserved. Occlusal contacts other
than the canines in lateral excursion and the incisors
in protrusion movements were eliminated, and modi-
fications were made with a double-thickness 17 µm ar-
ticulation paper (AccuFilm II, Parkell), an acrylic resin
bur, and a handpiece. 

The MAD is a thermoplastic, heat-molded, double-
arch oral device that can be easily fitted at chairside
in a single appointment. It was created to serve as an
inexpensive short-term therapy in the temporary man-
agement of snoring and apnea. The upper part is pro-
vided with a fixed vertical retention pin, while the lower
part has 2 slots (accommodating 2 different positions)
(see Fig 2). In the present study, 2 upper devices were
made for each patient: one with the vertical retention
pin and the other with the vertical retention pin cut off.
Removing the vertical retention pin gave the patients
full freedom in their mandibular movements while
sleeping. When appropriate, the George Gauge (Great
Lakes Orthodontics) was used to appraise the amount
of advancement with the MAD.

The same operator instructed each patient con-
cerning the use of each device. To prevent bias, sub-
jects were told that the MAD offers tooth protection
just like the MOS. They were also told that one of the
study’s goals was to compare the efficacy and comfort
of both devices. This point was reinforced with ques-
tionnaires assessing sleep quality, comfort, preference,
and efficacy. The patients completed the question-
naires after each night they spent at the sleep labora-
tory with an appliance. 

Study Design

The study design was a short-term randomized
crossover controlled experimental study (Fig 3). The 4
devices to be worn were: (1) MOS, (2) MAD with the

vertical retention pin in the minimum advancement 
position (MAD min), (3) MAD with the vertical reten-
tion pin in the maximum advancement position (MAD
max), and finally (4) MAD without the vertical reten-
tion pin (MAD free) (see Fig 2). Because of budget
constraints, there were no washout periods, and the
EMG levels were not reassessed during the periods in
between appliances. 

The sequence of the devices to be worn was ran-
domly assigned using a computer and then modified,
if needed, to have balanced blocks (Fig 3). For exam-
ple, modification was made if the computer selected the
MAD max first. Because of its forced position 
(advancement > 75% of maximum protrusion), it was
decided that patients should sleep only 1 night with
MAD max, without any habituation, and that it should
always follow the MAD min. If morning orofacial pain
or stiffness was felt in the first 2 days following the use
of MAD max, 2 caplets of pain reliever/muscle relaxant
containing methocarbamol 400 mg and acetaminophen
500 mg (Robaxacet, Wyeth Health Care) were offered
to the patients. Only 3 patients used the medication and
none was taken 5 days prior to polygraphic recordings.

The MOS was worn for 2 weeks, before recording,
for habituation. The first MAD to arrive in the sequence
(MAD min or MAD free) was also worn for 2 weeks,
whereas the second MAD was worn for 1 week, with
the assumption that the subject was already used to
this kind of appliance. During the period of habituation,
several phone calls were made on an irregular basis to
ensure compliance. Subjects were told to contact one
of the group members if they had any questions or
problems. At the end of the sequence, all MADs were
returned to the operator and an MOS was given to the
patient as further compensation for their participation. 

Statistical Analysis

Repeated measures analysis of variance (ANOVA) was
used to evaluate the treatment effect. The baseline
night was compared to the MOS and then to each
MAD using paired comparison. Friedman 2-way
ANOVA followed by Wilcoxon signed ranks tests for
paired comparisons were used when the data distrib-
ution was not normal. 
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Night 1 Night 2

Habituation Baseline

Night 3 Night 4 Night 5 Night 6

A

B

C

D

A

B

C

D

A

B

C

D

A

B

C

D

Fig 3 The study design. A = MOS; B = MAD
min, C = MAD max; D = MAD free. 
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Results

Compared to baseline nights, most of the sleep vari-
ables (sleep latency, efficiency, incidence of 
microarousals, awakenings) did not differ with the use
of any of the oral devices (Table 1). The respiratory vari-
ables (apnea and hypopnea) remained well below the
pathologic range (5 to 15 per hour of sleep)27 whether
or not an appliance was worn (Table 1). 

The mean bruxism index (number of episodes per
hour) was significantly reduced (P < .001) with the
MAD min and the MAD max compared to baseline (Fig
4). A 42% reduction was noted with the MOS, 44% with
the MAD free, 77% with the MAD min, and 83% with
the MAD max. The bruxism index values reached with
MAD min (1.6 ± 0.6) and MAD max (1.2 ± 0.4) were
far below the research cutoff criteria previously pub-
lished.22 The percentage of time spent bruxing (brux-
ism time index) was also significantly lower with all the
oral appliances compared to baseline (P < .002) (Fig
5). Finally, compared to baseline, the total number of
orofacial movements was significantly lower with all
oral devices except the MAD free (P < .03) (Fig 6)

Landry et al
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Table 1 Sleep Variables Data

Sleep variables Baseline MOS MAD free MAD min MAD max

Sleep latency 7.8 ± 1.6 5.8 ± 1.2 7.9 ± 1.6 8.8 ± 1.6 9.2 ± 2.0
Total sleep time 458.7 ± 8.3 464.4 ± 9.2 460.8 ± 8.8 455.4 ± 7.2 437.3 ± 7.9
Sleep efficiency (%) 95.5 ± 0.6 96.7 ± 0.7 96.4 ± 0.6 96.0 ± 0.6 95.7 ± 0.8
Stage 2 (%) 66.6 ± 2.0 65.2 ± 2.3 64.7 ± 2.0 64.7 ± 1.6 63.1 ± 2.0
REM (%) 21.2 ± 1.2 22.0 ± 1.0 21.8 ± 1.0 19.7 ± 0.9 21.6 ± 0.8
Awakenings 29.0 ± 3.0 21.1 ± 3.0 25.3 ± 3.7 27.0 ± 3.6 25.1 ± 3.5
Microarousals (per hour) 6.7 ± 0.8 6.4 ± 0.7 7.4 ± 1.3 6.2 ± 0.6 6.9 ± 0.6
Apnea-hypopnea (per hour) 0.5 ± 0.1 0.8 ± 0.2 1.2 ± 0.5 0.8 ± 0.2 1.0 ± 0.3

< .001
< .001

< .001
< .001
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.003
.015

MOS MAD
free

MAD
min

MAD
max

42% 44% 77% 83%

15

10

5

0

B
ru

xi
sm

 in
d

ex

Baseline

.002

.002

.013

.002

.002

.002

MOS MAD
free

MAD
min

MAD
max

3

2

1

0

B
ru

xi
sm

 t
im

e 
in

d
ex

.028

.039

.002

Baseline

Fig 4 Results for all devices regarding the bruxism index. Fig 5 Results for all devices regarding the bruxism time index.
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Each morning following a night spent sleeping in the
laboratory with an oral device, subjects filled out a
questionnaire about their feelings and appreciation of
the device. Pain was reported by 8 of 13 subjects (score
3 or more on a 0 to 5 scale) with both the MAD min and
the MAD max. On a visual analogue scale (VAS) from
0 to 100, the median reported level of comfort was 79
for the MOS, 41 for the MAD free, 15 for the MAD min,
and 12 for the MAD max. Oral dryness (score 3 or
more on a 0 to 5 scale) was a complaint in 7 of 13 sub-
jects with the MAD min, and this was significantly
greater than baseline nights (2 of 13, P = .03) and the
MOS (1 of 13, P = .03). At the end of the study, sub-
jects were asked which appliance they preferred: 12
chose the MOS and 1 chose the MAD free.
Interestingly, the MOS was also rated as the most ef-
ficient by 10 subjects. 

Discussion

To the authors’ knowledge, this is the first experimen-
tal controlled polygraphic study to compare a MAD
with an MOS in regard to SB motor activity. This study
also gives further support for the short-term use (2
weeks) of an MOS to reduce SB motor activity by 40%.7

Moreover, it suggests that active MADs (min and max)
are able to further reduce the number and magnitude
of SB episodes. Sleep variables showed only marginal
changes for both appliances in every configuration.
Throughout the study, respiratory disturbances (apnea
and hypopnea) remained far below the pathologic lev-
els reported in the literature (5 to 15 episodes per hour
of sleep).27

The interpretation of these results requires caution,
because this study does have several limitations. 

First, the sample size was limited, although it was
sufficient enough to find significant differences in the
main outcome, which was SB oromotor activity. 

Second, subjects in the study were young and pre-
sented intense and frequent SB/tooth grinding without
any pain or temporomandibular disorders. This may not
represent the general SB population, but at least al-
lowed a certain control on confounding variables in
data interpretation. 

Third, a disappointment bias toward the MADs was
observed, because they were cumbersome, uncom-
fortable, and unesthetic compared to the MOS. It can
be assumed that even if the MADs performed well in
reducing SB occurrence and protecting the teeth, those
negative elements may dissuade the patients from
wearing this type of appliance on a long-term basis.28

The fact that most of the patients still preferred the oc-
clusal splint at the end of the study was therefore not
unexpected. In addition, 8 of 13 subjects reported pain,
mainly to the mandibular teeth and gums, with MAD

min and the MAD max. It may be possible that pain
contributed to the reduced oromotor activity related to
SB. As previously reported in the literature, it seems that
pain interferes with the sequence of SB genesis, and,
as a result, can reduce the number of episodes per hour
of sleep by up to 40%.29,30 Certain studies have also re-
ported some oro-dento-skeletal modifications with the
use of a MAD.28,31–34 Although the importance of those
side effects is questionable, it should be considered
when using this device as a long-term management
therapy. On the other hand, subjects were very moti-
vated to participate in the study, because once it was
completed, they were given an MOS to protect their
teeth against damage and attenuate the grinding
sound. The majority of patients were already familiar the
MOS through their dental practitioner, which may have
influenced their opinion toward this appliance from the
very beginning of the study, although the persistence
of this motivation during sleep is very doubtful. 

Fourth, the use of a mandibular occlusal splint may
have given different results. This issue is currently under
investigation in a separate study by the same authors. 

Fifth, EMG levels were not periodically reassessed
and there were no washout periods between the ap-
pliances to control the SB activity level. Washout peri-
ods would have excluded possible carry-over benefits.
However, since a minimum of 7 days was left between
treatment arms, it was expected that such an effect
would be minimal. Nevertheless, knowing that SB can
itself fluctuate from night to night,35 one can argue that
this variability may have modified the values of the
oromotor outcomes. However, this issue may not be
valid, considering that the study used a crossover de-
sign with quantitative variables for statistical analysis. 

Finally, this study occurred over a short-term period,
which limits the extrapolation of the results to a longer
term. Nevertheless, previous studies have suggested
that, in some cases, a reduction in SB oromotor activ-
ity can persist up to 6 months.13

Another interesting finding of this study is that the
presence of an oral device did not seem to influence
sleep efficiency or the number of microarousals or
awakenings. These variables remained well within the
normal limits.5,6,36 Another noteworthy element is that
1 patient showed a clear exacerbation of SB/tooth
grinding activity with the appliances. This phenomenon
was anticipated, since it has occurred in previous stud-
ies.7,19 Clinicians should always remain alert to the
signs and symptoms reported by the patient when
using an oral device for the management of SB. 

In the authors’ opinion, the occlusal splint still re-
mains the oral device of choice, since it is reversible,
protects the teeth against damage, and more impor-
tantly, is well tolerated by the patient. The study’s hy-
potheses to explain the differences observed between
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the MADs and MOSs were oriented toward the fol-
lowing: limitation of movement with the active MADs,
dimensions and configuration of the appliances,
pain/discomfort, and change in the airway patency.

Conclusions

This short-term controlled study showed the following
results: 

1. As previously published, the short-term use of an
MOS can reduce the frequency of SB-related events
by 42%.7

2. The use of a double-arch device (MAD free) pro-
duces a similar pattern of reduction (44%).

3. An active MAD (min and max) can nearly double the
amount of reduction (77% and 83%, respectively).

The limitations inherent in the study, as previously
described, should be considered in the interpretation
and extrapolation of the results. Since the relation be-
tween respiratory disturbances and SB genesis re-
mains to be elucidated, future studies should, in part,
be oriented toward a smaller and less cumbersome
MAD to exclude the influence of gum and tooth pain
on SB activity. In this context, the effect of a mandibu-
lar occlusal splint should also be investigated. 

Acknowledgments

This study was supported by the CIHR and by FRSQ grants. The au-
thors would like to thank Dr Wayne Halstrom for providing the
MAD, Dr C. Dubé for her clinical expertise, Mrs Alice Petersen for
her special collaboration, and Mrs Nelly Huynh and the whole staff
at the Centre d’étude du sommeil (Hôpital du Sacré Coeur de
Montréal) for their technical support. Dr Marie-Lou Landry would
also like to thank the Univsersité Laval, Québec, for her fellowship
during her postgraduate studies. 

References

1. Lavigne G. Sleep related bruxism. In: Sateia MJ (ed). The
International Classification of Sleep Disorders, ed 2. Westchester:
American Academy of Sleep Medicine, 2005:189–192.

2. Macaluso GM, Guerra P, Di Giovanni G, Boselli M, Parrino L,
Terzano MG. Sleep bruxism is a disorder related to periodic
arousals during sleep. J Dent Res 1998;77:565–573.

3. Kato T, Rompré PH, Montplaisir JY, Sessle BJ, Lavigne GJ. Sleep
bruxism: An oromotor activity secondary to microarousal. J Dent
Res 2001;80:1940–1944.

4. Kato T, Blanchet PJ, Montplaisir JY, Lavigne GJ. Sleep bruxism and
other disorders with orofacial activity during sleep. In: Chokroverty
S, Hening WA, Walters AS (eds). Sleep and Movement Disorders.
Philadelphia: Butterworth Heinemann, 2003:273–285.

5. Boselli M, Parrino L, Smerieri A, Terzano MG. Effect of age on EEG
arousals in normal sleep. Sleep 1998;21:351–357.

6. Lavigne GJ, Rompré PH, Poirier G, Huard H, Kato T, Montplaisir
JY. Rhythmic masticatory muscle activity during sleep in humans.
J Dent Res 2001;80:443–448.

7. Dubé C, Rompré PH, Manzini C, Guitard F, de Grandmont P,
Lavigne GJ. Quantitative polygraphic controlled study on efficacy
and safety of oral splint devices in tooth grinding subjects. J Dent
Res 2004;83:398–403.

8. Lavigne GJ, Kato T, Kolta A, Sessle BJ. Neurobiological mecha-
nisms involved in sleep bruxism. Crit Rev Oral Biol Med
2003;14:30–46.

9. Dao TTT, Lavigne GJ, Charbonneau A, Feine JS, Lund JP. The ef-
ficacy of oral splints in the treatment of myofascial pain of the jaw
muscles: A controlled clinical trial. Pain 1994;56:85–94.

10. Okeson JP. Management of Temporomandibular Disorders and
Occlusion, ed 5. St Louis: Mosby, 2003:428.

11. Solberg WK, Clark GT, Rugh JD. Nocturnal electromyographic
evaluation of bruxism patients undergoing short-term splint ther-
apy. J Oral Rehabil 1975;2:215–223.

12. Clark GT, Beemsterboer PL, Solberg WK, Rugh JD. Nocturnal
electromyographic evaluation of myofascial pain dysfunction in
patients undergoing occlusal splint therapy. J Am Dent Assoc
1979;99:607–611.

13. Sheikholeslam A, Holmgren K, Riise C. A clinical and elec-
tromyographic study of the long-term effects of an occlusal splint
on the temporal and masseter muscles in patients with func-
tional disorders and nocturnal bruxism. J Oral Rehabil
1986;13:137–145.

14. Okkerse W, Brebels A, De Deyn PP, et al. Influence of a bite-plane
according to Jeanmonod on bruxism activity during sleep. J Oral
Rehabil 2002;29:980–985.

15. Harada T, Ichiki R, Tsukiyama Y, Koyano K. Effect of occlusal splint
designs on nocturnal masticatory muscle activities [abstract 2459].
Available at: http://iadr.confex.com/iadr/2004Hawaii/techpro-
gram/abstract_44910.htm. 

16. Okeson JP. The effects of hard and soft occlusal splints on noc-
turnal bruxism. J Am Dent Assoc 1987;114:788–791.

17. Rugh JD, Graham GS, Smith JC, Ohrbach RK . Effects of canine
versus molar occlusal splint guidance on nocturnal bruxism and
craniomandibular symptomatology. J Craniomandib Disord
1989;3:203–210.

18. Yap AUJ. Effects of stabilization appliances on nocturnal para-
functional activities in patients with and without signs of tem-
poromandibular disorders. J Oral Rehabil 1998;25:64–68.

19. van der Zaag J, Lobezoo F, Wicks DJ, Visscher CM, Hamburger
HL, Naeije M. Controlled assessment of the efficacy of occlusal
stabilization splints on sleep bruxism. J Orofac Pain
2005;19:151–158.

20. Trudo FJ, Gefter WB, Welch KC, Gupta KB, Maislin G, Schwab RJ.
State-related changes in upper airway calibre and surrounding
soft-tissue structures in normal subjects. Am J Respir Crit Care
Med 1998;158:1259–1270.

21. Lavigne GJ, Manzini C. Sleep bruxism and concomitant motor ac-
tivity. In: Kryger MH, Roth T, Dement WC (eds). Principles and
Practice of Sleep Medicine. Philadelphia: Saunders, 2000:773–785.

22. Lavigne GJ, Rompré PH, Montplaisir J. Sleep bruxism: Validity of
clinical research diagnostic criteria in a controlled polysomno-
graphic study. J Dent Res 1996;75:546–552.

23. Velly-Miguel AM, Montplaisir J, Rompré PH, Lund JP, Lavigne GJ.
Bruxism and other orofacial movements during sleep. J
Craniomandib Disord 1992;6:71–81.

24. Kato T, Thie N, Montplaisir J, Lavigne GJ. Bruxism and orofacial
movements during sleep. Dent Clin North Am 2001;45:657–684.

25. Miyawaki S, Lavigne GJ, Pierre M, Guitard F, Montplaisir JY, Kato
T. Association between sleep bruxism, swallowing-related laryn-
geal movement, and sleep positions. Sleep 2003;26:461–465.

26. Rechtschaffen A, Kales A. A Manual of Standardized Terminology,
Techniques and Scoring Techniques for Sleep Stages of Human
Subjects. Los Angeles: Brain Research Institute, 1968.

Landry et al

Volume 19, Number 6, 2006 555

Landry.qxd  11/3/06  3:07 PM  Page 555



27. Sleep-related breathing disorders in adults: Recommendations for
syndrome definition and measurement techniques in clinical re-
search. Sleep 1999;22:667–689.

28. Marklund M, Stenlund H, Franklin KA. Mandibular advancement
devices in 630 men and women with obstructive sleep apnea and
snoring. Chest 2004;125:1270–1278.

29. Lavigne GJ, Rompré PH, Montplaisir JY, Lobbezoo F. Motor ac-
tivity in sleep bruxism with concomitant jaw muscle pain. A ret-
rospective pilot study. Eur J Oral Sci 1997;105:92–95.

30. Arima T, Arendt-Nielsen L, Svenson P. Effect of jaw muscle pain
and soreness evoked by capsaicin before sleep on orofacial motor
activity during sleep. J Orofac Pain 2001;15:245–256. 

31. Schmidt-Nowara W, Lowe A, Wiegand L, Cartwright R, Perez-
Guerra F, Men S. Oral appliances for the treatment of snoring and
obstructive sleep apnea: A review. Sleep 1995;18:501–510.

32. Marklund M, Franklin KA, Persson M. Orthodontic side-effects of
mandibular advancement devices during treatment of snoring
and sleep apnea. Eur J Orthod 2001;23:135–144.

33. Mehta A, Qian J, Petocz P, Darendeliler MA, Cistulli PA. A ran-
domized, controlled study of a mandibular advancement splint for
obstructive sleep apnea. Am J Respir Crit Care Med
2001;163:1457–1461.

34. Fritsch K, Iseli A, Russi E, Bloch K. Side effects of mandibular ad-
vancement devices for sleep apnea treatment. Am J Respir Crit
Care Med 2001;164:813–818.

35. Lavigne GJ, Guitard F, Rompré PH, Montplaisir JY. Variability in
sleep bruxism activity over time. J Sleep Res 2001;103:237–244.

36. Carskadon MA, Dement WC. Normal human sleep: An overview.
In: Kryger MH, Roth T, Dement WC (eds). Principles and Practice
of Sleep Medicine, ed 3. Philadelphia: Saunders, 2000:15–25.

The International Journal of Prosthodontics556

Reduction of Sleep Bruxism Using a Mandibular Advancement Device

Literature Abstract

Influence of cavity preparation design on fracture resistance of posterior leucite-reinforced ceramic restorations

This study aimed to evaluate the fracture resistance of leucite-reinforced ceramic restorations placed on molars with various cavity

preparation designs. Ninety sound molars were divided into 9 groups (n = 10): (1) intact teeth, (2) conservative inlay, (3) extensive

inlay, (4) conservative onlay with mesio-buccal cusp coverage, (5) extensive onlay with mesio-buccal cusp coverage, (6) conserva-

tive onlay with buccal cusp coverage, (7) extensive onlay with buccal cusp coverage, (8) conservative onlay with total cusp cover-

age, (9) extensive onlay with total cusp coverage. The prepared teeth were restored with a leucite-reinforced ceramic (Cergogold,

Cergo). The ceramic restorations were etched with 10% hydrofluoric acid and treated with silane. The preparations were etched

using 37% phosphoric acid followed by 2 coats of adhesive. The restorations were luted in RelyX ARC (3M ESPE) and polymerized

with a halogen light. The fracture resistance was measured under compressive load in a universal testing machine. The collected

data were analyzed with 1-way and 2-way analysis of variance (ANOVA), followed by the Tukey test. Modes of fracture were also

recorded. The result showed that: (1) intact teeth had the highest fracture resistance values, (2) two-way ANOVA showed a signifi-

cant difference for the preparation design, (3) modes of  failure all tended to involve the restorations alone. The studied cavity prepa-

ration design did not improve their resistance to fracture under load. Cuspal coverage did not increase fracture resistance in this

study.
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