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Fritz Engieering Labortory, 13 E. Pacer Avene
Bethehem, Pernsylaria 180153175 Yay 30, 1995
telphone (610) 7583566
Jax(610) 7584522

Thel-Mar Company

Volumetric Weirs manufactured by your company have been tested by
the Lehigh University Department of Civil Engineering. The test
was -conducted over a four week period and was completed 6 February
1992,

The tests were designed to duplicate actual pipe flow
conditions. Ten foot lengths of 10" and 15" pipe with
corresponding size Thel-Mar weirs mounted at one end were connected
to the controlled laboratory water supply. Water flow through the
pipe was accurately monitored and correlated with the readings
obtained from the Thel-Mar weirs. Approximately 15 flow rates were
used for each size weir, ranging from the smallest to the largest
value.

Data which contained the controlled flow rate and the
neasurement obtained from the Thel-Mar weirs were graphed and
compared.  The results of the tests show the Thel-Mar weir
measurements have a +/- 5% overall accuracy, with a 2% accuracy at
moderate and high flow rates.

Sincerely yours,

TN pcsrre

R cgm Richard N. Weisman

s thelmar
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