
Q fr*parati*n

To secure items into Venner WireSa{e"
cpen lhe box usrng the plasiic tab.

Collect ihe safety sea! lrom inside
Venner WreSafet".

@ ft*.u iten-rs into Venner WreSafe".

Remcve plastic iab, ciose the lid and
secure in place with the safety seal.

Note: Once the plastic tab has been removed,
a guidewire will be required to open the box.
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(} OU*rating instn"rctions

Remove gll;Cewrre as per noi'nral
practic*.

lnsert guidewire into the iight buib shaped
channel o{ Venner WreSafe-.

Fush the guidewlr-e through the groove
uni,i noih enCs of rhe gurdewire are
prctruding outside of ihe groo,re.

Piace fingers on the sl':elf o"f Venner
WireSa{e*.

Fioid the ends of the guidewire and lift
upwards t* open Venner WireSafe*.

Use ccntenls as per narrnal hospital
prccedure.

Upon completion of prccedure place
sharps in Venner WreSafe*, close the lid
Ieaving guidewire in place and dispase of
Venh*r WreSa{ew into sharls bin.

Note: The guidewire and sharps are likely to
be contaminaied with blood and should be
handled with care and disposed o{ as per
usual hospital procedure.
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@ f*.irnicai specifrcations M an ufacturer i nformation

@ Material Venner Medical Technologi*s

+44(0) 1534872555

info@venner.com

www.vennermedical.com,/venner-wiresafe

MABS PA-758

@ weigt-,t

160 grams (empty)

@ Dimension

2i0Lx106Wx34,6H(mm)

@ cotout

lvianufactured by:

Venner Medical (Singapore) Pte Ltd

35 Joo Koon Circle, Singapore 629110

1208-A-July?01&

O?Gi6 Venner Medical Technaiogies SA.

All rights reserved. Venner and WireSafe

are trademarks af the Venner Grcup of

Companies. This produci is covered by

granted and pending patents of the

Venner Group of Companies in the US and

other territories. For details visit:

www.vennermedical.comlinteilecLual-property

Transnarent
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@ Capacity

480cm3
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