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Project 145461
Lab# 209421
Date Rec'd 7/16/2026
Report Issued 8/6/2026

Vitaluxe Labs

krause GG

Certificate of Analysis

-
- Compound Retatrutide
R LAF Label Claim 20 mg
{EZ(’)I;(?; Batch/Lot VLL-2403-006
Analyte Result  Units LOQ % of Label Method Date CAS
Peptide Analysis
Chromatographic purity >99.9 % 1 HPLC-UV/MS 7/21/2026
Retatrutide 21.4 mg 0.1 107.0 HPLC-UV-MS 7/21/2026 2381089-83-2
Mass Spectral Match ID Confirmed HPLC-UV-MS 7/21/2026
The data presented are from the analysis of the sample shown and meet Krause Respectfully submitted,
Analytical internal quality assurance criteria unless otherwise flagged. .
Methods shown reference current Krause Analytical SOPs /K ’_’,;5" ¥ /
ND - Not detected LOQ - limit of quantification ﬁ‘im e
All values reported on a per vial basis unless otherwise noted
Copyright © 2026 Krause Analytical LLC. All rights reserved. Mark C. Krause

Laboratory Director
8127 Mesa Drive Suite B-206 Austin, TX 78759
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Sample Report:

1: (Time: 0.30) Combine (13:19-(7:10+429:32)) 1:MS ES+
1.4e+006

100, 1184.7

95-
90
85
80
75
70-
65
60
55

o0 50

] 1190.2

45+

] 1586.6

40 1579.2
357
30

25- 1195.8
20-

15+ 1593.4

1183.6 1578.5||1594 .4

1196.6
1899.1
223.1 1600.9

‘ ‘ ‘( | 1197.3 1894.0?900'0
‘k\J\H\ I I S e N T S AL L S B e e o S B T A [ B A e R B \\J‘\\\ e m/ z
250.0 500.0 750.0 1000.0 1250.0 1500.0 1750.0

[y
?

b

o




